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Note to Readers 

This handbook has been designed for you to get the best use from ypur 4700. The sections are put together in a 
sequence flowing logically from one subject to another, so that understanding increases as the text is read 
naturally from front to rear. Here is an alternative (explanato.ry !) version of the Section Titles: 

Sect 1 . Introduction and a brief account of the intemaJ design. 

Sect 2. Physical connections and mounting — getting it installed. 

Sect 3. A brief scan of the available controls — where they are and what they do. 

Sect 4. The correct procedures for making the 4700 perform for you. 

Sect 5. How your 4700 can operate whthin an IEEE 488 system — the device dependent codes you will need 
to use. 

Sect 6. Specifications — what accuracy you can expect to get from your instrument. 

Sect 7. Verification that your 4700 matches the high specification it had when it left the factory. 

Sect 8. How to restore your 4700 to its original specification after it has suffered the ravages of time and 
temperature. 

We are confident that your 4700 will give you many years of accurate and reliable service, and hope tliat you 
will use this handbook to obtain maximum benefit from its many facilities. 




General View of Datron 4700 Auloca) Multifunction Calibrator 



Introduction 

Tlie Datron 4700 Autocal Multifunction, Calibrator is a high-precision calibrator which features exceptionally 
higli stability and full systems capability. It is characterized by a wide-range coverage of DC Voltage, AC 
Voltage, DC Current, AC Current and Resistance functions in a single unit. 

'Whe basic instrument, .includes both DC Voltage and AC^Voltage calibration sources up to the ]0Q.y range 
(200V maximum output). 

Option 1 0 (factory-rmed) extends both DC Voltage and AC Voltage functions up to the I OOOV range ( 1 i OOV 
maximum output). 

Option 20 (field or factory-fitted) adds calibration sources of DC Current, AC Current and Resistance, 

The 4700 incorporates a/ reibrence module containing precision temperature-compensation elements,^ 
maintaining a high accuracy specification over the ambient temperature range of23"C ± 10®C. A. high level of 
stability is achieved by use of super-selected reference components and ultra-stable gain-defmiiig resistors. The 
‘Autocal' feature ensures that its 24-hour specifications are usable; not merely figures of merit. 

The 4700 uses a microprocessor for control management, simplifying its use in complex manual operations, 
such as calibration of high-quality digital multimeters. The IEEE 488 interface provides a comprehensive 
remote programming capability, allowing program, med calibration of the 4700 itself. 



DC Voltage Ranges 

The basic instrument provides DC Voltage 
calibration facilities in seven decade ranges from 
± 100/rV to ± lOOV. By fitting Option 10, an eighth 
decade range to ± iOOOV is available. 100% 
overrange is incoiporated, except on the optional ± 
IOOOV range, when the output is limited to 
IIOOV. 


Resolution and Accuracy 
The maximum resolution is 7^4 digits with a unique 
facility for displaying the specified accuracy of any 
output voltage. The 4700 specification is in 
Section 6. 


AC Voltage Ranges 

The basic instrument provides AC Voltage 
calibration facilities in six decade ranges from ImV 
to iOOV. By fitting Option 10, a seventh decade 
range to IOOOV is available. 100% overrange is 
incorporated, except on the optional IOOOV range 
(see page 3-6), when the output is limited to 

noov. 


Resolution and Accuracy 

The maximum resolution is 6H digits with a unique 
facility for displaying the specified accuracy of any 
output voltage. The 4700 specification is in 
Section 6. 


DC Current Ranges 

By fitting Option 20, the instrument can be used to 
calibrate DC Current in five decade ranges from 
100/eA to lA. 


Resolution and Accuracy 
The maximum resolution is 6M digits with a unique 
facility for displaying the specified accuracy of 
output current. The 4700 specification is in 
Section 6. 


AC Current Ranges 

By fitting Option 20, the instrument can be used to 
calibrate AC Current in five decade ranges from. 
lOOwA to lA. 


Resolution and Accuracy 
The maximum resolution is 614 digits with a unique 
facility for displaying the specified accuracy of 
output current. The 4700 specification is in 
Section 6 


Resistance 

By tittmg Option 20, the instrument can be used to 
calibrate resistance in eight decade ranges from 
lOolim to iOOMohm. 


Resolution and Accuracy 

The maximum resolution is 714 digits with a unique 
facility for displaymg the specified accuracy of any 
output resistance. The 4700 specification is in 
Section 6. 



r" 



Frequency 

The output frequency of the 4700 extends from 

lOHz to I MHz in five overlapping decade ranges, at 
a resolution of 1% of nominal Frequency Range. 
Any five frequency values within the range of the 
instrument can be stored in volatile memory. 



Autocal 

AU Datron AUTOCAL instruments are designed to 
make the removal of the covers for calibration 
unnecessary, as full routine calibration of all ranges 
and functions can be carried out from the front panel 
or over the IEEE 488 bus. 

Accidental or unauthorized use of the calibration 
routine is prevented by a key-operated switch on the 
instrument rear panel. The procedure for calibrating 
this insuiiment is contained in Section 8. 




A user may deviate the output voltage from the 
output display value by introducing a gain ‘ErroE 
within the general range ± 10%. Additionally, for 
DC functions, the output may be ‘offset’ by up to ± 
2% of the range in use, or 200/tV, whichever is 
greater. 



Remote Sense 

The specified output voltage may be sensed at the 
load, using 4-wire connections. Remote or Local 
Sense is selectable from the front panel. 




This facility allows the instrument’s internal guard 
shields to be externally connected. 




On power-up, tlie internal calibration memory is 
automatically checked. At any time when the output 
is off and not under remote control, a user may 
conduct a sequenced lest of the displays, keyboard, 
safety circuitry and Reset function. 

Message Readout 

Messages to the user are presented on the MODE 
display: 

The two main groups are: 

Fail 

An internal fault condition has been detected. 



The available options for the 4700 are as follows; 

Option iO: lOOOV ranges (DCV and ACV) 

Option 20: DC Current, AC Current and 
Resistance functions 

Option 42: Rear output terminals (as a factory- 
fitted alternative to front panel 
terminals). 

NB: The rear output option is not 
recommended for best performance in 
calibrating high bandwidth, low level 
instruments. 

Option 90: Rack-mounting Idt. 



Error 

A user has selected a task which is outside the 
instrument’s capability. 




The instrument can form part of a system by means 
of the IEEE 488 standard digital interface. The 
method of connecting to the system controller and 
the coimnand codes are described in Section 5. 





For protection of the user, safety trip circuits are 
incorporated to switch the OUTPUT OFF, in. the 
event of instrument failures which might generate 
dangerous output voltages. 



UNDER NO CIRCUMSTANCES SHOULD 




Accessories 

The instrument is supplied with the foilowin; 
accessories: 



Description 
Power Cable 
Set of Calibration keys 
User’s Handbook 



Part Number 
920012 
700068 
850052 



Calibration and Servicing Handbook 
(2 volumes) (Volume 1) 850057 

(Volume 2) 850059 



In addition the following accessories are available 
for use with the 4700 instrument: 



Description Part 

RMK Rack-mounting kit (Option 90) 
Special Lead Kit 



Number 

440094 

440070 




The Calibration and Servicing Handbook contains 
information required to adjust and seiwice the 4700 
instrument. It contains detailed descriptions of the 
circuits, trouble-shooting and calibration 
procedures, part.s lists, layout drawings and circuit 
diagrams. 





Simplified Functional Diagram . This shows the division and flow of functions within the 4700. 
Inputs 

The 6802 microprocessor controls tlie output in 
response to three main inputs: 

i) Front panel keys. 

ii) IEEE 488 bus messages in ‘Remote’ 
operation. 

iii) Corrections placed in nou-volatile memory 
during ‘Autocalibration’. These modify the 
values which control the output. 

After processing, the computing system changes tlie 
output of the instrument to respond to the input 
instructions. 

Reference Voltages 

A 20V DC ‘Master'' Voltage Reference estabiishes 
the fundamental accuracy of the instrument. From 
tills 20V, a precision electronic divider derives an 



adjustable ‘Working’ reference voltage between OV 
and 20 V , whose value depends on. digital inputs from 
Front panel keys and calibration memory. 

Precision Electronic Divider 
In the out-guard section the selected output value, 
including calibration corrections, is set into a digital 
comparator as a 25-bit number. This is counted out 
by a crystal controlled binary counter, resulting in a 
1 25 Hz square wave whose mark : period ratio 
accurately represents the output value selection. 
When, transferred into guard, it chops tiie Master 
Reference voltage. A 7-poIe active low-pass filter 
integrates the chopped reference, to generate the 
ripple-free DC Working Reference Voltage. 

DC Voltage Output 

The working reference for DC Voltage Output is 
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AG/AC Comparator 

The comparator generates an error voltage 
proportional to tiie difference between the RMS 
values of the AC reference and the sensed output. It 
alternately samples anumberof cycles from its ‘Ref 
and ‘Sense’ inputs, computes and integrates the 
squares of their instantaneous values, and uses a 
‘Sample and Hold’ technique to subtract one from 
the other, this being the ‘error’ voltage to control the 
VGA. The loop thus controls the 4700 output so that 
the RMS value of the comparator’s sense input 
equates to that of its reference input. 




DC Current 

On changing functions to DC Current, the Working 
Reference voltage is switched to drive a voltage-to- 
current converter, and the OUTPUT display legend 
is changed to /xA, mA or A. Over-voltage protection 
is provided, and the Output lines are fused. 

AG Current 

An AC Current output is produced by the voltage- to- 
current converter. The iOOpA and lA ranges are 
driven directly from the basic IV range, and the 
others from the lOV range. Range selection is 
achieved by switching internal shunts. Output 
protection against over-voltage is provided, and the 
outputUnes are fused. The OUTPUT display legend 
is altered to pA, mA or A. 

Resistance 

Remote Sense. One of a set of eight precision 
resistors is internally 4-wire connected to the I+, 

1— , Hi and Lo terminals by operation of each 
RANGE key. Simultaneously the 4-wire calibrated 
value of tlie resistor is displayed (OUTPUT 
display). Pressing the OUTPUT Zero key connects 
a true 4-wire short to the terminals, and the 
OUTPUT display indicates zero. This zero display 
value cannot be recalibrated. 

local Sense (Remote Sense LED Unlit). The 
connections to the resistor remain the same, but the 
display value includes the resistance of the 
connections form the Ei and Lo terminals to the 
resistor. The arrangement provides a calibrated 

2- wire facility with external connection to the HI and 
Lo terminals. The Zero key shorts the Hi and Lo 
terminals, in this case the resistance between the 
terminals is displa^'^ed and may be recalibrated. 
When n is selected from any other function, the 
4700 is forced into Remote Sense, but this may be 
deseiected for 2-wire operation. 



Autocalibration 

By setting the CAL ENABLE security keyswitch on 
the rear panel to ENABLE, the 4700 can be 
calibrated. (Refer to Section 8). The output value is 
measured and the microprocessor is activated, to 
add any new corrections to factors already retained 
in aon-voltaiie memory. The updated correction 
factors are applied in the normal RUN mode. 

Processor 

A 6802-series microprocessor controls the internal 
performance of the instrument, employing 
26K bytes of program memory. 

2K bytes of memory are used for stack and work 
space, and 2K bytes are made non-volatile by a 
battery-powered back-up supply, storing calibration 
correction factors. 

With the exception of the Power ON/OFF switch, 
each front and rear panel control provides an input to 
the microprocessor system, which translates the 
information to command the 4700 analog and 
calibration functions. 

The processor also controls the display, the 
IEEE 488 Interface Bus and the operation of the 
restart and error circuitry. 





This section contains information and instmctions for unpacking and installing the Datron 4700. 




Every care is taken in the choice of packing materials 
to ensure that your equipment will reach you in 
perfect condition. 

If the equipment has been subject to excessive 
mishandling in transit the fact will probably be 
visible as external damage to the shipping carton. In 
the event of damage, the shipping container and 
cushioning material should be kept for the carrier's 
inspection. 

Unpack the equipment and check for external 
damage to the case, sockets, keys etc. If damage is 
found, notify the carrier and your sales 
representative immediately. 



Standard accessories supplied with the instrument 
are as described in Section 1 . 




Power cable 

The detachable supply cable, comprising two meters 
of 3--core PVC sheath cable permanently moulded to 
a fully-shrouded 3-pin socket, fits in the POWER 
INPUT plug recess, and should be pushed finnly 
home. 

The supply lead should be connected to a grounded 
outlet ensuring that the ground lead is connected. 
Connect Black lead to Line, White lead to Neutral 
and Green lead to Ground. (European: Brown lead 

to Line, Blue lead to Neutral, and Green/Yellow' 
lead to Ground). 

Line voltage 

The 4700 is operative within tire line voltage ranges 
100/1 15/I20/220/230/240V± 10%, 50 orbOHz. 
To accommodate the ranges, a small PC selector 
board is housed beneath the POWER FUSE. 
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VOLTAGE IS PRESENT. 

Power input 

The recess POWER INPUT plug, POWER FUSE 
and LINE VOLTAGE SELECTOR are contained 
in an integral filtered module at tlie center of the rear 
panel. 

The protective window allows tiie fuse rating and 
line voltage selection to be inspected with the power 
socket connected. This window slides to the left once 
the socket has been disconnected, for access to the 
fuse and voltage selector printed circuit board. 




Operating Voltage Selectiors 
FIRST ensure the POWER CABLE is removed. 
Slide the window to the left to reveal the fuse and PC 
selector board. 

Draw the fuse-extractor to the left and remove the 
fuse. 

Remove the PC selector board and rotate until the 
desired voltage is on the left of the upper surface. 
Reinsert the selector board firmly into the module 
slot. 

The desired voltage is visible in the cutout below the 
fuse. 

Return the fuse extractor to the normal position. 
Insert tlie appropriate POWER FUSE (see over). 
Slide the window to the right and insert the POWER 
CABLE. 

Power Fuse 
The fuse rating is; 

3.15A for 220/240V line supply 
6.25A for 100/120V line supply 

It is located behind the window in the POWER 
INPUT module on the rear panel, and should be of 
the anti-surge or SLO BLO type. 
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The instrument is fitted with six plastic feet. It is 
intended to stand flat on a bench, positioned so that 
the cooling-air inlet and exhaust apertures are not 
obsti-ucted. It is recommended that at least 30cm 
(12 inches) of free space is at the rear. 




Option 90 permits the instrument to be mounted in a 
standard 19 inch cabinet 



Remove the two rear spacers from the case sides by 
releasing six screws. Fit the two rack-mounting 
slides to the rear of the case sides and secure using 
six of the shorter screws in the option kit 

N.B. The slides may be reversed to give rearward 
extension. 

Fit the two rear rack-mounting ears to the rear of the 
cabinet, with tongues facing forward. In shallow 
cabinets it may be necessary to trim the tongue. 

CAUTION 

Assistance is required to fit the 4700 into the 
cabinet 

Lift the 4100 into position in the cabinet, locate the 
tongues in the slides, and carefully slide backwards 
until the front ears butt up against tlie cabinet front 
Secure the front ears to the cabinet Also clear 
ventilation for fan cooling to operate properly. 



CAUTION 

Note that the 4700 is designed to be supported at 
front and rear. AT NO TIME should the 4700 be 
supported only by the front brackets. On no 
account should the upper and lower covers be 
removed. 




SUITABLE RACK DEPTHS 



o 



REMOVE 



DEPTH 


NOTES 


mm 


in 


<635 


<25 


SHORTEN REAR RACK 
MOUNTING EARS 


635-735 


25-29 


FIT AS SHOWN 8Y DRAWING 


735-800 


29-31} 


REVERSE FtACK MOUNTING 
SLIDES TO EXTEND PAST 
REAR PANEL 



J Of F 45030Q REARSPACEHS 
5 OFF 611038 M4X t2mm SOCKET HD CSK SCREWS 
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FIT AS INSTRUCTED 



2 OFF 450312 RACK MOUNTING EAR FRONT 
2 OFF 450313 RACK MOUNTING EARREAR 
2 OFF 450314 RACK MOUNTING SLIDE 
12 OFF 611062 M4X8rom SOCKET Hb CSK SCREWS 







iEEE 488 input/Output Socket J27. 

The IEEE input/output is a 24-way connector that is 
directly compatible with the IEEE 488 interface and 
the lEC 625 Bus. 

Pjn Layout 

f 12 1 




Pin Designations 



,127 
PlR No 


Name 


Descriplion 


1 


DIO 1 


Data Inpur Ouipul Line 1 


2 


D!02 


Data input Output Line 2 


3 


DIO 3 


Data Input Ompm Line 3 


4 


DIQ 4 


Data lriputOuiputLinc4 


5 


EOl 


End or Identify 


c 


DAV 


Data Valid 


i 


NRFD 


No! ready for Data 


& 


NDAC 


Not Data Accepted 


9 


IFC 


Imesface Clear 


10 


SRQ 


Service Request 


11 


ATN 


Aitsmioti 


!2 


SHIELD 


Screening on cable (connected to 4700 
Safety Ground) 


13 


DiO .5 


L^ata Input Ourpul Line 5 


[ 14 


DIO 6 


Data Input Output Line 6 


1.5 


DIO 7 


Data Input Output Line 7 


!6 


DK.) 8 


Data input Output Line 8 


17 


REN 


Remote Enable 


18 


GND6 


Gnd wire of twisted pair with DAV 


19 


GND7 


Gfid wne of twisted pair with NRFD 


20 


GND 8 


Gnd wire of twisted pair with NDAC 


21 


GHD 9 


Gnd wire of twisted pair with IFC 


22 


GND 1.0 


Gnd wire. of twisted pair with. SRQ 


23 


GND n 


Gnd wire of nvisted pair with ATN 


24 


GND 


4700 Logic Ground (Internally connected 
to4700 Safety Ground) 



Rear Output Terminals (Option 42) 

The 4700 is fitted with either six front panel, output 
tenninals or six rear output terminals. The Rear 
Output alternative is fitted at the customer’s request 
only at manufacture. 

The 4700 cannot be fitted with both front and rear 
output temiinals, 

The functions of the six terminals are identical to 
those normally fitted on the front panel, and Che 
external leads are connected in the same way. (See 
Section 4 for details). 



External Reference Prequency Input Socket 
J53 

This BNC socket is located next to the cooling air 
intake filter. It enables the frequency synthesizer to 
be locked to a customer’s own frequency standard 
provided that it meets the following criteria: 
Voltage: 500mV to I5V peak-to-peak. 

Frequency; IMHz ± 1% or lOMHz ± 1% 

N.B. The socket has an input resistance of 
approximately 500 

External Reset Socket J54 

Pin Layout 



8 




15 9 



Pin Designation 



J54 


Signal j 


1-5 


Not used 


i 6 


Reset line 


7-8 


Not used 


9 


Reset common 


1.0-15 


Not used 



N.B. Some of the 'not used’ pins may be wired for 
factory test purposes. 

External Fieset Switch Wiring 



Socket J54 








Full Output Voltage 

HIS CAN KILL 





This section, summarizes the main operating features of the 4700. For detailed operating procedures refer to 
Section 4. 
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Power-Up State 

The controls are outlined in blocks, left and right, 
associated with the appropriate display. The right- 
hand blocks generally deal with function and output 
definition, whereas the left-hand blocks are 
concerned with frequency, mode and terminal 
configurations. 

Front Panel Keys 

All user commands from front panel keys are 
executed through main program firmware. A Key 
LED lit signifies that conditions are valid for the 
selected operation, and not merely that the key has 
made contact. 

At any time, the instrument status is described by the 
combination of LET) states, display values and 
display messages. 

Generally, if an invalid condition is selected, an 
error message will be displayed and a buzzer will 
sound, the command is ignored and tire 4700 
remains in its previous state. 



THE POWER SWITCH SHOULD NOT BE 
SET TO ON UNTIL THE LINE VOLTAGE 



When set to the 
Power switch isolates 
supply. 



the 



position, the 2-pole 
instrument from the 



When switched to ON,the instrument powers 
up, runs a self-test program and is configured into the 
following state; 



OUTPUT 
FUNCTION 
OUTPUT RANGE 
OUTPUT DISPLAY 
FREQUENCY RANGE 
MODE/FREQUENCY 
DISPLAY 



Guard 

Sense 

Key LEDs Lit 



OFF 

DC 

I 

.000,000,0V 
Not selected 

BlarA 

Not selected 
Local comiection (unlit) 
Local connection (unlit) 
OUTPUT OFF, DC, 1 








OUTPUT Switching 
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4700 AUTOCAL 
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Power 



OUTPUT ON/OFF 

The 4700 should normally be connected and set up 
with its output off. Tills isolates the f-f , 1—, Hi and 
Lo terminals from their internal circuitry reaardiess 
of RANGE, FUNCTION, FREQUENCY or 
MODE selections. The OUTPUT OFF LED is 
lit. 

Pressing the OUTPUT ON key connects the i+, 
I—, Hi and Lo teraiinals to their energized internal 
circuits. 



OUTPUT OFF Trip — Fail 5 Message 
Under certain abnonnal conditions which miglit 
compromise safety, the 4700 output will trip off, 
accompanied by a FAIL 5 message on the MODE 
display. Control is removed from the front panel 
keys. 

If the FAIL 5 message is present, there is no 
automatic recovery from the tripped state whether 
iiiternai conditions have or have not returned to 
nomial. 



OUTPUT OFF Default 

Certain instniment states are prohibited, and some 
transfers between states are restricted by program 
firmware. For safety reasons some of these transfers 
result in the output being switched off. Refer to 
Section 4, Operating Routines. 

OUTPUT ON - + 

On DC Voltage or Cun'ent, the polarity at the 
Output terminals is determined by the Key used to 
switch the output on, as labelled. In addition, 
polarity may be reversed by using the | j keys to 
step the output across zero value. The ON LEDs 
describe the polarity AT THE OUTPUT 
TERMINALS, not on the OUTPUT display. (In 
■‘en’or” and “offset"’ modes these two could be 
opposite). 

In AC Voltage, AC Current and Resistance 
functions, the ON + key will cause the selected 
outputs to appear at the output cerminais. T he ON — 
key will cause the error buzzer to sound and 
Error 8 to appear in tlie MODE/FREQUENCY 
display. 



Reset Key 

The Reset Key has two functions: 

1 . It allows a user to reset the safety trip to test 
whether conditions have returned to normal. If 
they have; die FAIL message will disappear, the 
previous instrument state will be restored but 
with OUTPUT OFF, and front panel control 
will be returned to the user. If conditions are still 
abnormal the FAIL state will persist, and a 
further attempt may be made after a suitable 
interval. The Reset LED is inoperative except in 
‘Test’ mode. 

2. It returns the instrument to power-up conditions 
in all cases except the following: 

» Seil'-test mode 
® FAIL conditions 
« In remote control mode (where it is 
inoperative). 

Other Messages 

.A full list of 4700 messages appears in Section 4. 

The fault conditions which generate Fail messages 

are analyzed in the Calibration and Sen/icing 

Handbook. 






When changing from one function to another the 
output is automatically set to OFF. When changing 
from n, to AC or DC, the OUTPUT value is 
automatically set to zero. If the corresponding 
OUTPUT RANGE or value is not available on the 
new function, the 4700 displays Error 8 and sounds 
its error buzzer. 

a selection forces the 4700 into Remote Sense for 
4-wire operation. 



Selected Specified 

Function Output 



DC 

AC 

a 

DC and I 
AC and I 



DC Voltage 
AC Voltage 
Resistance | 
DC Current > 
AC Current / 



or Error 9 and buzzer if Option 20 is not fitted 



OUTPUT RANGE Keys 




Each OUTPUT RANGE key scales the output as 
selected by the user, setting the legend and decimal 
point on the OUTPUT display to match. Full range 
values for voltage and current are marked above the 
keys. Nominal values of each precision resistor for 
the a function are marked below the keys. 

Voltage and cun-ent ranges are selectable as follows, 
the actual output value being selected by use of the 
OUTPUT display 1 1 f keys: 



- ’ DC Voltage 
/ AC Voltage 
'{ DC Current 
: AC Current 
\\ Resistance 



IOOmV to iOOOV 
I mV to IOOOV RMS 
lOO^iA to lA 
IOOmA to lARMS 
loato looMa 



If OUTPUT is ON when changing ranges, it 
remains on unless the change is to IOOOV range, or 
ranging-iip to more !han 75 V RMS in AC or 1 lOV in 
DC on lOOV range. In these cases OUTPUT 
defaults to OFF. Any range selection which would 
exceed the internally defined voltage- 
frequency limit is automatically inhibited. These 
limits are described on page 3-6. 





Key selections 




■■ 






100k 


10 

IM 




1000 

lOOM' 


1 DC Voltage 


100 juV 


ImV 


lOmV 


lOOmV 


iV 


lOV 


lOOV 


iOOOVf 


I AC Voltage 


* 


ImV 


lOmV 


lOOmV 


IV 


lOV 


lOOV 


lOOOVf 


DC Currentf 


lOO/aA 


1mA 


lOmA 


iOOniA 


lA 


* 




* 


AC Currentf 


iOOpA 


ImA 


10mA 


iOOmA 


lA 






if: 


Resistance t 


ion 


loon 


ikn 


iOkn 


iookn 


IMD 


mm 


iOOMH 



* Ettof 8 t Error 9 if option not fitted 



OUTPUT Display and Keys 




Output Resolution 

The Output and display are resolved as follows: 



Range 


iOO/x 

10 


lit! 

100 


10m 

Ik 


iOOm 

10k 


1 

100k 


10 

IM 


100 

lOM 


1000 

lOOM 


DCV 


m 


5L 


6^ 


714 


714 


74 


74 


74 


ACV 


— 




514 


614 


64 


64 


64 


64 


DC! 






6Vi 


614 


64 











ACI 


6M 




6Vi 


614 


614 











n (2-wire) 


AVi 




614 


74 


714 


74. 


74 


74 


fl (4-wire) 


71d 


714 


7!4 


714 


714 


74 


74 


74 



The OUTPUT display is supplemented by legends, 
which always indicate the con-ect units for tlie Range 
and Function selected. 

Output and Display Control 

Each vertical pair of tit keys is assigned to the 

display digit above it. Thus the value registered on 

tile display may be set within the range permitted by 
the function selected. Each momentary press of the f 
key adds 1 to its digit: pressing the f key subtracts 1. 
If OUTPUT is ON, the Output terminal value is 
also changed by tlie same increments as the display 
(subject to the instrument interlocks). 

On n ranges, only the overrange f|f are 
operative. These duplicate the action of the Full 
Range/Zero Keys. 

The Resistance value displayed is the calibrated 
value of the standard interaai resistor selected (not 
the nominal value). This may be updated during 
periodic calibration. The value displayed depends 
on the selection of Local (2-wire) or Remote (4- 



wire) Sense, and should be recalibrated in the 
correct Sense mode (See Section 8). 

Auto-inerement/Decrement 

When a 4 1 f key is pressed for more than H second, 

its digit is increased or decreased at a rate of 

approximately 3 digits per second until the key is 

released. 

Overflow and Underflow 

As a digit is stepped from 9 to 0, the value of the next 
higher-order digit is increased by 1. Stepping from 
0 to 9 decreases the value by 1. The whole display 
therefore acts as a counter, with hill ‘ carry' and 
‘borrow’ action. 

Range of Adjustment for DC Functions 
The keys adjust the readings between a 
minimum of 00000000 and 19999999 full scale on { 
lOOmV lOOV and between 0000000 and 
1999999 for Current Ranges. The lOOOV Range has 
a Full Scale of UOO.OOOO; the lOO/xV, ImV and 
iOmV ranges are truncated. 






Range of Adjustment for AC Functions 

The I* 1 ^ keys adjust the reading between, a minimum 

of 0090000 (9% of Nominal Range), and maximum 

of 1999999 full scale on lOOmV lOOV and 

Current Ranges. The lOOOV Range has a Full Scale 

of i 100.000; the IraV and lOniV ranges are 

truncated. 

N.B. There is no range of adjustment on Resistance 
functions. 

Leading Zeroes 

For fractional readings, a leading zero is presented to 
the left of the decimal point to emphasise its position, 
except for OUTPUT RANGE selections 
Im and .1. 

DC ZERO and polarity. On DC voltage and current, a 
polarity sign is present except at zero. The numerical 
display represents the magnitude of the output. 

As tlie display value is stepped to zero, the polarity 
sign disappears, and the opposite sign appears as 
stepping continues in the same direction. If the 
OUTPUT is ON during the sequence, the change in 
output polarity is signalledby a changeover from one 
polarity ON LED to the other. 

N.B. If the 4700 is in Offset Mode, with an offset 
present, the display and output zeroes do not 
coincide, it is therefore possible to have a 
positive sign on the display, and the ON- 
LED lit; and vice-versa. 

When using the keys or Zero key to obtain a 
zero, the polarity is not changed over and the same 
OUTPUT ON LED remains lit. The polarity LEDs 
change over only when the opposite polarity appears 
at the output terminals. 

Full Range Key 

When the Full Range key is pressed, the display 
rev erts to the nominal value of the range selected. If 
OUTPUT is already ON, tlie terminal value follows 
the display value unless; 

1 , The combination of output voltage and frequency 
would exceed the instrument’s internally defined 
limits, (Refer to Section 6). 

2. Offset or Error Mode is selected: the user-input 
offset or gain error is not cancelled from the 
output- 

Zero key 

This reduces the display value to zero. If OUTPUT 
is ON, the terminal value is also set to zero: 

DC Voltage — an active zero is presented to the 



output terminals. 

AC Voltage — an intern, al short circuit is connected 
across the output tenninals. 

DC and AC Current — output terminals are open- 
circuited. 

On n ranges in Remote Sense with OUTPUT ON, 
the Zero key connects a true 4-wi.re internal short 
circuit to the OUTPUT terminals as shown below. 
With Remote Sense LED UNLIT, the same short 
is connected, but the actual resistive value of this 
short may be calibrated (See Section 8 and diagram 
below). 




Deselection of Zero in AC Functions 
The size of tire characters on the ‘Zero’ display is 
significant. A half-size ‘0’ above any key 
indicates that it cannot be used to deselect Zero, 
because it increments values which are less than 
10% of nominal range. Any ^ key witli a full-size ‘0’ 
above it (and any key to its left) deselects Zero and 
adds its increment. 

Selection of High Voltage Outputs 
The 4700 is capable of delivering LETHAL output 
voltages so program interlocks are used to ensure 
that users do not inadvertently select outputs in 
excess of 1. lOV in DC or 75Y RMS in AC. Details 
of tlie High Voltage selection procedu,re are given in 
Section 4. 



Frequency 

The AC voltage output of the 4700 extends from 
iOHz to I MHz in five overlapping decade ranges, at 
a resolution of 1% of nominal Frequency Range. 
Any five frequency values within the range of the 
instrument can be stored in volatile memoiy. 





FReQUENCY RANGE keys 




Decade Ranging 

Generally, selection of a new range changes the 
frequency by a whole number of decades; but 
ranging- up from a frequency between lOHz and 
30Hz, or ranging-up to riie IMttz range when the 
decade frequency would have been higher, causes 
Error 7 to be displayed and buzzer to sound. 

Selection of Nominal Range Value 

Once a Frequency Range has been selected, it can be 
set to its nominal value by re-pressing its key. 

FREQUENCY DISPLAY 




Resolution 

The output frequency is adjustable in steps of 1% of 
the selected FREQUENCY RANGE nominal 
value, matching the display resolution. Legends are 
appended on the display as appropriate, and a 
leading zero is presented to the left of the decimal 
point for fractional values. 

FREQUENCY f if Control Keys 
Each vertical pair of 4 If keys is assigned to the 
display digit above it. The frequency registered on 
the display is adjusted by manipulation of these keys. 
Each momentary press of the ^ key adds 1 to its digit, 
and each f key subtracts 1. If OUTPUT is ON, the 
output frequency is also changed by the same 
increments as the display (subject to the instrument 
interlocks). Keys below decimal points are 
inactive. 

3-6 



Auto-increment/Decrement 

Whena^l f key is pressed for more than Vi second its 
digit is increased or decreased at a rate of 
approximately 3 digits per second until the key is 
released. 

Overflow and Underflow 

As a digit is stepped from 9 to 0, tlie value of the next 
higher-order digit is increased by 1. Stepping from 
0 to 9 decreases the value by 1. The whole display 
therefore acts as a counter, with full ‘carry’ and 
‘borrow’ action. 

Autoranging 

Stepping the frequency beyond the span of a range 
automatically switches range up or down, but ftirilier 
steps are inhibited until the A or f key is released (the 
key could be below a decimal point). When the 
range-change occurs, the alann buzzer sounds and 
the FREQUENCY display is blanked for 
approx. 1 second. 

When the display is reinstated, the 4700 has 
remembered the last frequency on the old range, and 
sets the new range to its next incremental frequency 
in the origmai direction. After releasing the original 
key, stepping can be continued to any increments of 
the new range. 

Autorange Limits 

The 4700 displays an Error 7 and sounds its buzzer 
when any attempted frequency increment or 
decrement is made which would produce an invalid 
combination of FUNCTION, OUTPUT RANGE 
or FREQUENCY. Neither will it increment or 
decrement to a frequency beyond the limits of the 
next frequency range up or down. 



OUTPUT/FREQUENCY CONSTRAINTS 

AC Voltage and Frequency 

Under most conditions, the output amplitude and 

frequency are adjustable throughout their full 

scales; 

Voltages - from 90juV to 1 lOOV RMS 
Frequencies — from lOHz to IMHz. 

On the lOOV and lOOOV Ranges, certain 
combinations of voltage and frequency cannot be 
selected. 

The diagram below illustrates the boundaries. 

The lOV Range span is also shown for 
comparison. 

Tile 4700 refuses to select any Voltage/Frequency 
combination outside these constraints. The 
temporaiy message Error 7 is displayed for 
approximately 1 second before reverting to the 
original display. 





AC Current and Frequency 
AC CuiTcnt is adjustable between 9,uA and 2A 
RMS at frequencies from lOHz to5kHz(ail Cuireiit 
Ranges have the same span). Error 7 indicates an 
invalid Current/Frequency selection, 

FREQUENCY iVfEfViORY 

This facility allows storage of up to five user-selected 
frequencies.. Once stored, each can easily be 
retrieved or changed from the front panel. They are 
retained until power is removed from the instrument 
or reset key is depressed. 

Store Key 

Only five of the FREQUENCY RANGE keys 
select ranges. The first press of the sixth key, Store, 
reassigns the other five as frequency memories. It 
has toggle action: a second press deselects the 
memory function. 




A 



Frequency 
Range Spans 



IkHz Range 



lOOkRz Range 



300 



3.3k 



30k 



330k 



100Hz Range 



10kHz Range 



330 



3k 



33k 



IMHzSange 
i 300k 1 m1 



■ooov 




1100V 



1000V Range 
(100 kHz biic) IfViHz Range 
nol 

selectable) 




20V 



10V Range 
(Lower Ranges 
also cover 
the full 
fraquencv 
span) 



0.97 



30 100 300 1k 3k 10k 

Orjvpuf Ffequencv (Hz) !locj. Scale! 



lOGk 300k 



1M 



VoUege 

Range 

Spans 





F1-F5 Memory keys 

When the Store LED is ON, these keys select 
individual memory locations. 

N.B. Although the FREQUENCY RANGE keys 
double as memory selectors, this does not 
imply that a particular memor}' can only 
accept frequencies from its key’s range. It is 
emphasized tiiat any dispiayabie frequency 
can be sStored in any of the five locations. 

Power-up Default 

Because the stores are volatile, the following default 
frequencies are stored in the five memory locations 
each time the 4700 is powered-up: 

FI 30Hz 

F2 300Hz 

F3 3 kHz 
F4 30kHz 

F5 300kHz 

Details of storage and retrieval procedures are 
described in Section 4. 



MODE Selection Keys 




The MODE selection keys are located on the lower 
left of the front panel. The Remote Guard and 
Remote Sense keys are described under‘I+, I—, Hi, 
Lo, Guard and 4r 

STD, SET, ±0 and CAL are calibration modes, 
printed in red and described in Section 8. 

SPEC MODE 

The Spec key controls the toggle-action 
‘Specification’ fimction. By pressing the key, the 
4700 specification tolerances are displayed, on the 
MODE disDiay, reierred to its current 

FUNCTION. OUTPUT, FREQUENCY and 
3-S 



CALIB RATION INTERVAL selection. A second 
press cancels the function. For 24-hour calibration 
intervals, the ‘accuracy relative to calibration 
standards’ figures are displayed but for 90 days and 
i year intervals tiiey are ‘Traceable’ accuracy 
figures which inciude Datron’s Calibration 
Uncertainty. 




Rear Panel CAUBRATfON INTERVAL switch 



While in Spec mode, ail primary functions of the 
other MODE keys are cancelled (although the 
selected Guard and Sense connections remain). The 
keys are reassigned to their secondary functions: 
-rlim, -lira, % and ppm become active. When 
Spec mode is initiated, the magnitude of the 
specification tolerance itself determines whether 
ppm or % is selected. Thean-ow above the Spec 
key shows that all four secondary modes are 
available. 

Full details of the operation Of Specification mode 
are given in Section 4. 

ERROR AND OFFSET MODES 

These keys are used to deviate the output at the 
terminals from the value on the OUTPUT display. 
The two modes may be selected together. 



Error and Offset Modes NOT Selected 

The terminal value is a linear function of the 

OUTPUT DISPLAY value; 







Error mode selected 





F'ull details of the operation of 'Error mode are given 
in Section 4. 



Offset mode selected (DC Functions only) 

In Offset mode, the intercept (c) may be adjusted to 
any value within the Offset limit. 

Offset Limits: iOO^V and ImV Ranges: ±200, uV, 
Other Ranges; ±2% of Full Range 
value. 



Termina 




Offset and Error Mode Combination. 

Offset cannot be selected or deselected when the 
4700 is already in Error Mode. 

The intercept (c) is established first in Offset mode, 
then the slope (m) is adjusted, in Error mode. 

Full details ofthe operation of Error, Offset and the 
combined mode are given in Section 4, 



TEST MODE 
Test mode selected 

Full details of the operations in Test mode are given 
in Section 4. 

i±, , Hi, to, Guard and-:^ 

(Ground) Terminals 

Ix)cal and Remote Switching 



MODE FREQUENCY 




ThewSe terminals are located on the lower left of the 
Front Panel. 

!± and I'™ Terminals 

The output from the internal power circuits is 
delivered to the i± terminal, I— being Its Return 
Analog Common. 



Hi and Lo Temiinais 

These terminals provide a differential input to the 
amplitude sensing circuitry. 








Remote Sense 

The Remote Sense key has Toggle’ action. 
Successive presses alternate between ON and 
OFR 



N.B, Sense connections can only be switched 
with OUTPUT OFF, 



For Voltage outputs in local sense the two leads 
should be attached to die Hi and To terminals. 

V arious configurations of 4700 load connections are 
detailed in Section 4. 



The specified voltage output of the 4700 may be 
produced eiUier at its output terminals (Local Sense 
for Mgh impedance loads) or at the load terminals 
(Remote Sense for cases in which lead resistance 
and load impedance produce a significant effect). 

With Remote Sense OFF, the H~ terminal is 
isolated, and the voltage output is fed to the Hi 
terminal. 

With Remote Sense ON, the output voltage is fed 
across the 1+ and 1~ terminals only, and must be 
sensed externally, using leads connected to the Hi 
and Lo terminals. 

Remote Senseis not available on 100p.V— lOOmV 
ranges. It is not applicable to Current outputs. 

On Ohms ranges, Local Sense is used for 2*wire 
connections, and Remote Sense for 4-wire. 
(Changing FUNCTION into H forces the 4700 into 
Remote Sense, but this may be deselected for 2- wire 
operation). The Remote Sense LED always 
indicates the true connection: 

Lit — Remote; Unlit Local 

Guard Terminal 

The Guard terraiiiai is permanently connected to the 
internal guard shields: 

Remote Guard 

Tile Remote Guard key has ‘toggle’ action. 
Successive presses alternate between ON and 
OFF. 



WUJi Remote Guard OFF, Guard is intemally 
connected to the I— terminal. 

With Remote Guard ON, tfie internal link to I 

is removed. The Guard terminal can then be 
comiected externally to reduce common mode 
interference. 

Ground Terminal 

The 'y (Ground) terminal connects directly to the 
4700 internal Ground shields and to Safety Ground 
via the power-cable. 

Output Connections 

Connections to the output terminals may be made 
either with leads or via a shrouded connector. 




(Shown with alternative Rear Output terrninais). 
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POWER INPUT 



SOCKET J27 (IEEE 488 Input/Output) 



The recessed POWER INPUT plug. POWER 
FUSE and LINE VOLTAGE SELECTOR are 
located in the center of the rear panel, contained 
within a single moulded unit. Details of connections, 
selection of line voltage and fuse are given in Section 2. 

REAR OUTPUT ALTERNATIVE (Option 42) 

This can be incorporated at manufacture, to provide 
six output terminals on the rear panel instead of the 
six on the front. Their functions and connections are 
identical. 

SOCKET J53 

(External Reference Frequency Input) 

This BNC socket is located next to the cooling air 
intake filter. It may be used to lock the inteniai 
frequency synthesizer to a customer’s own 
frequency standard. Voltage and frequency criteria 
are given in Section 2. An on-off switch, S53, 
located above this socket is provided, to enable this 
facility . If the switch is on, and an external frequency 
is not present, error message ‘Error EF’ is 
displayed. 



The IEEE 488 Input/Output(D-t,ype) socket J27 is 
a 24-way micro-ribbon connector that is directly 
compatible with the IEEE 488 interface and the 
lEC-defined, system. 

.127 is located at the top of the rear paaei, outlined 
with the IEEE 488 address switch. The pin layout 
and designations appear in Sections 2 and 5. 

IEEE 488 ADDRESS SWITCH 




The 4700 may be addressed for use on the 
IEEE 488 interface bus. The address settings are 
given in Section 5. 



SOCKET J54 (Externa! Reset) 

This D-type socket is located next to the optional 
rear output connectors. It may be used to input an 
external reset to restore the 4700 to its power-up 
state of ,DCV, 1 V Range etc. if required. Pin Layout, 
Pin Designation and Switch Wiring details are given 
in Section 2. 








THIS INSTRUMENT IS CAPABLE 






iiOGi 



^ FRONT or I 
) terminals e 
Full Output 

THIS CAN 



auarc 



can damage 



m 



m 



and terminals 






Before using the instrument it is important that it has 
been correctly installed as detailed in Section 2. 




The following details are given in Section 6: 



Function 


Characteristics 


All functions 
DC Voltage 
AC Voltage 

DC Current 

AC Current 

Resistance 


Peak terminal voltages 

Output resistance and current limit 

Output resistance and current 
limit; capacitive loading limits 

Maximum load resistance and 
maximum compliance 
Maximum load resistance and 
maximum compliance 
Maximum currents and accuracy 
de-rating factors 



SAFETY 

The 4700 is designed to be Class 1 equipment as 
defined in lEC Publication 348 and. UL 1244, 
concerning safety requiren.ients. 

Protection is provided by a direct connection via the 
power cable from ground to exposed metal parts and 
internal ground screens. 

The line connection must only be inserted in a socket 
outlet provided with a protective ground contact, and 
continuity of the ground conductor must be assured 
between the socket and the instrument. 

WARNING: 

ANY INTERRUPTION OF THE PROTECTIVE 
GROUND CONDUCTOR INSIDE OR 
OUTSIDE THE INSTRUMENT, OR 
DISCONNECTION OF THE PROTECTIVE 
GROUND TERMINAL MAY MAKE THE 
APPARATUS DANGEROUS. INTENTIONAL 
INTERRUPTION IS PROHIBITED. 




VOLTAGES. 



UNDER NO CIRCUMSTANCES SHOULD 
USERS TOUCH ANY OF THE FRONT (OR 
REAR) PANEL TERMINALS UNLESS 
THEY ARE FIRST SATISFIED THAT NO 
DANGEROUS VOLTAGE IS PRESENT. 

CAUTION: 

THE As. SYMBOL IS USED TO REMIND 
THE USER OF SPECIAL PRECAUTIONS 
DETAILED IN THIS HANDBOOK AND IS 
PLACED ADJACENT TO TERMINALS 
THAT ARE SENSITIVE TO OVERVOLTAGE 
CONDITIONS. 

REFER TO SECTION 6. 



Interconnections 

IMPORTANCE OF CORRECT 
CONNECTIONS 

The 4700 has been designed for use as an accurate 
source for precision calibration. To match the 
external circuitr>-' to its superior specification, it is 
essential to take great care in making connections to 
the load. 

SOURCES OF ERROR 

Therms! EIVlFs 

These can give rise to series (normal) mode 
interference, particularly for low voltage outputs, 
and where large currents have a heating effect at 
thermo-eiectric junctions. Draughts can cause 
unbalanced cooling in an otherwise tiiernxo- 
electrically balanced measuring circuit 

E-M Interference 

Noisy or intense electric, nxagnetic and 
electromagnetic effects in tlte vicinity can disturb the 
measurement circuit. 

Some typical sources ai-e; 

— Proximity of large electric fields. 

— Fluorescent lighting. 

— Inadequate screening, filtering or grounding of 
power lines. 

Transients from local switching. 

induction and radiation fields of local 

E-M transmitters. 

— Excessive common mode voltages between 
source and load. 
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The disturbances may be magnified by the user’s 
hand capacitance. Electrical interference has' 
greatest effect in high impedance circuits. 
Separation of leads and creation of loops in tlie 
circuit can intensify the disturbances. 

Lead impedance 

The impedance of the connecting leads can drop 
significant voltages between the source and load, and 
generate adverse phasing effects particularly if the 
leads are long or the current in them is high. 

Lead insulation Leakage 

This can cause significant errors in measurement 
circuits at high voltages. Some insulating materials 
.suffer greater losses than others e.g. PVC has more 
leakage than PTFE. 

AVOIDANCE TACTICS 

Therma! ElViFs 

Screen thermal junctions from draughts. 

Allow time for thermal equilibrium to be reached 
before taking readings. 

Use conductors, joints and terminals with a good 
margin of current-carrying capacity. 

Avoid themio-electric junctions where possible: 

e.g. Use untinned single-strand copper wire of higli 
purity. Avoid making connections 
through Nickel, Tin, Brass and Aluminium. If 
oxidation is a problem use gold-plated copper 
terminals, and replace the terminals before the 
plating wears off. If joints must be soldered, low- 
thermal solders are available, but 
crimped joints are preferred. Use low-thermal 
switches and relays where they form part of the 
measuring circuits. 

Balance one thermal EMF against another in 
opposition, where possible, (switch and relay 
contacts, tenninais etc.) 

E-M Interference 

Choose as ‘quiet’ a site as possible (a screened cage 
may be necessary if interference is heavy). 

Suppress as many sources as possible. 

Always keep interconnecting leads as short -as 
possible, especially unscreened lengths. 

Run leads together as twisted pairs in a common 
screen to reduce loop pick-up area, but beware of 
leakage problems and excessive capacitance. , 
Where both source and load are floating, coxmect 
to ground at the source to reduce common mode 
voltages. 

Lead Impedance 

Keep all leads as short as possible. Use conductors 
with a good margin of cun'cnt-carryiiig capacity. Use 
Remote Sense and 4-wire connections where 
necessary to establish the 4700 output specification 
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at the load. Use 4-wire connections for values of 
resistance below IkD. 

Lead Insulation Leakage 

Choose low-loss insulated leads — PTFE is 
preferred to PVC. 

When running leads togetiier in screened pahs, 
avoid large voltages between leads in the same 
screen, especially if using PVC insulation. 

Remote/Local Sense Configurations 

The 4700 terminals are configured as follows; 
Voltage ranges lOO^V, [mV, lOmV, lOOmV 
— Local sense only. 

IV, lOV, lOOV, lOOOV 
. — user selects Local or Remote 
sense. 

All Cun'ent ranges 

— Local sense only. 

Ail Resistance ranges 

— Remote Sense gives 4-wire 
connection. 

— Local Sense provides 2-wire 
connection capability. 

The key LED indicates the true connection: 

Lit = Remote, Unlit -= Local. 

N.B. When changing to H function, the 4700 is 
automatically forced into Remote Sense for 
4-wire operation. 

4700 - CONNECTIONS TO THE LOAD 
General Considerations 

The choice of connection method is influenced by 
several factors: 

a. Loading Effects 

4-wire connections should be used for low load 
impedances. For higli impedance loads, 2-wi.re 
connections can be employed. 

The ratio ; Total Lead Resistance 
Load Resistance 

gives the approximate error for 2-wire connection 
at low frequencies. 

e.g. Two l^-.Ohm leads with a load of lOOkOhms 
produce an error of approx. lOppm. 

At frequencies higher than about lOOkHz, the 
error is also modified by reactive effects. 

b. Noise and Output Level 

Providing the E-M environment is reasonably 
quiet, interference due to noise pickup in the load 
cormection is insignificant for outputs of more 




than about. lOOmV, so unscreened leads can be 
used. But at lower signal levels, or in noisier 
environrtienls, it is advisable to use screened 
cable. 



c. Common iVIode Disturbances 

When in Local Guard, the guard shields and 
tracks for the Sense circuitry are connected 
internally to ‘I.-’, the low impedance terminal of 
the 4700 output power source. This classical 
connection effectively guards out interaal 
common mode disturbances. To reduce external 
disturbances it is advisable to make only one 
ground connection to the measurement circuit, 
and in the case of a guarded DMM, to make use of 
its external guard facilities. Also, where a line- 
powered load (such as a DMM being calibrated) 
has a ground connection, it should be to the same 
line ground as the 4700. 



d High Frequency Effects 

i Voltage. Up to about lOOkHz, for outputs 
above lOOmV, it is possible to use pairs of 

unscreened wires, provided that the E-M 
eiivironnietit is cjuiet. Twist or run leads togetliei , 
keep length less than I meter. 

Above lOOkHz, both lead and load capacitances 
reduce the load impedance. Similarly, lead and 
load inductances combine to increase the load 
impedance with frequency (but heavily reactive 
loads should be avoided). It is therefore advisable 
to make leads from iow-capacitance coaxial or 
twm-axiai. cable. To avoid mutual coupling. Sense 
and Power leads should not run together in the 
same screen. 

H. Current. Above about IkHz, with low output 
currents, high lead capacitance can introduce 

shunt errors. To reduce these errors, the leads 
should be kept as short as possible, and be of low- 
capacitance. 



Setting Priorities 
Because of; 

a. the variety of environinental conditions and toads 
likely to be encountered when using the 4700, 

b. the extensive set of combinations of outputs from 
the instmment and 

c. tile accuracy required; _ , 

it is unrealistic to describe a definitive ‘best’ general 
method of connection to tlie load. 

Com,binations of the above factors can lead to 
conflicting requirements, and users may be faced 
with a choice between methods. In these cases it is 
sometimes necessary to arrive at a compromise 
solution by setting priorities. 

Suggested Lead Connections for the 4700 
Six^ suggestions for connecting the 4700 to its load 
are illustrated in the following pages 4-4 and 4-5. 
Each has found use with the combination of factors 
described, and togetiier they cover the majority of 
predicted requirements. 



e. DANGER. 

THE 4700 OUTPUT CIRCUITS ARE NOT 
.y CONNECTED TO 
USERS ARE STRONGLY 
TO 




Voltage and Resistance Outputs 
CAUTION; Ail leads and cables must be proofed 
to at least 2kV. 

Simple 2-wire Connection 
Use for many applications where: 

The voltage drop in the leads is insignificant 
The E-M environment is ‘quiet’. 

External common-mode voltages are insignificant 
Use for measurements in tlie following ranges: 
Voltage DCV > lOOmV 

ACV > lOOmV 
Frequency F < lOOkHz 

Resistance IkH < R < I MCt 

N.B. After selecting fl, Remote Sense must be 
cancelled for 2-wire operation. 

Select Local Sense and Local Guard. 

Keep leads as short as possible, (not longer than i 
meter-twisted pair is preferable). 



Note: Refer also to reactive load specifications in 

Section 6. 



4700 

Terminals 



L.oad 

Terminals 



1+ I- ^ r' Gu Local Guard 

^ Local Sense 




Oil lOOV/lOOOV Ranges, Ground the Lo line for Safety. 



Screened 2-wire Connection 
Use where: 

Sensitive measurements are being made. 

The E-M environment is relatively ‘noise’. 

External common-mode voltages are significant. 

Use for measurements in the following ranges- 
Voltage DCV > \0fiV 

ACV > 90 ,uV 
Frequency F<lMHz 

Resistance i kO < R < IMG 

After selecting H, Remote Sense must be cancelled 

for 2-wire operation. 

Select Local Sense and Local Guard. 

Keep leads as short as possible, (not longer tlian 1 
meter). 

On lOOV/lOOOV Ranges, Ground the Lo iine for Safety. 



4 700 
Terminals 



Load 

Termina Is 




Screened 4-wlre Connection using Coaxial cable. 
Use where: 

The load resistance is low enough to cause a 
significant voltage drop in the output 

Connection- 

Sensitive measurements are being made. 

The E-M environment is relatively noisy. 
External common-mode voltages are 

significant. 

Use for measurements in the following ranges: 
Voltage DCV > 90mV 

ACV > 90mV 
Frequency F < IMHz 

Resistance Not appropriate 

Select Remote Sense and Local Guard. 

Keep leads as short as possible, (not longer than 
1 meter). 

On lOOV/IOOOV Ranges, Ground the Lo line for 



4700 

Termirials 



Load 

Terminals 








The following operating routines are subdivided into 
two main types; 

m Standard Operating Sequences 
® Additional Facilities 

Standard Operating Sequences 
There are many common elements in the selection 
routines for both Voltage and Cun’ent operation. The 
diagram opposite shows the general sequence of 
operations, it should be used as the basis of any 
operating procedure, in conjunction with the 
individual selections detailed in tlie following 
pages, 

DC Voltage Outputs 

There are two overlapping voltage states. The 20V 
overlap allows ± 10% adjustment about the typical 
full range value of 1.00V without changing state. 



± 90 v ±nov 



Lov>) '/olu'ige stale 



High voltage state 



In the Low voltage state, the output may be switched 
ON directly but to transfer from Low-' to High 
Voltage state, deliberate user-actions are required. 

N.B.The 4700 switches its output voltage OFF 
every time the 1.000V RANGE is selected and 
when. lOOOV RANGE polarity is reversed. 

Low Voltage selections (up to ±H0V). Use the 
general sequence; 

At operation (3) ; Select DC. 

At operations and (|) ; No Remote Sense on. 
lOO/q Im, lOm and iOOm ranges 

Fligh Voltage selections (above ±IiOV). Use the 
general sequence: 

At operation 0) : Select DC 
At operation,® ; RANGE LED flashes for 
selections above ±110V 
At operation (Q) ; Audible warning — 5 pulses/ 

sec tor 3 secs. 
After 3 second warning 
— 4700 switches 

OUTPUT ON. 

Whilst OUTPUT ON Audible reminder pulses at 
approx. 1 sec. intervals, and RANGE LED 
continues flashing. 

If OUTPUT OFF or ON switching is attempted 
during the 3 sec. delay the 4700 reverts to OUTPUT 
OFF? 



Transfer into High Voltage State with OUTPUT ON 

Bv changing RANGE: 

- the OUTPUT is switched OFF, and the 
selected RANGE LED flashes. 

User reselects OUTPUT ON: 

- 3 see audible warning 

- 4700 switches OUTPUT ON 

“ Audible reminder whilst OUTPUT ON 
~ RANGE LED flashing. 

By use of keys in lOOV or lOOOV range: 

- OUTPUT remains ON at previous voltage 
~~ OUTPUT display shows selected (High 

Voltage) value 

- RANGE and OUTPUT ON LEDs flash. 

User reselects OUTPUT ON: 

- 3 see audible warning 

- 4700 increases OUTPUT voltage to 
OUTPUT display value 

- Audible reminder whilst in High Voltage state 
-- RANGE LED flashing 

- OUTPUT ON LED lit continuously 

Transfer out of High Voltage state with OUTPUT 

ON 

By pressing OUTPUT OFF key: 

ON-f or ON— LED remains lit until the 
OUTPUT Voltage has decayed into .Low Voltage 
State (Approx. 1 sec from lOOOV). 

By use of keys or by changing RANGE 
dowm: 

Transfer to Low Voltage State is automatic when 
the OUTPUT Voltage falls below 90V. 

— RANGE LED stop,s flashing — stays lit 
~ OUTPUT ON LED stays lit 
— Audible reminder is silent. 

Changing voltage state when in Error or Offset 
Mode 

For safety reasons, the thresholds are always 
defined with respect to voltage levels at tf3,e 
OUTPUT temiinals. Therefore, if the instrument is 
in Error or Offset mode, the tiireshold indications 
may not coincide with llOV and 90V on the 
OUTPUT display. 



AG Voltage Outputs 
Zero Output 

Zero AC Voltage output from the 4700 can be 
obtained only by pressing the Zero key. Internal 
relay contacts short lA- to .1—, and Hi to Lo. 



4-7 





increment from Zero 

'File smallest AC output available on any range is 
9% of full range, so any attempt to reduce the output 
below 9% is refused. Thus the smallest possible 
increment from Zero is to 10% of full range, using 
the appropriate key ( any key to the right of this would 
attempt to increment to i% or less, and be refused, 
causing ‘Error 8’ and buzzer to sound). Half-size 
zeroes on the Zero divSplay show which keys cannot 
be used to increment from Zero; full-size zeroes 
show those which can. 

When the display is correctly incremented with 
OUTPUT ON, the output terminals are internally 
reconnected to the voltage output circuitry. 

Zero Displays 



Range 


Zero Display 


ImV 

lOmV 

lOOmV 

IV 

mv 

HHiOV 


. 0 0 0,0 
0 - 0 0 0,0 
0 Q . Q Q 0, 0 
. 0 0 0,0 0 0 
0 . Q 0 0,0 Q 
0 0 . 0 0 0, 0 
0 0 0 . 0 0 0 



Output Voltage Selection 

There are two overlapping AC voltage states. The 
15 V overlap allows some adjustment without 
changing state. 

60V 75V 



Low Voltage State 








High Voltage State 



In the Low Voltage state, the output can be switched 
ON directly, but deliberate user-actions are required 
to transfer from Low to High Voltage state. 



N.B.The 4700 switches its output voltage OFF 
each time the lOOOV RANGE is selected. 

Low Voltage Selections (up to 75V RMS). 

Using the general sequence; 

At operation ( 3 ): Select AC 

At operations (|): No Remote Sense on 

im, 10m and 1 00m 
ranges 

■i-S 



High voltage selections (above 75V RMS). 

Using the general sequence: 

At operation ®: Select AC 
At operation ®: OUTPUT RANGE LED 
flashes for selections above 
75V RMS. 

At operation @ • Audible warning — 

5 pulses/sec for 3 secs. 

After 3 sec. warning : 4700 sets OUTPUT ON. 

While OUTPUT is ON : Audible reminder pulses 
continue at approx, i sec. intervals, and RANGE 
LED continues flashing. 

If OUTPUT OFF OR ON switching is attempted 
during the 3 sec. delay the 47 00 reverts to OUTPUT 
OFF. 

OUTPUT ON Transfers 

If OUTPUT is already switched ON in Low Voltage 
State when an attempt is made to select a voltage in 
excess of 75V RMS, the 4700 safety interlocks 
prevent the selection. Certain deliberate actions, 
detailed below, are then required by the operator to 
effect the selection. 



Transfer from Low into High Voltage State, by 
manual upranging: 

— 4700 switches OUTPUT OFF, 

— Selected RANGE LED flashes. 

Operator reseleets OUTPUT ON: 

— 3 sec audible warning 

— 4700 switches OUTPUT ON 

— Audible reminder while OUTPUT is ON 

— RANGE LED continues flashing. 

— OUTPUT ON LED lit continuously. 



Transfer from Low into High Voltage State, by 
incrementing the OUTPUT display; 

— OUTPUT remains ON at previous voltage 

— OUTPUT display shows selected value 

— RANGE and OUTPUT ON LEDs flash. 
Operator reselects OUTPUT ON: 

— 3 sec audible warning 

— 4700 increases output voltage to the 
OUTPUT display value 

— Audible reminder while OUTPUT is ON 

— RANGE LED flashing. 

— OUTPUT ON LED lit continuously. 



Transfer from High into Low Voltage State, by 
pressing OUTPUT OFF key: 

— ON LED remains lit until the output voltage 
has decayed (approx. 1 sec from ikV). 





Zero Displays 



Transfer from High into Low Voltage State, by 
decrementing the OUTPUT display, or by manual 
downranging: 

— Transfer to Low Voltage State is automatic 
when the Output Voltage falls below 
60V R^y1S. 

— RANGE LED stops flashing ~ slays lit 
— OUTPUT ON LED stays lit 
— Audible reminder is silent 

Changing Voltage State when in Error Mode 
For safety reasons, the thresholds are always 
defined with respect to the voltage at the output 
terminals. When the insuaimenl is in Error mode 
the displayed output voltage is modified by the gain 
error, so the threshold indications may not 
coincide exactly with 75V and 60V on the 
OUTPUT display. 

Frequency Control 
Refer to pages 3-6 to 3-8. 




DC Current 

Use the General Sequence: 

At operation® : .select DC followed by I 
At operations (?)aiid® ; Remote Sense not available 
N.B. Maximum compliance 3V on all ranges. 

AC Current 

Zero Output 

Zero AC Current output from the 4700 can be 
obtained by pressing the Zero key. This causes the 
interna] software to isolate the IT and I— terminals 
from the internal circuitry, physically iniermpting 
the Output Current. 

Increment from Zero 

The smallest AC output available on any range is 
9% of full range, so any attempt to reduce the output 
below 9% is refused. Thus the smallest possible 
increment from Zero is to 10% of full range, using 
tile appropriate key ( any key to the right of this would 
attempt to increment to 1% or less, and be refused). 
Half-size zeroes on. the Zero display show which 
keys cannot be used to increment from Zero; full- 
size zeroes show those which can. 

When the display is correctly incremented with 
OUTPUT ON, tlie IT and I— terminals are 
internally reconnected to the Current output 
circuits. 



Range 


Zero Di.S|>lay 


lrtOu,A 

Im/L 

10mA 

100mA 

lA 


0 0 . 0 0 0, 0 
Q 0 0,0 0 0 
0 . 0 0 0,0 0 
0 0 . 0 0 0,0 
. 0 0 0,0 0 0 



Current Outputs 

To generate AC output currents, use the General 
Sequence: 

At operation®: select AC followed by I. 

At operations ® and®: No Remote Sense. 

N.B. Maximum compliance 3V on all ranges. 

Changing functions switches OUTPUT 
OFF. 



Resistance 

Use tlie General Sequence: 

A.t operation®; Select O — Remote Sense LED 
lights as 4700 is forced into 
4- wire 

At operation® ; If 2-wire Ohms is required, press 
Remote Sense to deselect 

At operation,® : 4-wire Ohms — use IT and i— 
terminals for energizing current, 
Measure at HI and Lo 
temiiaals, 

2-wire Ohms ~ use Hi and Lo 
teraiinals. 

(IT and 1— terminals internally 
fused at 1 .OA, Hi and Lo 
terminals fused at 3. 75m, A; on D 
function). 

At operation®: RANGE key value is tiom.inal. 

OUTPUT display value is as 
previously calibrated (At Full 
Range only, for 4-wire; at Full 
Range and Zero for 2-wire). 

At operation® ; Left hand (overrange) pair of f 1 i 
keys have the same functions as 
FuH Range/Zero keys, 
the other 4 1 i keys are inoperative 
except in Calibration function 
(See Section 8). 
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Additional Facilities 



Deselect Store 

To revert to nonnal frequency facility; 



Frequency Store 
Store Key 

This key con trols the storage and. recall of five user- 
selected frequencies. The memories are volatile in 
that their contents are lost when the 4700 is 
powered-down. At power-up, the following five 
decade frequencies are stored automatically: 

FI 30Hz 

F2 300Hz 

F3 3kHz 

F4 30kHz 

F5 300kHz 

ACCESS TO STORED FREOUENCIES 
Recall a Stored Frequency 

To set die 4700 to one of the five stored frequencies, 
simply; 

Press and release the Store key. 

— fts green LED lights. 

Press and release the desired F1-F5 key. 

— Its LED lights. 

— The Store LED remains lit 
— The stored frequency is presented on the 
FREQUENCY display, accompanied ..by 
its store location (see illustration). 





Press the Store key again. 

— Its LED goes out. 

™ The F1-F5 LED goes out. 

--- The stored frequency remains unchanged. 

Re-program a Frequency Memory Store 
To change the Frequency of a Memory Store, the 
following procedure store.s any displayabie 
frequency in any of the five locations: 

Select the required .FREQUENCY RANGE. 
Use the FREQUENCY display keys to set 
the new frequency on display. 

Press and hold the Store key. 

— Its green LED lights. 

Press and release the desired FI-F5 key, 

— Its LED lights. 

— The store location is also present on tlie 
display 

Release die Store key. 

— Its LED remains lit 
If desired, deselect Store as above. 

STORE KEY — SUMMARY 

Press and Release: Access FI-F5 for stored- 
frequency retrieval 

Press and Hold: Allows displayed frequency to 

be stored in F1-F5 memories. 



'Spec' Mode 
Spec Key 

This key allows a user to avoid constantly referring 
to the data sheet specifications, when it is necessary 
to determine the uncertainty for any .set value. 

Uncertainty Data Selection 

The range of 4700 specification uncertainties is held 

in internal memory. Spec mode selects the stored 

data appropriate to the current settings of Function, 

Range, Output Value, Frequency and Calibration 

Interval; then calculates and displays the overall 

uncertainty. 



Recall from a Different Memory 
To switch to a different stored frequency: 

Press and release the desired F!-F5 key. 

— The displayed indications change as 
appropriate. 
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Initiation 

To transfer into Spec mode: 

Select the required Calibration Interval 
(Rear Panel switch). 

Then follow the sequence in the diagram: 




On pressing the Spec key the iiiicertaitity appears on 
the MODE display, displacing the Frequency 
readout (except for Store, Frequency cannot be 
changed when in ‘Spec' mode). Initially the 
presentation, is as shown, in the following table; 



Uncertaiiity 


Display Units 


< U999ppm of set value 


ppm 


> i,999ppm of set value 


% 


Not displayabie or > 100% 


Error i 



Secondary Spec Modes 

Once the Spec key has been pressed, the other 
MODE keys become reassigned to give a choice of 
four display modes: 

ppm, %, 4 Hm, —lira. 

ppm or % Uncertainty (of displayed value). 

From. Ippm to 1999ppm, the uncertainty can be 
displayed in ppm. From 0,001% to 100%, it can be 
displayed in %. When the uncertainty is not defined, 
the message Error I is displayed and the buzzer 
sounds. 



Example of Error 1 Condition (,A.ny Cal interval) 



Output range 

Setting 

Frequency 

Uncertainty 

Mode display is Error 



IV 

Zero key pressed. 
Any frequency. 

Not defined at Zero. 



4-Lim or — Lim 

To obtain a reading of an absolute limit of 
uncertainty; 



Press the 4-Lim or —Lim key, 

The MODE display will switch to the same 

resolution as the OUTPUT display and its reading 
will be the positive or negative absolute limit of 
uncertainty (i.c. the OUTPUT readuig plus or minus 
the absolute uncertainty error limit for that 
output). 

As tire reading approaches full scale, its positive 
limit may exceed full scale. If 4 lim is selected, 
Error ! is displayed and the buzzer sounds. 



FUNCTION and RANGE Control in Spec Mode 

The FUNCTiON, OUTPUT RANGE and 
OUTPUT t keys can be operated normally. The 
4700 will adjust its MODE display to the 
uncertainty figure appropriate t,o each nev,' 
selection,. 

FREQUENCY Selection in Spec Mode 

The MODE/FREQUENCY display is assigned to 
its TJneertainty’ presentation. Consequently the use 
of the FREQUENCY RANGE, FREQUENCY 
and Score keys is inliibited. 

Nevertheless, by pressing the Store key followed by 
one of the FUF5 keys BEFORE pressing Spec, all 
five ‘Stored’ frequencie.s can still be accessed. 

In this case the MODE display normally presents 
the appropriate un.certainty figure. But a readout of 
the Stored frequency can be obtained by merely 
pressing and releasing the FI-F5 key whose LED is 
lit. The store location and frequency will appear for 
about 1 second, before changing back to the 
uncertainty dgure. 



4700 'Spec' Data 

Section 6 breaks down the specification into: 

a) Stability 

b) Accuracy relative to Standards 

c) Datron’s Calibration Uncertainty. 

The CALIBRATION INTERVAL switch o.n the 
rear panel is labelled; 

24hr, 90dy, and lyr. 
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ibe stored uncertainty data is selected from (b) 
and (c) above, as follows: 

24hr : (b), 23“C ± i"C 

90dy: (b) + (c), 23°C± IT 

lyr : (b) + (c), 23T ± iOX 

Thus the accuracy figures displayed for 90dy and 
lyr are traceable to National Standards. 

In verifying the instrument’s specification on receipt 
of a 4700, users are able to display tlie 90-day limits 
to check against the instrument’s specified traceable 
accuracy. Afier recalibration, the ‘24 hour interval’ 
limits should be used to verify against tiie same 
standards used for calibration. 

Refer to Section 7, Specification Verification, for 
further information. 



Linearity error — the slope of the line varies. 

(A common variation is a ’‘dog’s 
leg” at zero). 

Each of these elements could cause large enough 
deviations to place tire instrument out of tolerance, 

sometimes a combination of elements being 
responsible. 

The Error” and “Offset” modes allow a user to 
deviate the output of the 4700 in specific ways, so as 
to identify directly the causes of excessive 
deviation. 

Error Key 

The Error key is used to initiate Error mode. The 
4700 terminal value can then be deviated from tlie 
OUTPUT display value, by known gain factors, as 
entered on the MODE display. 



'Error' and 'Offset' Modes 
(Voltage and Current Only) 

The specification of a high accuracy DMxM (and of 
other electrical measuring equipment) relates its 
display readings to its input values. A perfectly 
calibrated DMM would have an exact 1:1 
correspondence, and the specification lays down 
acceptable tolerances of deviation from this direct 
relationship. Plotted as a graph, the ideal case is a 
straight line at 45^' through die origin. The 
tolerances, plotted on the graph, enclose an area on 
both sides of this line. 



Ideal case 

Limits of 
Tolerance 



Input value 




There are three major causes of deviation from the 
ideal case: 

Zero offset the line does not pass through the 

origin. MostDMMs have a front 
panel adju.slment to correct 
this. 



Error Mode Display 

Pressing the Error key changes the MODE/ 
FREQUENCY display from ‘Frequency’ readout 
to Error Mode’ readout. The initial reading is 
always ‘0.0 ppm’, indicating that the terminal value 
has not yet been deviated. 

MQDE/FREQUENCY f Keys 

"The terminal value is changed, without altering the 
OUTPUT display, by pressing the keys beneath 
the MODE/FREQUENCY display. The gain 
compensation being applied is displaved as a 
percentage or ppm of the OUTPUT display value; 
with positive polarity for an increase of terminal 
value, and negative for a decrease. 

The gain-compensation factor has a maximum 
possible resolution of ± 0.1 ppm of Full Ranee 



Example of the use of "Error" mode 

To measure the linearity of a DMM, a user needs 
to: 

Remove any zero offset. 

Detect and measure any inherent gain error ratio 
(usually from its response to a full range input). 

Calculate compensating deviations for each of the 
inputs for the linearity measurement, based on the 
measured ratio, 
and 

Compensate each input to the DMM so that the 
linearity errors may be measured. 



Gain error 

4U2 



the slope of the line is not 45 



111 “Eixor’' mode, once the ,gain error has been 
measured, the 4700 automatically calculates and 





applies the compensating deviation to all its outputs 
on that range and function; whilst displaying both the 
nominal (imcompensated) value of output and the 
compensation ratio. Only if the DMM. response is 
linear, will each DMM reading agree with tiie 
corresponding 4700 OUTPUT display value. 



In the following sequence a DMM is checked ror 
linearity. For purposes of explanation, it is assumed 
that linearity is correct, but the DMM has a gain 
eiTor of +100.0 ppm. 




o.oooooov 




Mode 
dfspiayoresents 
compensalion 
raiio 



TOV ■+• ( -lOOppir- X 10V ) 



compensated = set / compensation ^ sei ■, 
value value ' ratio ' value 
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The 4700 output has now been compensated for the 
gain error of the DMM. Ail selected output values 
will be compensated in the same ratio on. this .range 
a.nd function until either the ratio is changed or Error 
mode is deselected. The Mode display presents the 
compensation ratio directly. Note that the 
compensation polarity is shov.m, not the error 
polarity, therefore the true output is the sum of both 
displayed values; in this case +10.000000V — 
lOOppm +9.999000V. 

The linearity of the DMM may now be checked by 
directly comparing its reading with the OUTPUT 
display settings. 

e.g. at +5V on this range, both 4700 and DMM 
read H- 5.000000V, although the terminal 

voltages are + 4.995000V 

Otlier linearity check values could be: 



Nominal 4700 set DMM Terminal 
Check Value Reading Voltages 
Point 

-0.5V -0.500000V -().500000^^'499950V 
VO.IV +0.I00O00V -bO.iOOOOOV +0.099990V 
+0.01V +0.010000V AO.OiOOOOV +0.009999V 



Full Scale Limiting. The OUTPUT display cannot 
be raised to a value which sets Its overrange digit to 
greater than 1, and tlie Error MODE display 
cannot be raised above ±9.9999% (±999.9 ppm). 

Nevertheless, a combination of OUTPUT display 
value and gain error could result in an ofF-scale 
value. The 4700 prevents this by rejecting any 
demand for an error-corrected Output Voltage in 
excess of full scale. The user is informed by Error 5 
message on the MODE display with no change to 
die OUTPUT display. 

Deselection of Error Mode clears the MODE 
display, turns the green Error LED OFF and 
restores the 4700 gain factor to unity. NomiaUy the 
mode is deselected by repressing the Error key, but 
it is also turned off by changing FUNCTION or 
RANGE. 



'Offset' Made (DC Functions only) 

Offset key 

A device being checked against the 4700 (say a 
DMM) may have an inherent zero offset error. 
Nevertheless, a user may wish to perform other 
measurements before removing the offset error. The 
4700 “Offset" Mode is used for this purpose. 

.N.B. The MODE 11'^ keys have an automatic 
action: If a key is held pressed, the display will 
increment or decrement continuously until the 
key is released. 



The value of output at the 4700 tenninals is now the 
sum of the OUTPUT display value and the MODE 
display offset value. 

The following example generates an offset of 
— lOO/iV on the lOV range of a DMM, for ail set 
values (unless the 4700 would be driven off- 
scale). 

Connect the DMM to the 4700, both set to lOV 
range, ensuring that 4700 Error and Offset LEDs 
are UNLIT. 

Note that the negative polarity of the Offset value 
shown on the MODE display indicates that the 
Output voltage is more negative than the value on the 
OUTPUT display, i.e. the 4700 offset polarity is 
displayed, not the polarity of the DMM offset 
error. 





Full Scale Limiting. The 4700 wiil reject any 
combination of set value and zero offset which would 
result in an off-scale output. 

e.g if """-19.999950V is set together with “-100/xV 
offset, the user is requesting an offscaie output of 
—20.000050V and the combination is invalid. The 

4700 causes Error 5 to appear on the MODE 
display as a signal to tiie user, and continues to 
output its previous (valid) value. 

The OUTPUT display cannot be set to a value 
greater than Full Scale. The Offset MODE display 
cannot be set to a value greater than the Offset span 
for the Range in use. 

i.e. I.0O/.tV and ImV Ranges: <200jxV 

Other Ranges: <2% of Full Range value 

Deselection of Offset Mode clears the MODE 
display, turns the red Offset LED OFF and reduces 
the 4700 offset to zero. Normally the mode is 
deselected by repressing the Offset key, but it is also 
turned off by changing FUNCTION or RANGE. 



Combining Offset and Error modes 
(DC Functions only) 

By combining Offset and Error modes it is possible 
to cany out a rapid analysis of a measuring 
instrument’s linearity (e.g. for a DMM or A-D 
converter) without the need to correct its zero offset 
and gain errors. 

This is done by using Offset Mode to compensate 
the 4700 output for the DMlVEs zero offset, and 
then using Error Mode to compensate for the 
DMM’s gain error with tiie offset compensation, still 
present. 

In this condition, a.ny residual deviations in DMM. 
readings from tiie 4700 OUTPUT display settings 
represent non-linearities which would still be present 
if the DMM were corrected for offset and gain 
errors. 

This facility also permits a user to quantify the linear 
response of the instrument to its input values in the 
form y — mx H- c 
in which y ~ instrument reading 
X =* input value 
m== gain ratio 
c = zero offset value 
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e.g. for a DMM on its lOV range: 

if y = 9.999956X - 0.000084, 
then the DMM needs a gain compensation of 
+4.4ppm and a zero offset compensation of 
+84/XV 



These compensation figures can be read 
directly from the 4700 MODE display, during 
die following procedure. 



Combination procedure (See Note below) 

1. Use Offset-mode to compensate for input offset 

error and record the 4700 MODE display 
value at operation 6 (y) on page 4- 13. 

2. With Offset LED still llq press Error key. Use 
Error mode to compensate for the instrument’s 
gain eiTor and record the 4700 MODE display 
value (ppm or %) at operation 8 — (p.) on 
page 4-13. 

3. Use suitable values of OUTPUT display 
setting to check the linearity of the instrument 
under test. If the instrum, ent has perfect linear 
response, then its readings will agree with those 
of the 4700 OUTPUT display and its linear 
transfer function is: 

either: Instrument reading 




(in ppm)' 
106 . 



X Input value — y = y — mx + c 




p. (in %) 
100 



X .Input value — y -= y mx 



c 



4, Deselect in reverse sequence. 

NOTE: For these equations to be valid, the 
procedure must follow the above sequence. 
Therefore the 4700 has been designed to 
inhibit any other sequence. 

i.e. Offset mode cannot be selected or 
deselected when the Error LED is lit, 
and the Offset key operates in its 
secondary function of 



Test Key 
Tests available 

There are two stages of Test’ mode. The first stage, 
Safety and Memory checks, cannot be omitted from 
any Test’ sequence. 




Safety and Memory Checks 

On first pressing the Test key, the 4700 carries out 
three checks: 

!,. Operation of tlie Safety trip, buzzer and .reset 

circuitiy. 

2. Calibration Memory mtegrity. 

3. Over-voltage check. (High voltage when not in 
HV state). 

Messages appear on the MODE display, and 
completion is signalled by the Test LED going OFF. 
The second stage Display and Key checks may be 
omitted by pressing any key other than Test. 



Display and Key Checks 

If the Test Key is re-pressed before pressing any 
other key, a visual sequence tests the front panel: 

1. Gas discharge displays. 

2. Key LEDs, 

3. Key contacts (user-selected). 

The 4700 remains in the key-contact mode until the 
Zero Key is pressed or test is deselected. It may then 
be used normally, 

N.B. 1. At any time during the second stage, the 
Test sequence may be aborted by pressing 
Test Key again. 

2, During self-test the instrument reset 
facility is not available. 

Test Sequence 

The Front or Rear panel terminals are not energized 
during Test sequence. 

Safety and Memory Checks 



4. Reset Check 

The program ensures that user tests the Reset 
action. 

Press Reset Key: 

The SAFEtY message is. replaced by the running 
message and the buzzer stops sounding. Relay 
operation can be heard during the automatic checks 
which follow. 

5. Calibration Memory Check 

This is a sum-check of the Non-volatile RAM.. If the 
check, fails, the Message FAIL 6 appears, otheiwise 
no message. 

6. Over-Voltage Checks 

The 4700 automatically tests the over-voltage 

detector threshold levels in Low Voltage state. 

If the check fails, the message Fail 2 appears, 
otherwise PASS message indicates both tests 
completed successfully. 

7. The Test LED goes OFF, 

The following table summarizes tise M.ODE display 
messages: 

Message Reason, , 

SAFEtY" running First stage of Test operative. 

PASS No failure discovered. 

FAIL 6 only Parity error in Calibration 

Memory check. 

FAIL 2 only Fligh voltage can be present in 
Low Voltage state. 

Any combination of these two FAIL messages 
can appear in sequence, replacing the running 
message. 

8. To terminate Test before the Display and Key 
checks, press any key other than Test: 

4700 returns to prior conditions. 



1 . Initial Conditions 

Ensure that OUTPUT OFF LED is lit, Error and 
Spec LEDs are unlit. Check that Test LED is 
unlit. 

2. Press Test Key: 

Test LED ligirts as the checks begin. 

3. Safety Trip Check 

The 4700 tests the safety tnp circuits. The SAFEtY 
message appears on the MODE display and the 
buzzer will sound continuously when the trips have 
operated, and the Reset LED flashes. 
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Display and Key Checks 

Visual Check Sequence Read tliis Note before 
pressing Test Key to start, 

NOTE: After pressing Test Key, the Visual Check 
sequence commences. During this 
sequence observe that: 

(a) No display segments or blocks are 
missing or incomplete. 

(b) Segments and blocks do not appear 
spuriously. 

(c) Inter-digit and inter-segment 
‘streaming’ does not occur. 

(d) Ail LEDs are lit in their correct 
sequence. 

(e) LEDs are not lit spuriously. 

1. Press Test key — Test LED lights 

“ All other LEDs unlit 
— Displays cleared momentarily, 

then: 

2. MODE Display 

(a) Initial presentation; 





MODE 




: 1 


; 1 1 / / It 


1 



Nine segments and legends are presented. 

(b) Progressively, ail seven-segment digits and 
legends are displayed segment by segment. 

N.B. Commas are presented in the MODE display 
sequence. 

(c) MODE display cleared. 



3. OUTPUT Display 

(a) Initial presentation: 




(b) Progressively, all seven-segment digits and 
legends are displayed segment by segment. 

(c) Final presentation: Nine commas are 

displayed on OUTPUT display then all 
18 commas are displayed on OUTPUT and 
MODE displays. 

(d) OUTPUT and MODE displays cleared. 

4. MODE Display 

(a) Initial presentation: 




Polarity signs and overrange digit displayed. 

(b) Progressively, seven-segment digits are 
presented digit by digit. 

(c) Final presentation. 



MODE 






•mm 






inA ciS’ > 






■ '/ijii! 'CiU '30111 



First, then second blocks of legends are 
displayed. 

(d) MODE display cleared. 

5. OUTPUT display digits are presented next, in the 

same order as for ttie MODE display. 

6. LED Check sequence commences: 

(a) Test LED stays on, and other key LEDs are 
lit in Left to Right sequence starting at iOOju 
key and ending at OFF. 

(b) MODE display. 



( MODE \ 




Nine segements and legends are presented. 



Symbol shown indicates that the keys are 
ready to be checked. 







7. Key Checks 

N.B. The Zero key should not be pressed until it is desired to terminate the Test Sequence. 



(a) + i I Keys 

Each f key should light the upper half of the digit 
immediately above it. 





OUTPUT Display overrrange digit 4 key. 




Test 



Each f key should light the lower half of the digit 
immediately above it. 





OUTPUT Display overrrange digit ^ key. 




(b) FREQUENCY RANGE. MODE, OUTPUT RANGE. FUNCTION and OUTPUT keys should 
cause their LEDs to light, except: 

(i) Reset key, which is inoperative, 
and (ii) Test key, which aboits the test 

In these tests the key-press operates a latch so that the display or LED remains lit until another key is 
pressed. Only one key-press at a time is recognized. 

(c) To Terminate the Test Sequence: 

Press Zero key to check its operation.. 

— 4700 reverts to initial conditions. 

-- Test LED goe.s OFF 

(d) Operate 4700 normally. 
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Warnings and ft/lessages 
High Pitch Audible Warning 

(a) Sounds at approx 5 pulses per second during the 3 second delay between selection of OUTPUT ON and 
the High Voltage being connected to the terminals, when the OUTPUT TERMINAL VOLTAGE 
WILL EXCEED I I0V DC or 75V RMS. 

(b) Sounds at approx I second intervals with OUTPUT ON in High Voltage State, 

(c) Sounds for 1 second with blank FREQUENCY display when frequency auto-ranges up or down. 

(d) Sounds continuously when SAFEtY message is present on MODE display during self test. 

Low Pitch Audible Warning 

(a) Sounds when any message is displayed on, the MODE/FREQUENCY display (except recalled 
messages). 

(b) Sounds when any invalid bus command is received. 



FREQUEfMCY/IVlODE display 



Error 1 

Error 2 
Error 3 

Error 4 
Error 5 



Error 8 
Error 9 

Error EF 
Error OL 



FAIL 1 
FAIL 2 
FAILS 
FAIL 4 
FAIL 5 
FAIL 6 



— Spec Mcxie; [%' 

— Calibrate Mode 

— Calibrate Mode 

— Calibrate Mode 

— Offset or 
Error Mode 

— Calibrate Mode 
(Resistance) 

— lOOVand 
1000V Ranges 



-- Tolerance exceeds 1.00%. 

— The selected limit is off-scale. 

OUTPUT OFF. 

-- Incorrect. FUNCTION, OUTPUT or FREQUENCY 
RANGE for this calibration mode. 

— Correction out of limits. 

— Temporary message. The selected deviation would exceed 
the full-scale value. Activation has been prevented. 

— The resistance value selected exceeds the calibration 
value. 

— Temporary message. The selected Voltage and Frequency 
exceeds the 4700 internal constraints. Activation has 



Selection error — 

Option not fitted — 

External frequency . — 

Voltage Ranges — 

Current Ranges — 



been prevented. 

Temporary message. The operation requested by the user is not 
possible in present machine configuration. 

Temporary message. The requested range or function option is not 
fitted. 

The external frequency is not present, machine will 
perform out of specification. 

The output has been current-limited by an overload. 

(If in lOOV or lOOOV range, OUTPUT is automatically 
switched OFF). 

The terminal voltage has been compHanee-liniited to 3V. 

(Load impedance too high) 



— Excessive internal temperature. 

— Over-voltage 

— Control data corrupted. 

-- Precision divider fault. 

— Safety circuits tripped 

— Calibration memory sumcheck 
non-parity. 



FAIL 7 — 400V power supply fault - tiiis ‘trip’ may 
reset itself if no hardware fault exists 
and the Fail message is temjx)rary. 
FAIL 8 “38V power supply fault 
FAIL 9 — I5V in-guard power supply fault 



SAFEtY —Test Mode —Safety circuits tested by tripping; Press Reset key to continue test 
running — Test Mode —Indicates test in progress. 

PASS —Test Mode — FAIL 6 did not occur during test of calibration memory parity, 
and FAIL 2 did not occur during test of over-voltage thresholds. 

Recalled Messages 

ISS XX.XX — Firmware .issue number (selected by pressing Error then — Ltm). 

Addr XX — IEEE 488 Bus address as set on Address switch (selected by pre.ssmg Error then -rLim). 
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Processor fi 

The 4700 will not respond to commands while legend B is present on me 

except to override during safety delay. 



MODE and 



displays 



KEY LEDs 
Basic Indications: 

Lit 

Unlit — 

Lit Greets (Spec and Error only) — 

Lit Green (Store only) — 



The labelled facility is selected and active. 

The labelled facility is not selected. 

Other MODE keys’ facilities are reaSvSigned to the secondary modes 
printed ABOVE their keys, as directed by the arrows 
FREQUENCY RANGE keys are reassigned to select FI-F5 
memory stoves. 



Warnings with Function DC or AC Selected: 

OUTPUT RANGE I OOV or I OOOV LED flashing * ^ .rtrixoTir am nPF^ 

A voltage in excess of MOV DC or 75V RMS has been selected (OUTPUT ON or OFF). 

ON LED Hashing while in Low Voltage State with OUTPUT ON 

~ An attempt to select output in excess of MOV DC or 75V RMS has been prevented. 

— Repressing OUTPUT ON key will switch tire POGH VOLTAGE ON. 
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Section 5 gives the information necessary to put the 
4700 into operation on the IEEE 488 bus, As some 
operators will be first-time users of the bus, the text is 
pitched at an introductory level. For more detailed 
information,, refer to tlie standard specification, 
which appears in the publication ANSI/IEEE 
Std. 4884978. 

Section Contents 

The section is divided so as to group certain types of 
mformatioo together. These divisions are; 

interface Capability — the permitted options 
which have been implemented in the 4700. 

Typical System — a brief view of a typical process 

using the 4700 to check a DMM calibration. 

Using the 4700 in a System — implications of bus 
operation. 

Programming Instructions — how the 4700 
facilities have been transferred into remote 
commands. 

Programming of Operational Functions — more 
detail about the codes which control 4700 
operation. 

Programming of Bus Transmissions — how to 
program the 4700 to obtain specific types of 
readout. 

Service Bequest — why the 4700 needs the 

controller’s attention and how it gets it. 

Activation of Commands — what the 4700 does 
with the commands it receives. 

Operational Sequence Guidelines — a little 
general help with programming sequences. 




IEEE Standard 488 

The 4700 conforms to tlie Standard specification 
IEEE 4888-1978 — TEEE Standard Digital 
Interface for Programmable Instrumentation’. 

It can be comi.ected to the IEEE 488 Interface Bus 
and set into programmed communication with other 



bus-connected devices under the direction of a 
system controller. , 

Programming Options 

Tlie instrument can be programmed via the IEEE 
Interface, to: 

(1) Change its operational state(Range, Function, 
Frequency, Mode, Output, etc). 

(2) Transmit its own status data to other devices on 
the bus. 

(3) Request service from the system controller. 
Capabtlity Codes 

To conform to the standard specification, it is not 
essential for a compatible device to encompass the 
full range of bus capabilities. 

The lEEIE 488 document describes and codes each 
of the standard bus features, so that manufacturers 
can provide brief coded descriptions of their own 
interfaces’ overall capability. A code siring is often 
printed on the product itself. 

The codes winch apply to the 4700 are given in 
Table 5.1, together with short descriptions. They 
also appear on the rear of the instrument next to the 
interface connector. 



Appendix C of the IEEE 488 document contains a 
fuller description of each code. 



Code 


Interface Function 


SHI 


Source Handshake Capability 


AHl 


Acceptor Handshake Capability 


T6 


Talker (basic talker, serial poll, unaddressed to 




talk if addressed to listen) 


TE0 


No Address Extension Talker Mode 


L4 


Listener (basic listener, unaddressed to li-steu if 




addressed lo talk.) 


LE(^ 


No Address Extension Listener Mode 


SRI 


Service Request Capability 


Rl,2 


Remote/ Local Capability (without Local 




Lockout) 


PP0 


No Parallel Foil Capability 


DCl 


Device Clear Capability 


DT0 


No Device Trigger Capability 


C0 


No Controller Capability 


El 


Open-Collector Driveis 



Table 5.1 IEEE Interface Capabinty. 
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Bus Addresses 

When an IEEE 488 system comprises several 
instruments, a unique ‘Address' should be assigned 
to each to enable the controller to communicate with 
them individually. 

One address is sufficient for a Datron instrument, as 
the controller can add information to it to define 
either 'talk’ or ’'listen’. 

Interconnections 

Instruments fitted with an IEEE 488 interface 
normally communicate through a set of 
interconnectiag cables, specified in the IEEE 488- 
1978 Standard tiocument. 

The 4700’s interface connector, 127, is fitted on its 
rear panel It receives the specified connector, whose 
pin designations are also standardized and shown in 
Fig. 5.1 and Table 5.2. 



Fig. 5.1 J27 Pin Layout 
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.127 
Pin No 


Name 


Description 


1 


DIO J 


1 

Data Input Output Line i 


2 


DIO 2 


Data Input Output Line 2 


3 


DIO 3 


Data Input Output Line 3 


4 


DIO 4 


Data Input Output Line 4 


5 


EOi 


End or Identify 


6 


DAV 


Data Valid 


7 


NRFD 


Not ready for Data 


8 


NDAC 


Not Data Accepted 


9 


IFC 


Interface Clear 


10 


SRO 


Service Request 


li 


ATN 


Attention 


12 


SHIELD 


Screening on cable (connected to 
Safety Ground) 


13 


DIO 5 


Data Input Output Line 5 


14 


DIO 6 


Data Input Output Line 6 


15 


DIO 7 


Data Input Output Line 7 


16 


DIO 8 


Data Input Output Line 8 


17 


REN 


Remote Enable 


iS 


GND6 


Gnd wire of twisted pair wnth DAV 


19 


GND 7 


Gnd wire of twisted pair with NRFD 


20 


GND8 


Gnd wire of twisted pair with NDAC 


21 


GND 9 


Gnd wire of twisted pair with IFC 


22 


GND 10 


Gnd wire of twisted pair with SRQ 


23 


GND 11 


Gnd wire of twisted pair with ATN 


24 


GND 


4700 Logic Ground (Internally 
connected to 4700 Safety Ground) 



Table 5.2 IEEE 488-1978 Connector 







A typical system is shown in Fig. 5.2. The system is 
directed by a conlrollmg device able to: 

(a) ‘Control’ (Issue commands) 

(b) ‘Listen’ (Receive data) 
and (c) ‘Talk’ (Transmit data) 



EXAMPLE OF A SYSTEM IN OPERATION 

In the system example (Fig. 5.2) tlie 
progranme task could be to check the DMM 
calibration against the 4700, and print out the 
results. The following is a typical sequence of 
events: 

( 1) The controller needs to instruct the 4700 to set its 
output to a calibration point for the DMM. These 
commands must not be received by the DMM or the 
printer and so the conti-olier sends the general bus 
message ‘Unlisten’. When sending general 
messages, the controller makes all bus devices 
interpret any DlO-iinc data as configuration or data- 
flow commands, by holding the ATN line true. 

(2) The controller then sends the 4700’s listen 
address to force it to receive, followed by 
4700 configuration commands (including the 
Output Disable message, to prevent the DMM 
receiving an inappropriate analog input). ^ The 
instmctions are passed along the DIO (data input- 
output) lines as coded messages (bytes). The code 
used is ASCII (American Std. Code for Informaflon 
Interchange). 

(3) Although the 4700 accepts the instructions as 
they are passed, their implementation takes a short 
time. The controller would perform other tasks 
during this period. In the example, it would^pass 

configuring commands to the DMM, after ‘ Uniisten’ 
and the DMM listen address have been sent. , 

(4) The DMM also needs time to settle into stable 
operation, so the controller perfonns other tasks 
while waiting, such as configuring the printer. 

(5) The controller next generates ‘Uniisten’, 
addresses the 4700 as listener, and re-configures its 
.Analog Output On by an Output Enable message. If 
the 4700 has executed its previous instructions, it 
sets OUTPUT ON immediately, otherwise the 
OUTPUT is set ON as soon as they have been 
executed. In eitlier case, the mstrumeiu sends a 
message back to the controller via the SRQ (Service 
Request) management line, if programmed to do 
so. 



(6) As the SRQ facility is available to ail bus devices 
(Wired-OR function), the controller needs to 
discover which one sent the ‘SRQh it therefore asks 
ail devices one by one (‘serial poll’), finds out that 
die 4700 is the SRQ source and that its OUTPUT is 
ON. 

(7) It next addresses the DMM as a listener, and 
sends the GET message (Group Execute Trigger) 
via the DIO lines to initiate the reading. After a short 
delay for measurement, the DMM prepares output 
data and SRQ’s the controller when it is ready for 
transfer. 

(8) The controller identifies the DMM by a serial 
poll. Finding that the reading is available, it sends 
the DMMT talk address, and printer’s listen 
address, to activate both devices. 

(9) The controller sets the ATN line false, thus 
releasing both devices to start the tra.nsfer. The 
DMM sends its data, byte by byte, via the DIO lines 
to the printer. This data must be in a form, acceptable 
to the printer, and to ensure orderly transfer, each 
byte is transferred by ‘Handshake’, using the three 
Transfer-Control lines. 

(10) Usually the controller is also listening to this 
data transfer to determine when it is complete. As an 
aid to the controller and printer, the DMM can send 
another message with the last byte to be transferred 
(EOI-end or identic, using another bus 
management line). 

(11) The sequence is complete, and the controller 
can start again at another calibration point. 

The controller holds the REN line true when taking 
remote control. It can send an addressed command 
GTL, or some controllers can set REN false, Qo 

pemiit temporary manual control of a device. The 
IFC line is used at the discretion of the controller, to 
clear any activity off the bus. 

Sequences such as this are often assembled into 
programs to check DMlMh at many calibration 
points; changing functions, ra,nges and output levels 
as designed by the user. The program would also 
include ‘display’ messages to complete the printout 
in a recognizable form for the user’s convenience. 
Proarams must also cater for FAIL and ERROR 
SRQs. 

With a Datron Autocal DMM, other sequences can 
cause the DMM errors to be reduced until they are 
within specification, using its ’calibrate mode. 
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ADDRESSING THE 4700 



Bus Address 

The iastrument address is set manually using a sbc" 
way miniature switch near the interface connector on 
the retir panel. Five of- the switches are used to set 
any address in tlie range 00 to 30, using a binary 
code. 




Table 5.3 Address Selection 
5-4 



'ADD' 

The sixth switch is provided for possible future 
variants. In the 4700, the position of the ADD 
switch is immaterial, as the normal bus addresses 
can be selected at either setting. 

Addresses 0-30 

With an address selected in the range 0 to 30 the 
instrument may be controlled manually, or remotely 
as part of a system on the Bus. The address selected 
must be the same as that used in tiie controller 
program to acdvate the 4700. 

N.B. The selected address can be temporarily 
displayed on the front panel when in manual 
control, by touching Error and then 
Guard. 

Remote Operation 

When the 4700 is operating under the direction of 
the controller, the legend rem appears on the mode 
display, and all front panel controls are disabled 
except Power and RcvSet. 

On entering remote, any earlier (manual) selection 
of Error m(xie is cancelled. During remote 
operation, the facilities of Error mode are excluded, 
as they can easily be programmed into the controller. 
Spec mode is also cancelled, but ^ Spec’ information 
can be obtained by bus command. There is no Spec 
mode display on the front panel during remote 
operation. 

The 4700 power-up sequence is performed as for 
manual operation. After pow^er-up, and on recovery 
from a power failure, the 4700 generates an SRQ 
and prepares an ‘RQS Status Byte’ for 
transmission to the controller as a response to its 
subsequent serial poH. 

Calibration Enable 

A ‘^Calibration Enable’ command via the bus is 
required to set the instrument into its Remote 
Calibration mode (the CALIBRATION ENABLE 
keyswitch on the rear panel must already be set at 
ENABLE), Selection of any address 0-30 inhibits 
manual calibration from the front panel. 

Address 31 {INogal bus address) 

This address configures manual operation only, 
inhibiting remote facilities, Address 31 must be 

selected (with CAL key set to ENABLE), for 
manual calibration to be carried out. 

Temporary Transfer to Local Operation |GTL} 

The 4700 can be programmed to switch into ‘Local’ 
operation (Command GTL), permitting a user to 
take manual control from the front panel. The system 
controller regains ‘Remote’ control by sending the 







HIGH VOLTAGE 



RFAD THIS-F^or manuai operation, the 4700 High Voltage interlocks ensure that users 
employ deliberate actions before voltages in excess of 1 1 0V DC or 75V RMS are generated 

at the OUTPUT terminals. . . u 

m system appHcations. the same interlocks require the same deliberate commands to be 
received from the system controller. (But see Safety Delay Override command D1 in the 

text). 

In manual operation the user who is exposed to danger from high voltages also has direct 
control of the 4700 output, but it is not possible to give the same degree of bufltun 
protection to exposed users when the instrument is under remote program control . This 
danger is intensified by the high speed of remote programming, so it is ESSENTIAL that 
WHENEVER THE 4700 IS BEING USED \H A SYSTEM TO GENERATE VOLTAGES IN 
EXCESS OF 75V, THERE MUST BE NO ACCESS TO THE 4700 FRONT PANEL OR 
REAR PANEL OUTPUT TERMINALS. 






OUTPUT ON/OFF 

1 he analog OUTPUT is switched off by coiimiaiid 
Q0 (output disable), and switched on to the selected 
value by Ol. The amplitude and frequency of the 
output are derived from the ‘M’ code and ‘H’ code 
data used to set the ‘Main’ (OUTPUT display), and 
‘Auxiliary’ (MODE/FREQUENCY display) 
registers. 

Safety Delay 

The Higli Voltage Safety delay (3 seconds) is 
normally active (B0). It can be overridden by tlie 
command Dl, but the use of this command sets up 
potentially dangerous situations. O0 is enforced by 
any Function or Range change (including Autorange 
changes). 




Function 



F0 (DC Voltage), FI (AC Voltage), F2 (DC 
Current), F3 (AC Current) and F4 (Resistance) 
configure the instrument to the required, function. 

Output Range 

R! through to R5 configure the 4700 to specific c 
ranges as shown earlier in Table 5.4. Rif puts the 
instrument in auto~range function, allowing the 
output value to be specified as a number witliout 
setting tile actual range. Ranging down occurs at 
.20% of range, i.e. Full Scale value of next lower 
range. Ranging up occurs at Full Scale. In 
autorange, commands A0, Af and A2 are invalid. 

Output Display Value {IVIain Register) 
lii remote programming, the incrementai 1 method 
of setting the output value is not used Instead, Code 
is used to set the output value explicitly, 
either in numeric, scientific or engineering notation 



(see examples below). If the resolution is too high, 
the value is truncated to tlie correct resolution and 
the controller is informed by SRQ and RQS Status 
byte (see RQS status byte formats later in this 
section). 



High Voltage Outputs 

The change from Low to High voltage state is 
controlled by tlie same interlocks which, govern the 
manual changeover (Refer to Section 4, page 4-7). 
To effect the changeover, the command string: 

‘M (followed by voltage) Ol — " 

should be used ifOUTPUT is already on and a range 
change is not involved. If a range change is 
programmed to set the output into Mgh voltage state 
(for instance in R0) the ‘OF should be sent as a 
separate string. 

If the M code alone is attempted (M****...^) with 
OUTPUT already enabled (01), the new value is 
set in the Main Register (OUTPUT display); but the 
output voltage will not ramp to high voltage state 
until the enabling string ‘Oi =’ is received. 

If the attempt had been made with OUTPUT 
disabled (O0), the Oi would be required in any 
case. 

ft should also be remembered that the output 
circuitry needs time to settle to its final value, 
especially if a range-change is incurred. Delays 
should be included in the controller program to allow 
for this. 

During tliese processes, the front panel warnings of 

flashing LEDs and pulsing tones operate as for 
manual operation. Nevertheless, access to the front 
panel should be restricted because the high speed 
of programming in the IEEE interface adds to the 
safety hazard. 



Examples of valid M codes: 



Required 
Output Value 


Function 


Range 


-I.53V 


F0 


R7 


-M.621257V 


F0 


R5 


i.621257VRMS 


FI 


R5 


1.621257V RMS 


FI 


m 


0.002563A RMS 


F3 


R0 



M Code 



Output Display 



M-153 -'153.000,0V 

M+1. 6212574 +I.621,2574V 
MI.621257E-6 1.621,257V- 

M1621.257E-03 1.621,257V— (Autorange to R5 
M.00256c 2. 56300my\— (Autorange to R3 



.IV) 

lOmA) 






Output Resolution 

The output resolution conforms to the following 
number of digits: 



Frequency Display Value (Auxiliary Register) 

In. remote programming, the incremental (^if) 
method of setting the frequency is not used. Instead, 
each auxiliary register value is input explicitly by 
Code in numeric, scientific or engineering 

notatioru 

The manual frequency ‘Store' memories cannot be 
set via the bus, althougii their contents can be read 
using ‘V’ codes. 

Frequency Resolution 

Frequency is resolved to three significant digits 
(1% to lOOppm accuracy). On the display this 
occupies four digit spaces, to accommodate the 
decimal point If the significance is greater than three 

digits, the value is truncated and the controller is 
infoi-med by SRQ Status byte (see SRQ status byte 
formats later in this section). 

Frequency and Voltage Constraints 
On lOOV and lOOOV output ranges, the 4700 will 
refuse any command for an output which exceeds the 
limits defined on page 3-6. The controller is 
informed by ‘Error T SRQ status byte (see SRQ 
status byte formats later in this section), 

Guard and Sense 

These are configured into Local or Remote by G or S 
codes respectively; 

G0 — Local Guard 
Gi — Remote Guard 

S0 — Local Sense (forced when F2 or F3 has 



been commanded and when FO. R1 , R2, 
R3 and R4 or F i , R2, R3 and R4 have 
been commanded). Programs for 2-wire 
resistance in F4. 

SI — Remote Sense (available only when FO 
or FI have been selected together with 
R5 , R6, R7 and R8 or when F4 has been 
-selected in all ranges). Programs for 
4-wire resistance in F4. 

These bus commands are subject to the constraints 
of the 4700 firmware. The instrument will reject and 
ignore invalid commands, such as Remote Sense 
when in IGOmV range. 



Calibration Enable and Calibrate (W and C 
codes) 

These are available for automatic calibration of the 
4700, under remote control via the IEEE bus. Refer 
to the Calibration and Servicing Handbook. 

W0 — Calibration disable 
Wl ■— Calibration enable 

(only if CALIBR.ATION ENABLE 
keyswitch set to ENABLE). 

C0 -- Calibration Trigger - \ 

equivalent to CAL key. ( Refer to 
Cl ■- As SET key. / Section 8. 

C2 — As STD key. ] 

C3 — As ±0 key (in DC) 
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Output String Formation 

The 4700 can be commanded to output ‘interaai’ 
infonnation to the system via the IEEE 488 bus, by 
sending one of the specified ‘recall’ messages- 

Only one recall command should be inciuded in a 
terminated string. 

As well as the infonnation it contains, the string 
needs to be formatted correctly for acceptance by tlie 
system. Many variations of format are available; 
these can be programmed for the type of system in 
use. 



The length and construction of the string both 
depend, upon the type of information to be 
transmitted, and thus upon the codes used to 
program the 4700. The purpose of this explanation is 

to describe the effects of these codes on the output 
string format. 

Figure 5.4 illustrates the construction of a typical 
string, such as the 4700 output value. Notice that 
numerical data is reduced to a standard form, and 
scaled by means of an exponent in base 10. All 
device-dependent messages use the ASCII code. 



Figure 5.4 Breakdown of a Typical Output String 

(This is a general example two specific 4700 examples appear on page 5-12) 



1 

byte 


byte 


Variable length 


1 

byte 


1 

byte 


2 

bytes 


0 or 2 
bytes 


0to2 

bytes 


ASCII 






Mumeric In 




Polarity 






legends 






Space 






standard form 






sign 






(optional) 







Exponent Exponent Terminators 

delimiter value (optional} 



ASCII 'Space' 

A format character to denote the 
beginning of an output string -- not 
present for recall command X8. 

Polarity sign 

Replaced by an ASCII space in AC 
Functions. For DC functions, the 
appropriate polarity sign, is presented. 

Numeric sub-string 

Length depends on the resolution of the 
infoimation to be transmitted, and form 
depends on tiie notation programmed 
by ‘L’ code. 

Exponent delimiter 'E' 

Signifies that the numeric has finished 
and the next three b>tes form the 
exponent. 



Exponent value 

The first of the three bytes is always 
or Because the value is never 
greater than 9, the second byte is 
always 0, and the third is a single 
decimal digit. 

Legends 

Inclusion is optional, but if tliey are 
programmed in, two bytes are always 
present. The characters are appropriate 
to the programmed state of the 47(X). 

Terminators 

Two terminating characters are 

available, as programmed by code. 
The EOI bus management line can 
optionally be program.med for 

simultaneous transmission with, the last 
byte of the string. 



Format Codes 

The .following pages list and describe the programming codes which determine tlie formation of the outout 
stnng. ihe codes on page 5-U select specific types of ASCII strings for retrieval. 
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Recali/Verify (code V). 

By sending a V code the conlrolier interrogates the 
4700 to obtain, information about its present status. 
Unless otherwise stated, the output strings are 
formatted as programmed by K and L codes. The V 
codes are as follows: 

— The present Output value. 

VI — The present Frequency setting 

V2 The present functional status. 

The response to V2 is a standard ASCII string: 
(space R*F“0«*G*S^W*Q*D*L’*'K’'' terminator). 
The functions are represented by the same 
numerics as for programming. In addition, the 
Output Range is identified by a lower case ‘r’ if the 
4700 is program.med in autoraiige. 

V3 —• Software status. 

The software status is the part number and issue 
number of the intemai program. This is formatted 
as follows, in response to command code V3; 

(space 890077 — numeric terminator) 

k k 

Fart No. issue No. 

(This status report is also available manually 
by pressing Error key then Lim— . The firmware 
issue-number is presented on the MODE 
display), 

V4 to V8 — ‘Stored’ Frequencies. 

Codes V4 to V8 recall each of the fi ve frequencies 
held in volatile memory locations FI to F5. These 
can only be set or selected manually. (Refer to 
page 3-7.) 

The range of legends transmitted by the 4700 is 
ii.sted under ‘String Formatting Commands {K andL 
Codes)’. 

l-code (Aide-Memoire) 

This allows the user to identify a specific calibrator 
with a designator up to 16 characters in length, 
stored in non-volatile memory. The 4700 must first 
be placed in the CAL mode by turning the CAL key 
to ENABLE and sending the WI command. 
Sending the I command will store the subsequent 1 6 
character string in memoi 7 . This string can be 
recalled using the ,X8 command. 

N.B. The I-command and the WI command must 
not be sent in the same siring. 

Specification Toierance (Per unit - P codes). 

The P commands give access to Spec mode over the 



bus, also setting the calibration interval: 

P0 -- 24 hour; PI - 90 day; P2 - I year. 

On being commanded by P code, the 4700 
calculates the Output Uncertainty of its current state 
(as a ‘per unit’ fraction of the output value) and 
generates an output string formatted by K and L 
codes, Legends are ti'ansmitted as pu (per unit). 

Absolute Limits of Tolerance 
In this case, the U commands cause the 4700 to 
calculate the high or low limit of uncertainty of its 
output value against the nominated calibration 
interval. 

U0 — Low limit 24 hour 
Ui — Lu)w limit 90 day 
U2 — lx>w limit 1 year 
U3 — Higli limit 24 hour 
U4 — High limit 90 day 
U5 — High limit 1 year 

On being commanded, the calculated value is output 
by the 4700 in an output string formatted by K and L 
codes. 

Diagnostic information 

The X commands recall the contents of certain non- 
volatile calibration memory locations. The values 
recalled are calibration constants stored at the most 
recent Autocalibration. They are used in the 
computations which establish the 4700 output level, 
as corrections for long-term drift in the analog 
circuitry'. 

X0 — Zero Cal. Store 

Xi — Gain Cal. Store in DC, LF gain 4- HF 
calibration in AC 

X2 — ‘STD’ calibration gain factor 
X3 — Zero offset j 

X4 — Gain error f factory 

X5 — Linearity (not AC) ) 

X6 — Reference Divider setting 
X7 - Not used in 4700 
X8 — Recall message which was memorized 
earlier by the operator using Code 1. 

Activating the Recall Transmission 
The 4700 assembles the appropriate output string in 
its output registers in response to the V, P, U or X 
command. It can subsequently be released onto the 
bus by addressing the 4700 as a talker. 

String Formatting Commands (K and L Codes). 

The output string can be fomiatted and tenninated to 
adapt to user’s requirements. Scientific or 
Engineering notation can be programmed, with or 




wthout descriptive legends. Two examples are given 
below. 



Codes LO to L3 configure the output string 
notation: 

L0 — Scientific notation witli legends 
Li — Scientific notation, no legends 
L2 — Engineering notation with legends 
L3 — Engineering notation, ho legends 

Two sorts of terminator are available: 

a. One or two bytes can be added to the end of the 
string. These contain either Carriage Return 
(Cr) or Line Feed (Lf); or both in the order: Cr 
followed by Lf, 

b. The EOI bus management line can be 

programmed to set true simultaneously wife fee 
last byte of fee string. EOl can be used even if 
both Cr and Lf are suppressed. 



The 4700 can also be programmed to transmit 
strings without tei-minators. To accommodate these 
variations, fee system progi-ammer uses the K 
codes: 

K0 — No suppression (Cr, Lf and EOI all 
present as terminators) 

Kl — Suppress EOI (Terminator Cr followed bv 

K2 — Suppress Lf (Terminator Cr wife EQl) 
K3 — Suppress Lf and EOI (Terminator Cr) 

K4 — Suppress Cr (Terminator Lf wife EOi) 
K5 — Suppress Cr and EOT (Teiminator Li) 

K6 — Suppress Cr and Lf(Termmator EOI with 
last character) 

K7 — Suppress Cr, W and EOI 
(No terminators). 



1. Scientific ^^otation (Codes and LI). 



2, Engineering Notation (Codes L2 and L3), 
Sv^es -1 2 3 4 



'vvo ASCKsoaces 
Of one space and 
polariiy 



0/1 



0-9 

/ 



0-9 

/ 



0-3 

/ 



10 ,11 12 Vi 



Q-3 



0-9 



0-9 



Output Vsluo Nufnerlc; O.OOOQOO to 199.999S 



Oulpid Value E*pononl:£a:<10 10 ID'l 



Ed 



Legonds(s)' (in (hlacase 1.3 was programmed, i.e. no legends) 
Tefmlr^ator(s): (Code K6 programmed.) 



- EOnina seltrue 
with fast byte 




Descriptive Legends. 

The tbliowmg Legends will be fitted into the string after fee exponent, if programmed by codes L0 or L2: 



Recall Function 


V0N U0-U5 


FO 


V0j U0-U5 


FI 


V0, U0-U5 


F2 


V0, 1 U0-U5 


F3 


V0,j U0-U5 
5-12 


F4 



Legend 


Meaning 


V 


DC 


Volts 




AC 


Volts 


A 


DC 


Amps 




AC 


.r'Linps 



R 



Recall Legend Meaning 

P0-P2 pu per unit 

Frequency Hz frequency 



Resistance 





Wlieii the 4700 receives either of the two ‘Clear’ 
messages, (DCL is universal and SDC is addressed 
to a selected device) it will default to the 
predetenuined state defined below. During the time 
taken to default, the IEEE interface handshake is 
held. These commands are effective even in ‘Local’ 
control 

A? Not Active (see M code) 

F0 DC Volts 

R0 Autorange i V default 

M,^ Where value is zero 

H(value) Where value is I kHz 

op Local guard 

S0 Local sense 

00 OUTPUT OFF state 

Q0 SRQ on all specified states 

D0 Safety delay active 

W0 Calibration disabled 

C? Not active - disabled by WO 

P? Not active 

U? Not active 

V? Not active 

X? Nor. active 

Kri Unchanged 

L* Unchanged 



The frequency values held in ‘Store’ volatile 
memorv' locations F1-F5 are reset to the default 
state described on page 3-7. 




Most interface communication tasks require 
sequences of coded messages to be sent over the 
interface. Many controllers assign a single 

programming instruction to a complete sequence, so 
it is advisable to study the available controller 
capabilities carefully before atiemping to program a 
system. Because the IEEE Std 488 (1978) allows a 
certain latitude in bus protocol, considerable 
differences may be found between programming 
instructions and operating sequences from one make 
of controller to another, Consequently, the lollowing 
sequences are recommendations only. 



Data Transfer 

UNL Inhibits all current listeners 

LADi Each address sent enables a specific 
device to receive future data bytes. 
LADn More than one address may be sent if 
multiple listeners desired. 

TAD The address sent enables a specific 
device to send data. The 4700 must be 
already programmed to prepare data, 
DABi Data bytes sent by currently-enabled 

talicers to all currently-enabled listeners, 

DABu 

UNT Disables the talker on receipt of the last 
character. 

UNL =■■■ unlisten ■ 

LAD — listen address of specific device 
TAD talk address of specific device 

DAB = data bytes 
UNT = untalk 

Sena! Poll 

UNL Inhibits ail current listeners 

SPE Puts interface into serial poll mode 
during which all devices send status 
instead of data when addressed, 

TADn Enables a specific device to send status. 

Wi thin this loop, device should be 
sequentially enabied- 
Status byte sent by enabled device; 

If SBN, loop should be repealed. If SB A 
sent, the enabled device is identified as 
having sent SP^Q and will automatically 
remove it. 

SPD Disables serial poll mode. 

UNT . Disable last talker. 

"SPE = Serial poll enable : 

SPD = Serial poll disable 
SBN ~ Status byte negative where bit. 7 0 

SB.A “ Status byte affirm, ative where bit 7 = I 

Untalk 

It is highly desirable that a sequence which causes a 
device to be addressed as a talker should be 
terminated by an ‘umalk’ command. 



SBN ( 
or SBA ^ 
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it can damage 
«ur instrument ! 




Mmm 




POWER SUPPLY 



ENVIRONMENTAL CONDITIONS 



Voltage 

Line Frequency 
Consumption 

Fuses 220/240V 
100/ 120V 

MECHANICAL 

Dimensions 



Weight 

SAFETY 



PEAK TERMINAL 



100/120/220/240V±10% 

48Hz to 62Hz 

370 VA normal 
660 VAfuli power 

3.15A 

6.25A 



Operating temperature ; 0"Cto+50°C 

CAUTION. 

Above 30*C on 1 kV Range: maximum output power is derated 

StorageTemperature : ~40'’Cto +70"C 

Maximum Relative Humidity : 75% at 40°C 

Non«Condensing 

Warm-upTime ; Onehourtomeetall 

specifications 



: Heighn78mm (7") 

Width 455mm 07.9") 

Depth 564mm {22.2") 

: 35kg {77ib) 

; The 4700 has been designed 
to meet BS! 4743, iEC 348 
and UL 1 244 specifications 

VOLTAGES 



OPERATING INDICATIONS 



Indication 

Scale Lengths 

Output Display 
Frequency Display 
Mode Display 



Symbois lit on displays and 
illuminated keys 

TVs Digits maximum 
3 Digits plus store location 
7'7j Digits maximum 



Guard to Ground 


920V 


Lo to Guard 


920V 


Lo 10 Ground 


920V 


Hi to Guard 


1556V 


Hi to Ground 


1556V 


Rear Panel Digital Inputs- 
toHi 


1 556V 


to Lo 


920V 


to Guard 


92CV 


to Ground 


OV toTBV 



N.B. 

Digital Common is internatiy connected to Ground 







Accuracy 



-(to ...''p 



Range 


Stability 
24 hour 
±(ppm 
OUTPUT+ 
ppmFS) 
(U(2) 


Accuracy Relative lo Calibration Standards 
±(ppm OUTPUT +ppmFS) (2) 


Calibration 
Uncertainty 
(ppm) (3) 


Temperature 
Coefficient (±ppm 
OUTPUT/^C) 
8“C-13"C 
33"C-38'C 


Output 

Resistance 


■ Output 
Compliance 


24 hour 
23”C±rc 


90 days 
23'C + rC 


1 year 

23‘C± 10"C 


1 00.00m V to 
lOO.OOOOOmV 
I.OOOOOOOV 
1 0.000000 V 
100.00000V 

1000-0000v(4) 


1.2+0.6m'V 
1. 0+0.5 
0-6+0.! 

1. 0+0.3 
1. 0+0.2 


3+0.8mV 

2+0.8 

1+0,5 

2+1.0 

3+0.5 


6+0.8mV 

6+0.8 

4+p,5 

6+1,0 

6+0.5 


15+1.0mV 

15+1,0 

15+1.0 

15+t.O 

15+1.0 


10+1 mV 
7 
5 
9 
12 


2.0 

1.5 

1-0 

1.5 

2,0 


IQOn 
<0,ima 
<0.1 m£i 
<1m£3 

<10mn 


25mA 

25mA 

25rnA 

25mA 



Noise i5) 



l''^\^andw!dth 


2.5kHz 


Average Over 


Average Over 
10 Line Periods 


DC-2HZ 






1 Line Period 


{Typical Null 


Range 


(RMS) 


(pk-to-pk) 


(pk-to-pk) 


Detector) 

(pk-to-pk) 


tOOMV-IOOmV 


4mV 


0,2mV 


0.5mV 


0-ImV 


IV 


4mV 


2mV 


0.5mV 


O.SmV 


10V 


IOmV 


5fiV 


2mV 


Zp.y 


100 V 


120mV 


50mV 


25mV 


25mV 


1000V 


2.5rnV 


600mV 


2GOmV 


ISOmV 



Notes: 



(1) For same conditions between l8'’Cand28°C 

(2) FS=2xRange 

(3) Factory calibration uncertainty using automated calibration 6jqutpmeni 

Datroncanprovidebetlartraceability.Contactfactoryfordataiis. • 

<4) Requires Cation 10. 

(5) For lOkHz-wide band, muitipiy 2.5kHz figures by 2. For RMS, divide pk-lo-pk figures by 6, 

Other Specifications 

Truebipolaroutput capable of delivering 1 lOOVwith respect to Output Lo. 

100 % on 1 OOmV to 100V ranges. 1 0% on 1 0OOV range (1 1 0OV), 

Selectable remote or local voltage sensing on 1 V to 1000V ranges. 

Selectable remote or local guard connection. Max Guard to Ground voltage of 650V rms (2.5k V flash test} , 
140dB at DC to400Hz. 

To Ippm ofstepsize<5s. 

To lOppm ofstepsize<l.s. 

To 1 0Oppm of step size <l00ms- 



Output 
Overrange 
Voltage Sensing 
Guarding 

Common Mode Rejection 
Settling Time 








BJia. 



lETIM ELECTRIC SHOCK 









Accuracy 



Range 


Frequency 

(Hz) 


Stability 
24 hour 


Accuracy Relative to Calibration Standards 
± (ppm OUTPUT 4 ppm FS) (2) 


OUTPUT 
4-ppm FS) 
(t)(2) 


24 hour 
23"C±rC 


90 days 
23‘’C±rC 


1 year 

23“C * 10*C 


1 .OOOOmV 


10-31 


120-i-10-f10|uV 


2004604 IOmV 


250460410/xV 


340460410mV 




32 -33k 


60-Ft0-f-10#xV 


160440410^iV 


200440410/xV 


240460410mV 


too OOOOmV 


30k-l00k 


60-t-lO-ftO/iV 


6004604 lO^V 


6004604t0iu,V 


700460410mV 




100k -330k 


160-1-20 -F10#iV 


0.2%40.02%420mV 


0.2%40.02%420^iV 


0.2%40.02%420mV 




300k- 1M 


260-f204-10MV 


0-6%40.2%430iiV 


0,6%40.2%430^V 


0.6%40.2%430p.V 




10-31 


80-F20 


180440 


200 4 40 


280 4 60 




32 -33k 


40 4-10 


1004 20 


120420 


18Q 4 40 




30k -100k 


40 -MO 


180430 


200 4 30 


300 4 40 




100k -330k 


100 -F20 


500 4 200 


600 4 200 


1000 4 200 




300k- 1M 


240 -F 20 


0.3%40.1%. 


0-4% 40.1%. 


0.6% 40.1%. 




10-31 


80 4-20 


180440 


200 4 40 


280 4 60 


100.0000V 


32 -33k 


40 4-10 


100 4 20 


120420 


180440 




30k -100k 


40 4-10 


220 4 40 


250 4 40 


320 4 40 




45-330 


1004-20 , 


180450 


200 -i- 50 


360 4 50 


1(X30.00QV{6) 


300 -10k 


60 4-20 


120450 


150 4 50 


280 4 50 




10k -33k 


100 4 30 


2204 50 


250 4 50 


360 4 50 



Mates; 

(1 ) For same conditions between 1 8'’C and 28"C. 

(2) FS=2xRange. 

{ 3 ) Factory calibration uncertainty using automated catibration equipment. Datron can provide better traceability. Contact factory for detaiis. 

!4} Estimated, not fully traceable. 

(5) Predominantly second harmonic {negligible error on mean sensing instruments). 

(6) RequiresOption to. 

(7) For Frequency Range or Output Range changes, Function changes, OFF/ON changes, and Frequency changes between 31 and 32Hz: the 
Settling rimes are doubted. 

• [ft remote operation via the IEEE 488 Interface, hardware switching occurs under the control of ’H’ (Frequency) codes. Any transfer (up or 
down) between the undermentioned frequencies must be regarded as a frequency range change. Settling Time should be allowed as for 
‘Other Specifications.' 

31-32HZ 33.0-33.lkHz 

300 -301 Hz 330 -331 kHz 
3.00-3.01kHz 



For settling to iOppm of Step Size, multiply all times by 1.5. 



Calibration 
Uncertainty (ppm) 
(3) 


Temperature 

Coefficient 

(±ppmOUTPUTrC) 

8’-'C-13"C 

33X-38'C 


Total 

Harmonic 

Distortion 


Output Impedance 
atZerotoFuli Load 
Regulation 


Output 

Compliance 


110-M2mV 


10 


O.t 






25C+10,aV 


10 


0.04 






560+1 W 


10 


0.1 


at aB frequencies 




800+12mV (4) 


40 


0.3 






1300+12AtV(4) 


too 


1.0 








6 


0 


Tvpicaliy 




130 


6 


0.04 


0.001% FS 


lVRanqe;25mA 


170 


6 


0.1 




10V Ranqe;60mA 






0-3 






1150 


100 


1.0 


0.3% FS at 1 MHz (2) 










Typically 




160 


6 


0.1 


0.002% FS 




130 


6 


0.04 


to 33kHz 


120mA 


^00(4) 


to 


0.2 


increasing to 










0.02%FSatldOkHz(2) 




190 


10 


0.2 


Typically 


<3.3kHz, 15mA 


170 


10 


0.1 


0.002% FS 


>3.3kHz, 65mA 


250 


to 


0.1 


to 33kHz (2) 





Other Specifications 

Scale Length 

Voltage Sensing 
Guarding 

Common Mode Rejection 
Settling Time (7) 



Frequency Accuracy 



9% to 200% of Range, 1 mV to 1 0OV ranges 
9%lo 1 10% of range, 1000V range (i 100V), 

Selectable remote or iocal voltage 
sensing on 1 V to 1 0OOV ranges. 

vSelectable remote or local guard connection. Maximum Guard to Gound voltage 650V RMS (2.5kV flash test), 
140dBatOCto 400Hz. 

To 1 0Oppm of step size (double for range changer.) ; 

10-32Hz<1Os. 

32-330Hz<3s. 

>330Hz<1s, 

< lOOppm, typioaily <10ppm. 



Maximum Load 1 V to 100V ranges; tOOOpF. 

Capacitance lOOOV range: 3Q0pF 





Voll'Hertz Power Limil versus Capacitance Load (1 kV Range) 




Total Load Capacitance - including Leads (pF) 





Accuracy 



Range 


Stability 
24 hour 
±(ppm 
OUTPUT-h 
ppmFS) 
(1)(2) 


Accuracy Relative to Calibration Standards 
±(ppm OUTPUT +ppmFS) (2) 


Calibration 

Uncertainly 

(±ppmK3) 


Temperature 
CoefficienM±ppm 
OUTPUT.X) 
8“C-13“C 
33"C - 38'C 


Output 

Resistance 


Output 

Compliance 


24 hour 
23"C±1X 


90 days 
23“C ± r'C 


1 year 

23"C±10“C 


100,0000mA 


7+5 


10-HO 


50+10 


100+10 


35 


12 


>2GSi 


3V 


1.000000mA 


7+5 


10+7 


40+7 


tOO+10 


33 


12 


>2Glt 


3V 


10,00000mA 


7+5 


10+7 


40+7 


tOO+10 


33 


12 


>200Mi] 


3V 


100,0000mA 


7+5 


10+7 


40+7 


100+10 


33 


12 




3V 


1.000000A (4) 


15+10 


20+15 


100 + 15 


200+20 


80 


30 


>1Mi! 


3V 



Noise 





2,5kHz 

(RMS) 


Average Over 
1 Line Period 
(pk-to-pk) 


Average Over 
10 Line Periods 
(pk-lo-pk) 


5nA 


6nA 


2nA 


5nA 


6nA 


2nA 


SOnA 


30nA 


20nA 


ImA 


SOOnA 


400nA 


25mA 


30 m A 


20mA 



Notes; 

( 1 ) Forsamecondilionsbetween 18'Cand28-C. 

(2) FS=2xRange. 

(3) Factory calibration uncertainty using automated calibration equipment, 
Datron can provide better traceability, Contact factory for rietaits, 

(4) Typical above 1 A. 



Other Specifications 

Output 
Overrange 
Settling Tlrrie 

Local Sense Only, at! ranges 
Wax. reactive loads 



True bipolar output capable of delivering ±2A. 
100% on all ranges. 

IstofullspGcifloaiion, 

lOOnF, 1mH(<1/iS), 





Accuracy 



Range 


Frequency 

(Hz) 


Stability 
24 hour 


Accuracy Relative to Calibration Standards 
± (ppm OUTPUT + ppm FS) (2| 


OUTPUT 

-fppmFS) 

(1)(2) 


24 hour 

23"C-t-rC 


90 days 
23X + rC 


1 year 

23"C + 10"C 


1 OO.OOOOmA 


10’lk 


50+20 


400+80 


400+80 


500+100 




1k-5k 


70+30 


550+100 (7) 


550+100 (7) 


650+160 (7) 


1,000000mA 


10-Ik 


50+20 


200+80 


220+80 


350+100 




lk-5k 


50+20 


350+80 


350+80 


450+100 


10.00000mA 


10-lk 


50 + 20 


200+80 


220+80 


350+100 




1k-5k 


50+20 


350+80 


350+80 


450+100 


100.0000mA 


10-tk 


50+20 


200+80 


220+80 


350+100 




ik-5k 


50+20 


350+80 


350+80 


450+100 


1.000000AC4) 


l0-1k 


50 -I- 20 


400+80 


400+80 


500+100 




1k-5k 


70+30 


550+100 (7) 


550+100 (7) 


650+160 (7) 



Notes: 

( 1 ) Fof same conditions between 1 8'"C and 28°C. 

(2) FS=2x Range. 

(3) l^actofy calibration uncertainty using automated caiibratson equipment. Dalron can provide better traceability. Contact taclory for detaifs. 

(4) Typrcal above t A. 

(5) Predominantly second harmonic (negligible error on mean sensing instruments). 

(S) For Frequency Range Of Output Range changes, Function changes. OFF ON changes, and Frequency changes between 31 and 32Hz' the 
Settling Times are doubled. 

* In remote operation via the IEEE 488 Interface, hardware switching occurs under the control of H‘ (Frequency) codes. Any transfer (up or 
down) between the undermentioned frequencies must be regarded as a frequency range change. Seffling Time should be allowed as for 
Other Specifications,' 

31-32HZ 33.0-33.1kHz 

300-301HZ 330-33lkHz 

3,00-3,01kHz 

» For settling to lOppm of Step Size, muitipiy all times by 1 ,5. 

(7) Assumes similar load time constant to that at calibration. 





Calibration 
Uncertainty (ppm) 

(3) 


Temperature 
Coefficient 
(±ppm OUTPUT ”C 
3"C-13'C 
33“C - 43'C 


Total 

Harmonic 

Distortion 

(%)(5) 


Typical 

Output 

Impedance 


Output 

Compliance 




400 


20 


0,2 


tOOMti' 


3V rms 




900 


40 


0.5 








255 


20 


0,2 


30Mti 


3V rms 




255 


20 


0.2 ' 








255 


20 


0.2 


3Mtl 


3V rrns 




255 


20 


0,2 








255 


20 


0.2 


300ki! 


3V rms 




255 


20 


0.2 








290 


40 


0.2 


30kQ" 


3V rms 




440 


40 


1.0 







■ TvDicai effective output capacitance = 2D0pF | 

Hr f ) NegiigtDie on other Ranges 

** Typical effective output capacitance = O.Sfif- } 



Other Specifications 

Scate Lsnglf) 9% to 200% of range, all ranges. 

Settling Time (6) To f OOppm of step size {double for range changes): 

10'32Hz<10s 

32’330Hz<.3s 

>330Hz<1s 

FrequoncyAccurac-y < ±100ppm.typicaltyl0ppm, 

Maximum Load Capacitance 10nF(<lMS). 

Maximum Load Inductance 1 rnH (<1 *tS). 

Local Sense Only, aii ranges. 




Accuracy {2-wire or 4-wiire sense} 



Rang© 

( 1 ) 


Stabitity 
24 hour 
±(ppm 
OUTPUT 
+ppmFS) 
( 1 )( 2 ) 


^ Accuracy Relative to Calibration 
Standards 

±{ppm OUTPUT ±ppmFS) (2) 


Calibration 

Uncertainty 

(ppm) 

(3) 


Temperature 
Coefficient (±ppm 
OUTPUT ‘0 
8®C-13“C 
33“C - as’c 


Specified 

Current 

(!S) 


Maximum 

Current 

dm} 


Additional 
uncertainty 
for Issslclm 
(ppm) 


24 hour 
23“C± rc 


90 days 

23 "c± rc 


1 year 

23"C±10“C 


10.000Q001J 


6 


8 


20' 


50 


25 


6 


lOrnA 


100mA 


( 10 x 10 )! 


loo.ooooon 


2,5 


3 


6 


20 


10 


2 


10mA 


25mA 


(8,5x10 )i 


l.0000000f< 


2,5 


3 


6 


20 


10 


2 


1mA 


10mA 


(8,5x10-) i . 


10.000000k 


2,5 


3 


6 


20 


10 


2 


IQO 4 A 


2.5mA 


(B.SxiOH 


lOO.OOOOOk 


2.5 


3 


6 


25 


20 


2 


IOOmA 


1mA 


i8„5xi0')l 


1 .OOOOOOOM 


6 


8 


20 


50 


40 


6 


U)mA 


100mA 


(10x10 jl 


10.000QOOM 


15 


20 


50 


100 


65 


10 


1mA 


IOmA 


(1Sx10')l 


100.00000M 


30 


40 


100 


400 


200 


20 


1 /J.A 


lOyxA 


f 1 5x10') 1 



2-svire crease 24 Hrs ana 90 days stability i 

} 4-wirevalues ±0.1 !> 

90 days accuracy j 

1 year accuracy 4-wirevalues ±0,2tl 

Notes; 

(t) Range figures arenominat, actual calibrated values are displayed, 

(2) FS=2xRange. 

(3) F^actory calibration uncertainty using automated calibration equipment. 
Datron can provide better traceability. Contact factory for details. 



Other Specifications 



Connection 

Guarding 

Protection 



Selectable 2 or 4-wire connection to re.sist.ors. 

2-wire displayed value includes interna! lead resistance. 

Selectable remote or local guard connection. 

Ail resistors fuse protected to max applied voltage of 1 20 V RMS. 














Introduction 

The factoiy calibration of the 4700 ensures 
traceable accuracy to national standards. Figures of 
performance are quoted in the specifications of 
Section 6, related to time since calibration. 

This section deals with user-verifi cation of the 4700 
performance to specification. It should be carried out 
as two independent vertifications: DC specification 
and then AC specification. 




Verification upon receipt of a 4700 Autocai 
Multifunction Calibrator 



Each instmment leaving the factory is calibrated to 
its nominal values in DC voltage. If Option 20 is 
fitted, it is also calibrated to nominal values in DC 
Current, and to actual values in Resistance. The 
Accuracy specifications can be made relative (i.e. 
Traceable) to National Standards, by the addition of 
DatronCs Calibration Uncertainty figures printed in- 
die specifications. Thus either the 90-day or 1-year 
accuracy specification is verifiable by comparison 
with traceable Reference Standards. 

The 24-hour stability specifications can. only be 
verified following a ca.libration operation or 
calibration check against the users Reference 
Standards. 




DC Voltage - A Standard DC Voltage source of 
suitable accuracy 

Example: Series bank of iO standard 
cells and Datron 4904 
Standard Cell buffer. 

- A Precision Divider 

Example: Datron 4902 High Voltage 
divider and Datron 4903 
DC Switching Unit 

- A battert'-operated null detector 
with variable sensitivity, able to 
withstand. 1200V across its input 
terminals 
Example: Keithlev 

Model 155 



DC Current - A DC Voltage source, calibrated to 
suitable accuracy at approximately 
IV and iOOmV, 

Example: The standard voltage 
source used for DC 
Voltage, with the Datron 
4903 DC Switching Unit 

- The battery-operated null detector 
used for DC Voltage. 

- A set of calibrated current shunts of 
suitable accuracy. 

N.B. To allow the same value to be set on 

the DC Voltage source for each 
range, the shunts may be of five 
decade values. Then the same Null 
Detector sensitivity can be used on 
each range. 

CAUTION When choosing a set of current 
shunts ensure that their power 
dissipation ratings are sufficient to 
avoid permanent degradation from 
the self-healing effects of the current 
being checked. This applies 
particularly to the I Amp shunt. 

alternatively, a DMM of sufficient 
accuracy may be used to measure 
the voltage across the set of 
calibrated current shunts. 

Example: Datron 1081 using 
“compute” mode, 

Resistance - a set of standard resistors covering 
ion to lOOMa. The ion to lOkn 
should be 4- wire type,' 

- an accurate resistance bridge, or 
other ratiometric device for 
measuring resistance to the required 
accuracy. 

-a Datron 1081 used as a transfer 

measurement device. 



Instruments 




The nuJl detector is connected in the Hi lead 
between the DC Voltage Source and the 4700. A 
high-input-impedance device should be chosen to 
reduce off-null currents due to differences in the 
outputs of the DC voltage source and the 4700. A 
battery-operated instrument is preferred to ensure 
adequate isolation. Some null detectors possess high 
input impedance only when their readings are on- 
scale, so care should be taken to ensure that drain 
cuiTents from the DC Voltage source do not become 
excessive. This applies particularly if the DC source 
is a standard cell or a bank of cells. Five points are 
important: 

1. The null detector should be connected to the 4700 
(or 4700 load resistor in. Current function) only 
when the 4700 OUTPUT OFF LED is lit. (With 
Output OFF, the I-f , !—, Hi and Lo terminals are 
at high impedance). 

2. Always set the null detector to its lowest 
sensitivity before connecting up, and increase 
sensitivity only when the voltages output by tiie 
DC Voltage source and the 4700 are close in 
value. 

3. Do not change polarity of the 4700 or DC Voltage 
source without first switching the 4700 OUTPUT 
OFF. Care must be taken to ensure that the 
coiTect-polarity ON key is pressed, to avoid 
excessive voltages being connected across the null 
detector, particularly when checking the 4700 
directly against a standard cell. 

4. WARNING During Performance checks and 

calibration a common mode 
voltage equal to the full 
range voltage is present at the 
Null Detector input terminals. 
On ilOOOV checks this voltage 
Is potentially lethak so 
EXTREME CAUTION must 
be observed when making 
adjustments to the null detector 
sensitivity. 

5. CAUTION Hie Null Detector used must be 

able to withstand voltages up to 
1200V between its input 
terminals. Such voltages will be 
present during the time that the 
4700 is ramping from zero to 
lOOOV Full Range after setting 
OUTPUT ON. 



The verification procedures in tliis, section use the 
+Lim and — Lim facilities of Spec mode, so a 
written table of tolerance limits is unnecessary. In 
most cases, users will wish to verify against 
Reference Standards al non-cardinal values, so a 
table of Full Range limits would have little value. 

Instead of Limit tables, a Report Sheet is provided 
later. Tliis can be used for recording, the results of 
verifying any of the three stored specifications. 
Spaces are provided to record tiie displayed limits as 
well as the measured values. The sheet may be used 
as a master to generate duplicate copies for future 
use. 

Stored Specifications 

Three specifications are stored within each 4700 
instrument’s non-volatile memory: 

24-hour accuracy, 

90-day accuracy + Datron’s Calibration 

Uncertainty 

I year accuracy -f- Datron’s Calibration 

Uncertainty 

These are selectable by the CALIBRATION 
INTERVAL switch on the rear panel, £ind are 
accessible to users by selecdng ‘Spec’ mode (Refer 
to Sections 3 and 4). Thus ‘Spec’ mode provides 
tolerance and limit figures which are traceable to 
National Standards. 



4700 Tolerance Limits 

The ‘Spec’ mode 24-hou.r accuracy limits are 
computed from their specifications in Section 6. The 
displayed 90-day and I-year accuracy limits for the 
4700 are given at 23^C ± VC and 23T ± 10‘^C 
respectively. They include Datron’s calibration 
uncertainty, but not the user’s calibration 
uncertainty. This should be taken into account if 
appropriate. 

, Non-Verification 

If an instmment is found to be out of specification, 
refer to the Routine Autocalibration in Section 8, or 
contact your nearest Datron. Servicing Center. 

N.B. It is recommended that the Blank Report 
Sheets be duplicated to give copies for foture 
use. 






A full verification should be carried out in die 
sequence appearing on the Specification 
Verification Report Sheet. The instructions which 
follow are divided into 4 procedures: 

DC Voltage Full Range 

DC Voltage Linearity (lOV Range only) 

DC Current Full Range 
Resistance 



The displayed limits do not include temperature- 
coefficient corrections or the user’s calibration 
uncertainties which should, be taken into account ii 
this is appropriate. 



4700 DC Voltage 
Performance 

CAUTION; First read die notes on the use of the 
Null Detector (page 7-2). 



1 . Turn on the instrument to be checked and allow a 

' minimum of 4 hours to warm-up in the specified 
environment. 

2 Cancel any MODE keys, set OUTPUT OFF and 
check that cal is not present on the MODE 
display. 

3. Select lest to carry' out the test routine described 
hi Section 4. Terminate the test routine, 

4. Select DC and connect the DC Voltage source 
and Null Detector to the 4700 Hi and Ij> 
terminals as shown. Use short leads. 

(a) Low Voltage. lOO^V lOV Ranges 




Turn to the voltage source down to zero and allow 
the circuit to stabilize thermally. 



N.B. When changing polarity during the checks; if 
leads are reversed it will be necessary to allow 
time for thermal effects to stabiuze in the 
reversed connection before proceeding with 
the check. 



5. Full Range Checks 

Press Spec Key, check each range m turn in the 
following order to reduce the stabilization time for 

thermal effects at the terminals: 

±l00uV, ±lmV, ±10mV, ±100mV, ± IV, 
4-lOnV 4riOnOV. 



The checks may be carried out ei.ther at Full 
Ran'^e voltage or at a user s Reference standard 
voltage close to Full Range. For each check use 
the routine detailed in para 7. Use Report Sheet 
I’ able 1 a to record the results. 



6- Linearity Check 

This is performed on the lOV range. Press Spec 
Key. Check each pair of values in turn in the 
following order to reduce the stabilization time for 
thermal effects at the (.erminais: 

±iOmV, ±!00mV, ±iV, ±10V, ±19V. 

The checks may be carried out either at the above 
values or at user’s Reference standard voltages 
close to the above values. For each check use the 
routine detailed in para 7. Use Report Sheet 
Table lb to record the results. 



7. To check each value against its specifica.tion 

limits use the following routine: 

a) Null Detector Set to low sensitivity. 

b) 4700 Switch OUTPUT OFF 

c) DC Voltage Source Set to correct polarity and 

voltage. 

cl) 4700 Select DC and cortect 

RANGE 

e) 4700 Use OUTPUT keys 

to set correct polarity and . 
voltage on OUTPUT 
display. 

Press -FLim: Record the 
displayed positive limit. 
Press “Lini; Record the 
displayed negative limiL 
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0 4700 Press the coiTect-polaritv 

ON Key. 

CAUTION, Pressing the 
wrong ON Key will result 
in approximateiv twice 
the OUTPUT voltage 
being conaected across 
the null detector. 

g) Null Detector Increase sensitivity to 

give an off-nuli reading 
and use 4700 keys 
to back off to null, until 
the null lies between two 
consecutive values of the 
OUTPUT display leasU 
significant digit 

h) 4700 OUTPUT Record tlie value closest 

display to null and check against 

the specification limits. 




1. Carry out the DC Voltage performance checks I 
to 3 if the DC voltage performance has not been 
verified. 

2. Select DC and then I and connect the DC Voltage 
source, null detector and calibrated current shunt 
to the 4700 IT- and f — terminals as shown below. 
Do not connect null detector to shunt yet 




Preferred shunt values are as follows: 



lOOpA range — - 


lOkn 


ImW min 


1mA range — 


ikn 


lOmW min 


10mA range — 


icon 


lOOmW min 


100 mA range — 


ioa 


IW min 


lA range — 


o.in 


IW min 



An output voltage of i V from the DC Voltage source 
now represents full range values of 4700 Output 
current, except on. lA range where self-heating is 
reduced by using an output voltage of lOOmV. 

Turn the DC Voltage source down to zero and allow 
the circuit to stabilize. 



3. Full Range checks 

Press Spec Key. Check each range In turn, in the 
following order to reduce thermal stabilization 
time: 

±100/zA, ±lmA, ±10mA, ±100mA, ±IA. 

These checks may be carried out either at Full 
Range current or at a value close to full-range 
represented by a user’s , Reference standard 
voltage. For each check use the routine detailed in 
para 4. Use Report Sheet Table 2 to record the 
results. 

4. To check each value against its specification 
limits use the following routine: 

a) Null Detector Set to low sensitivity. 

b) 4700 Switch OUTPUT OFF. 

c) DC Voltage source Set to correct polarity and 

voltage. 

d) 4700 Select I and correct 

RANGE. 

e) 4700 Use OUTPUT keys to set 

correct polarity and 
current on OUTPUT 
display. 

Press -fLim: Record the 
displayed positive limit. 
Press “Um: Record the 
displayed negative limit. 
Press the correct-polarity 
ON key and allow 
5 minutes to stabilize. 

CAUTION: Pressing the 
wrong ON key can result 
in approximately twice 
the DC voltage source 
output voltage being 
connected across the null 
detector. 

g) Null Detector Connect to the shunt 
terminal Increase sen- 
sitivity to give an off-null 
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reading and use 4700 f 
keys to back off to null 
again. Continue increasing 
sensitivity and backing off 
until the null lies between 
two consecutive values of 
the OUTPUT display 
le as t- s ignific ant digit 
Ensure that the null 
obtained is stable. 

h) 4700 OUTPUT Record the value closest 
display to null and check against 

the specification limits. 

j) Null Detector Set to low sensitivity. 

Disconnect from the 
shunt terminal. 



k) DC Voltage source Set output to zero. 

l ) 4700 Switch OUTPUT OFF. 



4700 Resistance Performance 

1. Carry out the DC Voltage performance checks 
I. to 3 if the DC Voltage performance has not been 
verified, 

2. For each resistance (RANGE) selection, three 
checks are required: 

a) Remote Sense (4-wire) at Full Range 
(Resistor Value). 

b) Local Sense (2-wire) at Full Range (Resistor 
plus internal wiring). 

c) Local Sense (2-wire) at Zero (internal wiring 
only). 

The displayed values were obtained at the most 
recent calibration, except lOMH and iOOMD 
zero and Full Rfinge in. Local Sense which are the 
same as in Remote Sense. 

3. For each verification check, the measured value 
should lie between the 90-day specification limits 
taken about the displayed value. The upper and 
lower test limits should be determined using 
Spec mode and secondary modes +Lim and 
-Om, with the CALIBRATION INTERVAL 
switch on the rear panel set to 90-day (see 
Section 4 for operation, of Spec mode). Space to 
record these limits, is reserved in Table 3 
(Resistance) on the Specification Verification. 
Report Sheet. 



calculated directly from the specification figures 
in Section 6 and are not modified, by accuracy 
derating factors. The displayed limits refer to die 
90-day Accuracy specification. The Stability 
specification should only be refen'ed to, when 
checking against the same standard used for the 
previous calibration. 

4. Press Spec Key. 

Carry out the checks in the order listed in Table 3 
(Resistance) on the Verification Report Sheet, to 
minimize waiting time for thermal stabilization. 

Perform each check in the following order: 

Set 4700 OUTPUT OFF. 

Select resistor value (RANGE Key). (If Local 
Zero press OUTPUT Zero Key). 

Select Local/Remote Sense (OUTPUT must be 
OFF). 

Record OUTPUT displayed value on Table 3. 
Press +Lim and record value on Table 3. 

Press ~Ltm and record value on Table 3. 
Connect measuring equipment (2-wire to HI and 
Lo Terminals, or 4-wire energizing current to !+ 
and i— Terminals, voltage measurement across 
Hi and Lo Terminals). 

Set 4700 OUTPUT ON. 

Measure Resistance value and record on 
Table 3. 

Check that this value is betW'een +Lim and ~Li.m 
values recorded. 
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N.B. li is assumed that the .specified energizing 
currents will be used to verify the resistance 
specification, so the displayed limits have been 






It can damage 
your instrument i 




(Use as master for duplicate copies) 

Serial Number 

Checked by 



Date 

Company/Dept. 



Note; 1 . The comparison between OUTPUT display readings for null and the Spec Mode Limits is Valid if zero errors have 
first been nulled out. 

2, DC Current & Resistance table on reverse 

1 DC Voltage 




b.lOV Range Linearity 



Polarity/ 

nominal value 
+ lOmV 
-• , lOmV 
- tOOmV 
+ 100mV 



tv 



IV 

- lOV 
+ lOV 
-h 19V 



DC Calibration 
Source Voltage 



Spec Mode Limits 



+Lim 



-Lim 



13V 



OUTPUT display 
reading for null 







2 DC Current: Full Range Checks 



Polarity/ 

Range 

+ mpA 

'~''l 00^/, A 
■F 1 mA 
1mA 
+ 10mA 
10 mA 
+ 100mA 





3 Resistance: Value Measurements 



Method used 



Range/ Sense 


Specified 

Current 


100 MD Remote 




Local 


1fxA 


Local Zero 




lOMfl Remote 




Local 


1 0^A 


Local Zero 




Remote 




Local 


lOO^A 


Local Zero 




100 k£l Remote 


100/xA 


Local 


Local Zero 




lOkO Remote 


1mA 


local 


Local Zero 




Ikfl Remote 


10mA 


Local 


Local Zero 




lOOiJ Remote 


10mA 


Local 


Local Zero 






100mA 


Local j 



Displayed 

Value 



Spec Mode 

+ Lim f -Urn 



Measured 

Value 













































Choice of Verification Method 
The wide dynamic range of die 4700 makes it 
necessary to employ different verification methods 
for different groups of output and frequency 

ranges. 

For instance; The most common, method of verifying 
AC Voltage outputs is to check against an accurate 
DC Voltage Standard via a Thermal Transfer. 
However, available thermal transfer standards are 
not suitable for direct verification of the millivolt 
ranges, because their transfer elements are 
insufficiently sensitive. 

Naturally, the range, accuracy and traceability of 
users’ standards governs the degree to which _the 
perfoimance of any new equipment can be verified. 
This is especially true for the 4700, in view of the 
range of the parameters to be checked. 

This section describes a recommended method of 
verifying each, of the parameters listed below. Where 
appropnate, altemative methods are described in 
Appendices to the section. 

Parameters to be Verified, with Recommended 
Methods 

The following list of parameters is grouped 
according to the type of equipment suitable for 
verification. 

1. Voltage Ranges |1V to 10OOV) 

a. Full Range values are verified at LF and HF 
by direct thennai transfer against a DC 
Voltage Standard 

and 

b. Instrument Linearity is verified at IV, lOV 
and 19.99999V on the lOV range at LF, 
using the same method. 

2. Millivolt Ranges (1mV to 100mV). 

Full Range values are verified as follows: 

a. At LF: 

Commercially available Inductive Voltage 
Divider (IVD) and standardized DVM 
Transfer, (Such IVDs are normally only 
suitable for LF verification, up to about 
5kHz). 

and 

b. at HF: 

A i 00% to 10% of Range Transfer method, 
after verifying iOV range HF linearity and 
IV HF Full Range value. A DVM is 
standardized and corrected for linearity 
error, then used as a transfer standard. The 
method is described later in this section. 



An altemative method is described at Appendix 2 
for users in possession of a Wideband (to 
lOOkHz) Inductive Voltage Divider (WIVD). 

3. Current Ranges (1mA to lA). 

a. lOniA, iOOmA and lA Full Range values 
are checked using a Thennai Transfer 
Standard fitted with standard shunts at LF 
and HF, against a DC Current Standard. 

and 

b. The 1mA Full Range value can be checked 
using the same method, provided that low- 
current shunts for the thermal transfer 
standard are available. 

Aiieniatively, if calibrated AC current shunts are 
available, the Current Ranges can be verified by 

voltage measurement, using an AC DVM, as 
described in Appendix 3. 

Fixed or Adjustable Voltage Standard? 

Many users who are able to verify AC Voltage and 
Current to the accuracy required for the 4700, will 
also have access to an adjustable DC Voltage 
Standard as Reference. In these cases their 4700 can 
be verified at cardinal values. For users with fixed 
DC Voltage Standards only, the 4700 can be 
verified at non-cardinal values directly or by using 
the 4700 ‘En-or Mode’. In both cases users will need 
to calculate the effects of their own Standards’ 
unceitainty, so calculations for total tolerance limits 
are given in Appendix 4. 




This summary relates to the recommended method 
of verifying the 4700. Alternative methods, with tlie 
required equipment, are described in appendices. 

AC VO IT AG E ( 1 V - 1 OOOV F ull Range V alues and 
lOV Range Linearity) 

An Adjustable DC Voltage Source of suitable 
accuracy, 

Example: 

Datron 4000 or 4000A Autocal Standard. 

An AC/DC Thermal Transfer Standard capable 
of operating over the range IV to 1 lOOV RMS. 

AC MILLIVOLTS 

{ImV -- lOOmV Full Range Values) 
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at LF: 

A commercially-availabie Inductive Voltage 
Divider tapped at 10:i, 100:1 and 1000:1 of 
suitable accuracy and frequency response. 

at HF: 

The 4700 under test with the correction figure for 
10% of its lOV Range at HF. 

The DC Voltage Source used for IV - lOOOV 
ranges. 

and at both LF and HF: 

The AC/DC Thermal Transfer used for IV - 
iOOOV ranges. 

A DVM of suitable accuracy and frequency 
response. 

Example: 

Datron 1081 or similar. 

AC CURRENT (1mA - lA Full Range Values) 



A DC Current Source of suitable accuracy and 
an AC/DC Thermal Transfer together with a set 
of Calibrated Thermal Transfer Current Shunts of 
suitable accuracy. 

For the alternative method at Appendix 3, a set of 
calibrated AC Current Shunts of suitable value 
and accuracy. 

Summary of Verification 
Procedures 

1. Full Range Voltage (1V — 1000V Ranges) 
Adjustable DC Standard 

The 4700 is connected up and set to output a Full 
Range voltage at the required frequency. The 
Thermal Transfer is nulled against the 4700 Full 
Range voltage. The DC Standard is adjusted to null 
with the Thennal Transfer, £uid its output voltage 
recorded. Its uncertainty is also recorded, and the 
Tolerance Limits calculated. The 4700 is verified if 
die DC voltage is within the tolerance limits. 

Details of the procedure are on page 7-12. 

Fixed DC Standard 

The Thermal Transfer is nulled against the DC 
Standard, and its fixed voltage is recorded on the 
Report Sheet. The 4700 OUTPUT display is set to 
this voltage, tlie Spec Mode tolerance is recorded, 
and the Tolerance Limits are calculated. The 4700 
output voltage is adjusted to null with the Thermal 
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Transfer, and its displayed voltage is recorded and 
checked against the tolerance limits. 

See Appendix 1 for the procedure. 

2. Linearity (Performed on 10V Range) 

This should be checked at IV, lOV and 19.99999V 
in, turn, or at user’s Reference standard voltages 
close to the above values. Similar techniques are 
used as for Full Range voltages. For each check the 
results are recorded. 

See page 7-12 or Appendix I for the procedure. 

3. Full Range Voltage (1 mV — lOOmV Ranges) 

IVIethod 1 

At LF, the IV Full Range value is first verified using 
thermal transfer, then this voltage is divided via tlie 
standard IVD to standardize an AC ,DVM at the 
millivolt Full Range value. The 4700 millivolt range 
is then verified at th,is standardized value by DVM 
measurement. 

See page 7-13 for the procedure. 

At H F, the 4700 is set to the 1 OV Range. Outputs are 
measured, at lOV and IV using thermal transfer, and 
a linearity correction factor is calculated for the I V 
output. 

The 1 V Range is selected with output set to lOOmV 
at HF. The output setting is changed by the 
correction factor and the output is used to 
standardize the AC DVM. 

The lOOmV Range is selected at HF Full Range, 
and the output measured on the DVM. The lOOmV 
Full Range value verifies if the DVM reading is the 
corrected value, plus or minus the specified 
tolerances. 

The DVM is standai'dized again at lOmV on the 
iOOmV Range, and used to verify the lOmV Full 
Range in the same way. The process is repeated to 
verify the ImV Range. 

See page 7-14 for the procedure. 

Method 2 

At both LF and HF, the 1 V Full Range value is first 
verified using themiai transfer, then this voltage is 
divided via the wideband IVD to standardize an AC 
DVM at the millivolt Full Range value. The 4700 
millivolt range is then verified at this standardized 
value by DVM measurement. 



See Appendix 2 for the procedure. 




4. Fult Range Current (using Standard Shunts) 
The Thermal Transfer Current Shunt is fitted to the 
Shunt Input of the Thermal Transfer Standard and 
the 4700 set to output a Full Range current into the 
shunt at the required frequency. The output current 
is split between the shunt and the transfer element. 
This is compared with the output from a Standard 
DC Current Source. 

See Page 7-18 or Appendix 1. for the procedure. . 

Alternative Method 

The 4700 is connected up and set to output a Full 
Range current into the calibrated AC Current Shunt 
at the required frequency. The 4700 Current output 
develops a voltage across the shunt which is 

measured by the AC DVM, with care taken not to 
load the shunt. 

The procedure is detailed in Appendix 3. 




Preparation . , . 

Before attempting any verification ensure the toliowmg steps are carried out. 



1 . Turn on the instrument to be checked and allow' a 
minimum of 2 hours to warm-up in the specified 
environment. 

2. Ensure familiarity with nonnal operation as 
described in this Handbook. 

3. Cancel any MODE Keys, ensure OUTPUT 
OFF and check that ‘cal’ is not present on the 
MODE display. (If daf is presenf turn the 
Calibration Keyswdtch on the Rear Panel to its 
RUN position). 

4. Self-Test: select Test to carry out the test routine 
described in Section 4, Terminate the test 
routine. 

5. Consult the manufacturer’s handbooks before 
connecting and operating any equipment in the 
nieasui“enient system. 

6. Interconnections and Guarding: Referto Section 4 
page 4-1. 

7 . Select 24hr, 90dy or 1 yr on the CALIBRATION 
INTERVAL Switch- Refer to Section 4 page 4-10. 



index of Recommended Procedures Page 
(using adjustable DC Voltage Standard) 

Voltage Ranges (IV to lOOOV) 

a. Full Range Values 

b. Instniment Linearity (I OV Range) 7-12 

Millivolt Ranges (imV to 1 00 mV) 

a. LF T13 

R HF .. 7-14 

Current Ranges (1mA to lA) 7-18 

Report Sheet RS2 7-1.9 

Alternative Procedures Appendix 

As Recommended but using Fixed 
DC Voltage Sourct (with R.eport Sheet R.S3) 1 

Millivolt Checks using Wideband IVD 2 

Curreiil Checks using Calibrated AC Shunts 3 

Total Tolerance Limit Calculations 4 

Uncertainty and Traceability 5 

General Procedural Information 6 



Harmonic Distortion Measurement 
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(Using Adjustable DC Voltage Calibration Standard) 
Record Results on Report Sheet RS2 (page 7-19) 
Full Range Checks (IV — 1000V) 




WARNING , 

THE TERMINALS MARKED WITH THE ^ 
SYMBOL CARRY THE OUTPUT OF THE 
4700. THESE TERMINALS AND ANY 
OTHER CONNECTIONS TO THE LOAD 
UNDER TEST COULD CARRY LETHAL 
VOLTAGES. UNDER NO CIRCUMSTANCES 
SHOULD USERS TOUCH ANY OF THE 
FRONT (OR REAR) PANEL TERMINALS 
UNLESS THEY ARE FIRST SATISFIED 
THAT NO DANGEROUS VOLTAGE IS 
PRESENT. 



a. Widi OUTPUT OFF, connect the DC Voltage 
Standard to the Thermal Transfer DC input. Use 
4-wire connection and Remote Sense if 
available. 



b. With OUTPUT OFF, connect the 4700 to the 
Thermal Transfer AC input. Use 4-wire 
connection and Remote Sense. 



c. Configure the Themial Transfer for AC 
measurement at tlie required voltage. 

d. Set the 4700 OUTPUT Range, Voltage and 
Frequency (see Report Sheet RS2) 

e. Set 4700 OUTPUT ON, and null the Thermal 
Transfer to the 4700 AC OUTPUT. 



j. Sum the Verification setup uncertainties and 
record in the Us column, as voltage deviations. 
(Refer to Appendix 5). 

For Total Tolerance Limit Calculations refer to 

Appendix 4 page 7-3 i, para 1. , 

k. Calculate the Lower and Upper Total Tolerance 
Limits. Use Calculation A if the 4700 was last 
calibrated by Datron. 

Use Calculation B if the 4700 was last calibrated 
against the standards being used for 
verification. 

l . Each 4700 Full Range output is verified if die DC 
Voltage outputs recorded in (g) are at or between 
the corresponding Total Tolerance Limits. 

Linearity 

(lOV Range) 

m. If the lOV Range verified correctly, repeat 
operations (c) to (g) for Report Sheet RS2 
Tabiei(b). 

n. If the IV and lOVRanges verified, proceed to AC 
Millivolt verification and AC Current 
verification. 



f. Configure the Thermal Transfer for DC 
nulling. 

g. Configure the DC Voltage Standard at the 
required voltage, set its OUTPUT ON and adjust 
Its output to null the Themiai Transfer. Record, its 
output voltage on Report Sheet RS2. 

h. Repeat (c) to (g) for all 4700 outputs on Report 
Sheet RS2 Table 1(a). 




(Using verified 4700 IV Range, Inductive Voltage 
Divider (IVD) and AC DVM). 

Record results on Report Sheet RS2, Table 2(a) 
(Page 7-20). 



(VD 




Standardization of DVIVi !V!5!llvoit Ranges 



4700 AC rnV 
Ranges to be 
Verified 




Verification of 4700 LF MiHivolt Ranges 



a. With OUTPUT OFF, connect the 4700. IVD 
and DVM for Standardization. Set the IVD ratio 
to 1:10 and the AC DVM to measure iOOmV. 

b. Set 4700 to IV Range, IkHz, and adjust for 
corrected l.OOOOOOV output. 

c. Set 4700 OUTPUT ON and note the DVM 

reading as VI. 

d. Set 4700 OUTPUT OFF, and reconnect the test 
circuit for Verification. 

e. Set the 4700 OUTPUT RA.NGE to lOOmV and 
adjust the OUTPUT Display to lOO.OOOOmV. 

f. Set 4700 OUTPUT ON md adjust the 
OUTPUT keys for a DVM reading of VL 

g. Record the 4700 OUTPUT Display setting in the 
last column of Report Sheet RS2 Table 2(a). 

h. Pvepeat (a) to (g), but setting the 4700, IVD ra,tio 
and. DVM as required to verify the lOmV and 
ImV Full Range outputs; still using the corrected 
IV Full Range output in (b). Record the results on 
Report Sheet RS2 Table 2(a). 



i. Sum the Verification setup uncertainties and 
record m the Us column as voltage deviations- 
(Refer to Appendix 5). 

Tota! Tolerance Limit Calculatioris Refer to 
Appendix 4 page 7-31, para 1. 

k. Calculate the Lower and Upper Total Tolerance 

Limits; 

Use Calculation A if the 4700 was last calibrated 
by Datron. 

Use Calculation B if tlie 4700 was last calibrated 
against the standards being used for 
verification. 

L The 4700 mV Full Ranges are verified if each of 
the 4700 OUTPUT Display settings recorded at 
(g) are at or between the corresponding Total 
Tolerance Limits. 
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(Using verified 4700 AC IV and lOV Ranges, 10% 
Range Correction Factor and AC DVM) Record 
resuits on Report Sheet RS2, Table 2(b) (Page 1 - 
20 ). 

Full Range Checks (ImV — lOOmV at 

N. B. These verification checks are not ftilly traceable. 
The verified output values of IV on the IV Range; 
and lOV on the lOV Range are used to measure the 
4700 linearity error at IV on the lOV range. From 
the linearity measurement a 10% of range Linearity 
and Scaling factor ‘C’ is derived. 

This factor is subsequently used to correct the 4700 
output setting at 10% of range, to standardize a 
DVM for verification of the next range down. 

Interconnections 

FIG i (lOV and IV Ranges) 




FIG 2 (lOOmV to ImV Ranges) 
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Stage 1 Derive the Linearity and Scaiing Factor 'C' 
as follows (C is a number of value close to 
0 . 1 ): 

a. Ensure that the Millivolts (LF) Verification 
has been, completed. 

Ensure that the 4700 has been verified at 
lOV and 1 V HF ( 1 MHZ) Full Range (page 
7-12). Record tlie measured values as follows: 

4700 iOVFR setting — 10.000, OOV 
Actual output voltage — ‘Vr 

4700 IV FR setting - 1.000,000V 
Actual output voltage — ‘V2’ 

b Calculate IV correction ‘V3’ =J_ 

V2 

c. With OUTPUT OFF connect a DVM to the 
4700 terminals using the exact 4-wire 
connections as in Fig. 1. Set the DVM to 
measure AC on its IV range. 

d. On 4700 , select the IV range and Remote 

Sense- 

Set FREQUENCY to 1 MHz. 

Set OUTPUT display reading to V3. 

Set OUTPUT ON, and note the DVM 
reading as ‘Vf . 

Set OUTPUT OFF. 

e. On 4700, select the iOV range (Remote 
Sense), 

Set 4700 OUTPUT display reading to IV. 
Set OUTPUT ON. 

Adjust the OUTPUT display for DVM 
reading of Vt. 

f. Note the 4700 OUTPUT display reading as 

‘V47 

Set OUTPUT OFF. 

g. From the values VI and V4 calculate the 
lOV range linearity correction and scaling 
factor ‘C’ as follows: 

C = VI X V4 
100 



Note; 

The optimum resolutions quoted above the 
boxes in this column may not be achievable 
with the DVM in use. In these cases it is 
permissabie to reduce the resolution by a 

maximum of 1 digit only. 



Rec ord in 6H digits resolution 
VI - 

V2 = 

V3 ~ 



Vt is a transfer value 



Vt = 



Record in 6ri digits resolution 




Calculate in 6 V 2 digits resolution 










Stage 2To Verify the 100mV AC Range Fuil Range 
Output 

a. Ensure that the DVM is still connected to the 
4700 terminals as shown in. Fig. I. 

b. Set the 4700 to the 1 V AC range. 

Calculate the value ‘V3 x Ch 
Set OUTPUT display to this value. 

c. Set the DVM to measure lOOmV. 

d. Set the 4700 OUTPUT ON, allow the 
output to settle. 

Note the DVM reading as ‘V(IOOt)’. 

e. Set the 4700 OPUTPUT OFF and 
reconnect the DVM to the 4700 terminals in 
2-wire as shown in Fig. 2. 

f. Set 4700 to its lOOmV AC range. 

(Remote Sense is automaticaiiv deselected.) 
Set OUTPUT ON, 

Adjust the 4700 Output for a DVM reading 
of V(lOOt). 

Note the 4700 OUTPUT display setting as 
‘V(100m)7 

Record this setting in the last column of RS2 
table 2(b). 

Stage 3 To verify the 10mV AC Range Full Range 
Output 

a. Ensure that the DVM is still connected to tlie 
4700 terminals as shown in Fig. 2. 

b. Ensure that the 4700 is set to the 1 00m V AC 
range. 

Calculate the value ‘V(lOOm) x C’. 

Set OUTPUT display to this value. 

c. Set the DVM to measure iOmV. 

d. Allow the output to settle. 

Note the DVM reading as ‘V(lOt)\ 

e. Set 4700 to its lOmV AC range. 

Adjust the 4700 Output from a DVM reading 
ofV(10t). 

Note the 4700 OUTPUT display setting as 
‘V(iOm,)’. 

Record this setting in the last column of RS2 
table 2(b). 



Calculate in 6 Vi digits resolution 
V3 X C = 



V(lOOt) is a transfer value 

V(lOOt) = 



Record in 6^i digits resolution 
V(i00m) = 



Calculate In 6 Pi digits resolution 
V(lOOm) X C = 



V(lOt) is a transfer value 
V(lOt) = I 



Record in 5¥i digits resolution 
V(lOm) = 










Stage 4 To Verify the 1 mV AC Range Full Range 
Output 




a. 


Ensure that the DVM is still comiected to the 
4700 terminals as shown in Fig. 2. 

Ensure that the 4700 is set to the lOmV AC 

range. 

Calculate to value *V(10m) x C’. 

Set OUTPUT display to this value. 


Calculate in 5V: digits resolution 


b. 


V(lOm) X C = 

i 

. i 




V(lt) is a transfer value 


c. 

d. 


Set the DVM to measure Im V. 

Allow the output to settle. 

Note the DVM, reading as W{it)’. 


V(lt) 


Record in 4Vi digits resolution 


e. 


Set 4700 to its IraV AC range. 

Adjust the 4700 Output to give a settled 
DVM. reading of V(U). 

Note the 4700 OUTPUT display setting as 
^ ‘V(lm)7 

Record this setting in the last column of RS2 
Table 2(b), 


V(lni) 







Stage 5 Verification Against Limits 

For Total Tolerance Limit Calculations 
Refer to Appendix 4 page 7-31 para I. 

a. Sum the Verification setup uncertainties and 
record in tlie Us column of RS2 T able 2(b) as 
voltage deviations. (Refer to Appendix 5), 

b. Calculate the Lower and Upper Total 
Tolerance Limits: 

Use Calculation A if the 4700 was last 
calibrated by Datron. 

Use Calculation B If the 4700 was last 

calibrated against the standards being used 
for verifications. 

c. Each 4700 mV Full Range (HF) is verified if 
the 4700 OUTPUT display settings 
(VlOOm), V(lOm) and V(lm), recorded in 
the last column of RS2 Table 2(h), are at or 
between their corresponding Wideband 
Calculated Tolerance Omits. 






(Using Thermal. Transfer, Current Shunts and DC 
Current Standard). 

Record results on Report Sheet RS2, Table 3 
(Page 7-20). 

Full Range Checks (1mA- 1A) 




■<L With 4700 OUTPUT OFF. set the Function to 
AC and then I, OUTPUT RANGE to 10m, 
OUTPUT Display to 10.0(X)OOniA at a 
Frequency of 300Hz. 

b. Configure the Thermal Transfer for lOrnA 
Current measurement and connect the 
appropriate shunt. 

c. With OUTPUT OFF, connect the 4700 U- and 
I-" teiminals across the Shunt. 

d Set 4700 OUTPUT ON, and null the Thermal 

Transfer to the 4700 AC OUTPUT. 

Set 4700 OUTPUT OFF. 

e. With OUTPUT OFF, configure the DC Current 
Standard for an output of 10mA, and connect 
across the Transfer Shunt. 

f. Set the DC Standard OUTPUT 0 N and adjust its 
output current to null the Thermal Transfer. 
Record its output current on Report Sheet RS2 
Table3(a). 



j. If tlie Theraial Transfer has been adequately 
calibrated for 1mA transfers, repeat (a) to (g) for 
4700 1mA Full Range outputs, recording the DC 
Standard output currents in Report Sheet RS2 
Table 3(b). 

k. Sum the Verification setup uncertainties and 
record in the Us column as current deviations. 
(Refer to Appendix 5). 

For Total Tolaranoe Limit Calculations 
refer to Appendix 4 page 7~3l Para I. 

l. Calculate tlie Lower and Upper Total 
Tolerance Limits. 

Use Calculation A if the 4700 was last calibrated 
by Datron. 

Use Calculation B if the 4700 was last calibrated 
against the standards being used for 
verification. 

m. Each 4700 Full Range output veiifies if the DC 
Current outputs recorded in (f) are at or between 
the corresponding Total Tolerance Limits. 



g. Set 4700 Frequency to 5k, Hz, and repeat (c) 

to(f). 

h. Repeat (a) to (g), but for 4700 lOOntA and lA 
Full Range outputs. 




RS2 - For Users with Adjustable DC Voltage Standards, 



Serial Number — — 

Checked by Company/Dept. 

Note: - On receipt of the instrument it is recommended to check at the frequencies shown below. 

1. AC VOLTAGE {Using Adjustable DC Voltage Standard via Thermal Transfer) 
a. IVto 1000V Ranges. 



4700 

OUTPUT 

RANGE/ 

FREQUENCY 


4700 

Nominal 

OUTPUT 

Voltage 


WicJebanci 
Relative Accuracy 
Tolerance Limits 
tower (Lr) Upper (Ur) 


Datron 

Cal.Std. 

Uncerl'v 

±Ucl(Abs) 


User's 

Cal.Std. 

Uricert'y 

±U9(Ab5) 


Wideband Ca 
Toleranc 

Lower 


culated Total 
B Limits 

Upper 


User’s 
DC Standard 
value lor 
Null 


iv 




1 .OOOOOOV 


.999840 


1,000160 


0.0001 30V 














1.000000V 


,994000 


1 ,006000 


0.001 1 sov 












1kHz 


10.00000V 


9.99840 


10.001^ 


0,0)130V 










TOV 


iMHz 


10.00000V 


9.94000 


10,0^00 


0-0 n sov 






IHIHHIi 


|^H|H 


100 V 


1 kHz 


100. 0000 V 


99.9340 


100-0160 


0.0130V 










100V 


100kHz 


100.0000V 


99.9710 


100-0290 


0.0200V 










1000V 


1kHz 


1 ooo.ooov 


999-750 


1000.250 


0.170V 










1000V 


30kHz 


1000.000V 


999 650 


1000.350 


0.250V 











b. Unearity (Performed on 1 OV Range) 



10V 


1kHz 


l.OOQOOV 


0.99948 


1 00052 


0.00013V 










10V 


IkHz 


10.00000V 


9.99840 


10.00160 


0 00130V 










10V 


1kHz 


19,00000V 


18.00732 


19.00268 


0.00260V 
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2. AC MtLUVOLTS ImV to lOOmV Ranges 



a. LF 1kHz (using Verified 1 V Full Range, inductive Voltage Divider and AC DVM) 



4700 

OUTPUT 

RANGE 


4700 

Nominal 

OUTPUT 

Voitage 


Wide 
Relative 
Toleranc 
Lower (U) 


jand 
Accuracy 
e Limits 
Upper (Ur) 


Oatfon 
Cal, Std. 
Uncetfy 
±Uci(Absi 


User's 
Cal- Std. 
Uncert’y 
tUslAPs) 


Wideband Calculated Tolal 
Tolerance Limils 

Lower Upper 


4700 

OUTPUT 

Display 

Setting 


100mV 


lOO.OOOOmV 


99.9620 


100.0380 


0,0350iW 










lOmV 


lO.OOOOmV 


9.9872 


10.0128 


0,0125frt/ 










1mV 


1 .OOOOmV 


.9897 


1,0103 


0.0103mV 











b. HF 1MHz (Using Verified 1 V and 10V Full Range. 1 0% Range Correction and AC DVM) 



lOOmV 


lOO.OOOOmV 


98,9700 


101.0300 


0.1420r!?V 










tOmV 


lO.OOOOrnV 


9.8700 


10.1300 


0.0250mV 










ImV 


1 -CKlOOmV 


-9600 


1 .04(X) 


0.01 38mV 











3. AC CURRENT 

a. 10mA to 1A Ranges. (Using Thermal T ranster, Current Shunts and DC Current Standard) 



4700 

OUTPUT 

RANGE.' 

FREQUENCY 


Transfer 

Shunt 

Value 


Wide 
Relative 
Toteran 
Lower (Lr) 


oand 
Accuracy 
:e Limits 
Upper (Ur) 


Datron 
Cai- Std- 
Uncert'y 
±Ud(Absi 


User's 
Cal. Std. 
Uncert'y 
rUsiAPs) 


Wideband Calculated Total 
Tolerance Limits 

Lower Upper 


User's 

DC Standard 
value for 
Null 


-.OinA 300H2 




9.99620 


10.003SO 


0.0Q2S5mA 










10mA 5kH? 




9.99490 


10.00510 


0.00255mA 










100mA 300H?. 




99.9620 


100.0380 


0.0255mA 










100mA 5kHz 




99.9490 


100.0510 


0,02f55mA 










1A 300Hz 




.999440 


1 .000560 


0.000290A 










1A 5kHz 




.999250 


1 ,000750 


0.000440A 











b. 1mA Range. (If Thermal Transfer is calibrated at this level) 



1mA 300Hz 




.999620 , 

1 


1 .000380 


0.00025SmA 










1mA 5kHz 




.999490 


1.000510 


0.0002S5mA 
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(Using Fixed Voltage DC Calibration Standard). 
Record results on Report Sheet RS3 (Page 7-25). 



Full Range Checks {IV - 1000V) 




WARNING 

THE TERMINALS MARKED WITH. THE 
SYMBOL CARRY THE OUTPUT OF 
THE 4700. THESE TERMINALS AND ANY 
OTHER CONNECTIONS TO THE LOAD 
UNDER TEST COULD CARRY LETHAL 
VOLTAGES. UNDER NO CIRCUMSTANCES 
SHOULD USERS TOUCH ANY OF THE 
FRONT (OR REAR) PANEL TERMINALS 
UNLESS THEY ARE FIRST SATISFIED 
THAT NO DANGEROUS VOLTAGE IS 
PRESENT 

a. With OUTPUT OFF, connect the DC Voltage 
Standard to the Thermal Transfer DC input. Use 
4-wire connection and Remote Sense if 

available. 

b. With OUTPUT OFF. connect the 4700 to the 
Thermal Transfer AC input Use 4-wire 
connection and Remote Sense. 

c. Configure the Thennal Transfer for DC 
measurement at the required voltage. 

d Set the DC Voltage Standard to the required 
voltage, OUTPUT ON, and null the Thermal 
Transfer to its output. 

Record its output voltage on Report Sheet RS2 
Table 1(a) as N700 Required OUTPUT 
VolLageh 

e. Configure the Thermal Transfer for AC 
measurement at the required voltage. 



I Set 4700 OITI'PUT ON, and adjust its 
OUTPOT Display reading to null on die Thermal 
Transfer. 

g, Record the ‘4700 OUTPUT Display Reading for 
Null’ on Report Sheet RS3 Table 1(a). 

h Ensure that the 4700 CALIBRATION 
INTERVAL switch is set to 90dy. Press the 4700 
Spec key and record the MODE Display reading 
, in ppm as‘±Ur ppm’, Press the Spec key again to 
cancel. 

j'^'“ Obtain the Datron Calibration Uncertainty from 
Section 6 for the 4700 output and record as ‘±Ud 
ppm’. 

k Repeat (c) to (j) for required voltages close to all 
4700 outpulvS on Report Sheet RS3 
Table 1(a). 

l. Sum 'the Verification setup uncertainties and 
record as ‘±Us ppm’. 

(R.efer to Appendix 5). 

Total Tolerance Limit Calcuiations 
See Appendix 4 page 7-31 Para 2. 

m, Calculate- the Lower and Upper Total Tolerance 
Limits. 

Use Calculations A and C if the 4700 was last 
calibrated by Datron. 

Use Calculations B and C if the 4700 was last 
calibrated against the standards being used for 
verification. 




n. Each 4700 Full. Range is verified if the AC 
Voltage outputs recorded in (h) are at or between 
the corresponding Total Tolerance Linaits. 

Linearity 

(lOV Range) 

p. if the iOV Range verified correctly, repeat the 
procedure for Report Sheet RS3 Table 1(b), 

q. If the IV Range verified correctly, proceed to AC 
Millivolt verification and AC Current (option 20) 
verification. 




(Using Verified 4700 IV Range, Inductive Voltage 
Divider (IVD) and AC DVM) 

Record results on Report Sheet R'iS, Table 2(a) 

(Page 7-26) 

Full Range Checks (ImV ~ 10QmV) 

This procedure uses the same equipment, following 
the same steps as on page 7-13. 

However, because the i V Range was verified at the 
User’s Standard voltage, standardization of the 
DVM and verification of Full Range values takes 
place at sub-multiples of tliat voltage. 



IVI 






ure 




(Using verified 4700 IV and lOV Ranges, 10% 
Range Correction Factor and AC DVM) 

Record results on Report Sheet RS3, Table 2(b) 
(Page 7~26). 

Full Range Checks (ImV - 100mV at IMHz) 
This procedure uses the same equipment, following 
die same steps as On page 7-14. 

However, because the IV and IOV Ranges were 
verified at the User’s Standard voltages, calculation 
of the correction factor, standardization of the DVM 
and verification of Full Range values takes place at 
sub-multiples of those voltages. 
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(Using Thermal Transfer, Current Shunts and DC 
Current Standard) 

Record Results on Report. Sheet RS3, Table 3 
(Page 7-26), 

Full Range Checks (1mA - 1A) 




a. With 4700 OUTPUT OFF, set the Function to 
AC and then I, OUTPUT Range to 10m, 
OUTPUT Display to the required current at a 
Frequency of 300Hz. 

b. Configure the Themiai Transfer for lOraA 
Cun'ent measurement and connect the 
appropriate shunt. 

c. With the DC Current Standard OUTPUT OFF, 
ensure that it is set to the required current, and 
connect its output terminals across the shunt. 

d. Set the DC Cmrent Sta.ndard OUTPUT ON, and 
null the Thermal Transfer to its DC output 
current, Set its OUTPUT OFF and disconnect 
from the shunt. Record its output value as ‘4700 
Required OUTPUT Currenf . 

e. With. OUTPUT OFF, connect the 4700 1+ and 
I— terminals across the Shunt. 

f. Set the 4700 AC Cun-ent OUTPUT ON and 
adjust its keys to null the Thermal Transfer, 
Record its output cu.n-ent on Report Sheet RS3 
Table 3(a) as ‘4700 OUTPUT Display Reading 
for Nulih 

Set 4700 OUTPUT OFF. 

a. Ensure that the 4700 CALIBRATION 
INTERVAL switch is set to 90dy, Press the 4700 
Spec key and record the MODE Display reading 
in ppm as ‘±Ur ppmh Press the Spec key again to 
cancel. 



h. Set 4700 Frequency to 5kHz; repeat (f) and (g), 
then disconnect the 4700 terminals from the 
shunt. 

j. Obtain the Datron Calibration Uncertainty from. 
Section 6 for the 4700 output, and record as 

‘±Ud ppmh 

k. Sum the Verification setup uncertainties and 
record as ‘±Us ppm'. 

(Refer to Appendix 5). 

l. Repeat (a) to (k), but for 4700 LF and HF 
outputs, and DC Current Standard outputs close 
to IDOniA and lA Full Range. 

m. if the Thermal Transfer has been adequately 
calibrated for I mA. transfers, repeat ( a) to (k) for 
DC and AC outputs close to 1mA Full Range, 
recording the 4700 output currents on Report 
Sheet RS3 Table 3(b), 

For Total Tolerance Limit Calculations 

See Appendix 4 page 7-31 Para 2. 

n. Calculate the Lower and Upper Total Tolerance 
Limits: 

Use Calculations A. and C if the 4700 was last 
calibrated by Datron. 

Use Calculations B and C if the 4700 was last 
calibrated against the standards being used for 
verification. 

p. Each 4700 Full Range verifies if the AC Current 
outputs recorded in (fl are at or between the 
corresponding Total Tolerance Limits. 
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A lETNAl ElECTRie SHIGK 



t 





RS3 " For Users with Fixed DC Voltage Standards. (Output Values other than Full Range). 

Seriai Number Date 

Checked by Company/Dept. 

Note: - On receipt of the instrument it is recommended to check at the frequencies shown below. 



1, A.C VOLTAGE (Using Fixed DC Voltage Standard viaTherma! Transfer) 
a. 1 V to tOOOV Ranges. 



<1700 

OUTPUT 

RANGE/ 

FREQUENCY 


-1700 

Required 

OUTPUT 

Voltage 


4700 

Spec Mode 
Readout 
(±Utppml 


Datron 

Cal.Std. 

Uncert'y 

(±Udppm) 


User's 

Cal.Std. 

Uncert'y 

(±Usppm) 


Wideband CalculaiedToial 
Tolerance Limits 

-Um +Um 


4700 

OUTPUT Display 

Reading tor 
Nuir 


iV IkH? 
















5V 
















10V '.kH2 
















!0V 1MH7 
















lOOV 1kH2 
















lOOV 100kH2 
















100CV IkHz 
















10O0V 30kH2 

















b. Linearity (Performed on 1 0V Range) 



IV 1kHz 












1 1 




•lOV 1kHz 












! 




12.GOOOOV 1kHz 


1 
































2. AC MILLIVOLTS ImVto lOOmV Ranges 

a. LFIkHz (using Verified I V Full Range, inductive Voltage Divider and AC DVM) 



4700 

OUTPUT 

RANGE 


4700 

Required 

OUTPUT 

Voifago 


47Q0 

Spec Mode 
headoui 
(£Ur ppm) 


Datron 
Cat. Std, 
Udcen'y 
(±UdpprTi) 


User s 
Cai.Sid, 
Unceri'y 
(±Usppm) 


Wideband Calculated Total 
Tolerance Limits 

—Lim +Lim 


4700 

OUTPUT 

Display 

Setting 


lOOmV 
















lOmV 


— 














tmV 

















b.HFl MHz (Using Verified IV and lOVFutI Range, 10% Range Correction and AC DVM) 





mam 


I^Hi 


IBBi 


mm 


HHHHI 




bbhi 






■bh 


bbh 




bhhhi 






SB 




mmm 


BHB 


^BBI 


bhhh 




|HII| 



3. AC CURRENT 

a. 10mA to 1A Ranges. (Using Thermal Transfer, Current Shunts and DC Current Standard) 



4700 

OUTPUT 

RANGE 

FREQUENCY 


'■•ansfef 

Shunt 

Value 


4700 

Reouired 

OUtPUT 

Current 


Wideband 
Relative 
Accuracy 
(±Ur ppm) 


Datron 
Cal. Sid. 
Uncerl'y 
(drUdppm) 


Users 
Cal. Std. 
UnceiTy 
i?:Usppm) 


Wideband Caiculaled Total 
Tolerance Limils 

Lower Upper 


4700 

OUTPUT Display 
Reading 
for Null 


10mA 300Hz 




IBB 


■■ 












lOmA 5kH2 






m 


wm 


■■ 








100mA 3C0H2 


Hb 


B 


B 


B 










100mA 5kHz 


■■ 


BBS 




bb 


B 








lA .lOOHz 


BBI 


■■ 


Hllll 


■■ 


■■ 








1A 5kH2 



















b. 1mA Range, (if Thermal Transfer is calibrated at this level) 



tmA 300Hz 






i 












IrtiA 5kHz 

1 








1 

1 

1 
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(Using verified. 4700 IV Range, Wideband Inductive Voltage Divider (WIVD) and AC DVM). 
Record results on Report Sheet RS4, (Page 7-2S) 



Full Range Checks (ImV- lOOmV), IF (1kHz) 
and HF {lOOkHzJ. 

WIVD 





1+ 


4700 AC W 


Hi 


already 




Verified 


Lo 



Remote Sense 

Standardization of DVM Millivolt Ranges 




4700 AC mV 


Hi - 


Ranges to be 


1 


Verified 


Lo - 



AC DVM (rnV Ranges)' 



Verification of 4700 LF Millivolt Ranges 



a. With OUT.PUT OFF, connect the 4700, WIVD 
and DVM for Standardization, Set the 
WIVD ratio to 1:5000, the AC DVM to 
measure ImV. 

b. Set 4700 to IV Range, ikflz, and adjust for 
corrected 1. 000000 V output, 

c. Set 4700 OUTPUT ON and note the DVM 
reading as VI. 

d Set 4700 OUTPUT OFF, and reconnect the test 
circuit for Verification. 

e. Set the 4700 OUTPUT RANGE to ImV and 
adjust the OUTPUT Display to LOOOOmV. 

f. Set 4700 OUTPUT ON and adjust the 
OUTPUT keys for a DVM. reading of VI. 

g. Record the 4700 OUTPUT Display setting in the 
last coimnn of Report Sheet RS4. 

h„ Repeat(a ) to (g). but setting the 4700 frequency to 
iOOkHz. 



j. Set the WIVD ratio and DVM as required to 
verify the lOmV and lOOmV Full Range outputs; 
still using the corrected IV Full Range output in 
(b). Record the results on Report Sheet RS4. 

k. Sum the Verification setup unceitainties and 
record in the Us column, as voltage deviations 

(Refer to Appendix 5). 



Total Tolerance Limit Calculations 
R,efer to Appendix 4 page 7-3 i. Para 1. 

l. Calculate the Lower and Upper Total Tolerance 
Limits: 

Use Calculation, A if the 4700 was last calibrated 
by Datron. 

Use Calculation B if the 4700 was last calibrated 
against the standards being used for 
verification. 

m. Each 4700 mV Full Range verifies if the 4700 
OUTPUT Display readings recorded in (g) are at 
or between the corresponding Total Tolerance 
Limits. 




RS4 - For Users with Adjustable DC Voltage Standards. 

(Using Verified l V Fuli Range, Wideband Inductive Voltage Divider and AC DVM) 

Serial Number Date 

Checked by Company/Dept. 

Note: - On receipt of the instrumerit i t is recommended to check at the frequencies shown below. 



Full Range Outputs 1 mV to 1 00m V Ranges 



4700 

OUTPUT 

RANGE 

FREQUENCY 


4700 

Nominaf 

OUTPUT 

Voltage 


Wideband 
Relative Accuracy 
Tolerance Limits 
Lower{Lr) U 0 por{Ur} 


Datron 
Cai, Sid. 
Uncert'y 
3:Ud<Abs) 


User'.s 
Cal, Std, 
Unceify 
±Us(Abs) 


Widedand Caicuiated Total 
Tolerance Limits 

Lower Uoper 


4700 

OUTPUT 

Display 

Setting 


irnV ikHz 


i.OOOOmV 


.9097 


1.0103 


0,0103mV 










irrV lOOkHiT 


i.OOOOmV 


.9893 


1,0107 


iQimiP 


■■ 










10. 0000m V 


9,9872 




QiQumi 












tO.OOOOmV 


9.9228 




0.0166mV 










'OOmV 1kHz 


tOO.COOOmV 


99,9620 


100 0380 


0.0350mV 










lUOniV lOCkHz 


lOO.OOOOmV 


99,9180 


100 0820 




0,0670mV 
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(Using verified 4700 IV Range, 
Calibrated Standard AC Shunts 
and AC DVM). 

Record results on Report Sheet RS5 
(Page 7-28). 



Full Range Checks (lOO/xA - I A) 



4700 AC IV 

Already 

Verified 



1 + 



Hi 

Lo 



, t 



AC DVM (IV Range) 






Remote Sense 

Standardization of DVfVl 1 V Range 




Verification of 4700 Current Ranges 



N. B, The effects of shunt loading by the DVM must 

be accounted for when calculating the results. 

(Typical DVM input impedance: IMohm in 

parallel with iSOpF.) 

a. With OUTPOT OFF, connect the 4700 and 
DVM for Standardization. Select IV Range on 
the AC DVM. 

b. Set 4700 to IV Range, 300Hz; and adjust for 
corrected i.OOOOOOV output. 

c. Set 4700 OUTPUT ON and note the DVM 
reading as VI. 

d. Set 4700 OUTPUT OFF, and set the 4700 
OUTPUT range to 100 pA; adjust the OUTPUT 
Display to 100.0000p.A. 

e. Reconnect the test circuit for Verification, using 
the appropriate Calibrated Standard Shunt 

f. Set 4700 OUTPUT ON and note the DVM 
reading as V2 (see N.B. above). 

g. Calculate V3 as follows; 

V3 = I.OOOOOOV + (V2 -VI). 

Record V3 as ‘Measured Shunt Voltage’ on 
Report Sheet RS5. 



h, Divide V3 by the shunt resistance to convert to 
current Record as 'Calculated Current’ on 
Report Sheet RS5. 

j. Repeat (a) to (h), but for all 4700 300Hz Current 
' outputs on Report Sheet RS5, using appropriate 

shunts. 

k. Repeat (a) to (h) for ail 4700 5kHz Current 
outputs on Report Sheet RS5. 

l. Sum the Verification setup uncertainties and 
record in the Us column as current deviations 
(Refer to Appendix 5). 

For Total Tolerance Limit Calculations 
Refer to Appendix 4 page 7-3 i Para 1. 

m. Caiculate the Lower and Upper Total Tolerance 
Limits: 

Use Calculation A if the 4700 was last calibrated, 
by Datron. 

Use Calculation B if the 4700 was last calibrated 
again.st the standards being used for 
verification. 

n. Each 4700 Current Full Range output verifies if 
tlie Current outputs recorded in (h) are at or 
between the corresponding Total Tolerance 
Limits. 
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RS5- For Users with Adjustable DC Voltage Standards. 

(Using verified 1 V Full Range, Calibrated Standard AC Shunts and AC DVM) 

Serial Number Date 

Checked by Company/Dept 

Note; - On receipt of the instrument it is recommended to check at the frequencies shown below. 



FuilRangeOutputs lOOsA to 1A Ranges 



4700 

OUTPUT 

RANGE 

Ff^EQUENCY 


External 

Shuni 

Value 


WidoOand 
Relative Accuracy 
Tolerance Limits 
Lower (Lrj Upper (Ur) 


Datron 
Cal. Strf. 
Uncert'y 
*Ud(Abs) 


User'.? 
Cal.StCi, 
Uncen'y 
sUs (Abs) 


Wideband Calculated Total 
Tolerance Limits 

Lower Upper 


Measured 

Shunt 

Voltage 


Calculated 

Current 


100/jA 300H2 




99.9440 


1 00,0560 


0-0400uA 












100(iA 5kHz 




99.9250 


100.0750 


0..0900mA 












•inA 300Hz 




.999620 


1,000380 


.000255mA 












1mA 5kHz 




.999490 


1 000510 


,000255mA 












10mA 300H2 




9.99620 


10-00380 


0.00255mA 












10mA 5kHz 




9.99490 


tO.00510 


0.00255mA 












lOOmA 300Hz 




99.9620 


100,0380 


0,0255mA 












100mA 5kHr 




99.9490 


100,0510 


0.0255rnA 












lA 300Hz 




.999440 


1,000560 


0.000290A 












lA 5khz 




.999250 


1 ,000750 


0.000440A 
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This appendix lists the calculations necessary to 
determine the Total Tolerance Limits for each of the 
verification procedures. 

Reference to the appropriate calculation is given in 
each procedure. 

i AC V olts, Millivolts and Current Ranges when an 
Adjustable DC Voltage or Current Source is used 
as the Standard 

The abbreviations used for these calculations are: 

Lr = Lower Wideband Relative-Accuracy 

Tolerance Limit; 

Uj. ^ Upper Wideband Relative-Accuracy 

Tolerance Limit; 

Ud=Ud (Abs) = Datrons Calibration 

Uncertainly expressed as a voltage or 
current* 

Ijs = i)s (Abs) =- User’s Calibration Standard 
Uncertainty expressed as a voltage or 
current. 

A On Receipt from Patron: 

For each 4700 OUTPUT Value/Freqaency 
selection calculate the Total Tolerance 
Limits as follows: 

tx)wer Total Limit ~ Lr — Ud"“ Us 
Upper Total Limit = Ur + Ud + Us 

Enter the results as Lower and Upper Total 
Limits respectively. 

B. Following User Calibration: 

For each 4700 OUTPUT Value/Frequency 
selection calculate the Total Tolerance Limits as 
follows: 

Lower Total Limit — Lr — Us 
Upper Total Limit = Ur + Us 

Enter the results as Lower and Upper Total 
Limits respectiveiy. 

2. AC Volts. Millivolts and Current Ranges when a 
Fixed DC voltage or Current Source is used as the 
Standard. 



The abbreviations used for these calculations are: 

Ur == Ur ppm — 4700 Spec. Mode Readout; 

Ud ^ Ud ppm = Datron's Calibration 
Uncertainty expressed in ppm of the 
reading; 

Us = Us ppm = User’s Calibration Standard 

Uncertainty expressed in ppm of the 
reading; 

Ut = Cumulative Uncertainty as calculated, 
expressed in ppm of the reading. 

V = Required 4700 OUTPUT V alue of voltage 
or current. 

A. On Receipt from Datron 

For each 4700 OUTPUT Valiie/Frequency 
selection calculate the Cumulative Uncertainty 
(Ut) from: 

Ut Ur + Us (ppm). 

Calculate the Lower and Upper Total Tolerance 
Limits as in (C) below. 

B. Following Calibration against the same 
Standard 

Calculate the Cumulative Uncertainty (Ut) 
from: 

(For CAXIBRATJ.ON INTERVALS 90dy or lyr) 

Ut = Ur T Us — Ud (ppm), 

(For CALIBRATION INTERVAL 24N) 

Ut == Ur + Us (ppm). 

Calculate the Lower and Upper Total Tolerance 
Limits as in (C) below. 

C. Obtain the Cumulative Uncertainty from (A) 
or (B) and calculate the limits: 

!.X)wer Limit := V — (V + Ut) ; 

Upper Limit = V -r (V + Ut) . 

___ 
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If an instrument was correctiy calibrated against the 
factory standard at its uncertaiitty limit, and then 
verified against a user’s standard, also at its limit; 
there are two extremes to the range of traceable 
results which could be obtained. If, for example, 
both standard’s traceable errors were equal and in 
the same sense, the instrument would appear to 
verify as absolutely accurate. But if the errors were 
in opposite sense, it could appear to be inaccurate by 
the sum of the two limits of uncertainty. 

In the followine numerical example, a 4700 is 
verified in the factory at lOV, ikHz on the lOV 
Range, and with Oppm error against a 20ppm-high 
standard. 



1 AC STD 




4700 


1 i-2appm 




■^20ppm 


L_ 


CAL 


„,^ii iiiivi;- 



It remains coixectly calibrated, and could be 
delivered to one of two users; one user s standard is 
20ppm. higher liien the National Standard, and the 
other’s is '20ppm lower, 




Despite the instrument sustaining its original 
accuracy of +20ppm and the standards all being 
within 20ppm of National Standards; the first user 
would verify the 47 00 has having Oppm. error, but the 

second would obtain an eiTor of -INOppm, 

The increased uncertainty is unavoidable unless the 
same standard is used tor each verification. This is 
deariv not a practical proposition following 
delivery. But after the first autocalibration against 
the user’s standard, Dairoivs calibration uncertainty 
no longer applies. 



.rtppendix 5 to: 
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Each element in the calibration traceability chart (on 
the next page) contributes its uncertainty to 
influence the overall verification tolerance limits. Ail 
uncertainties m,ust be accounted tor when 
calculating the total tolerances. 

In addition, if two separate systems are used, one for 
calibration and the other for verification, then die 
cumulative total tolerance is the sum of those 
established for each system (as described earlier). 

Thus on receipt of the 4700, Datron s uncertainties 
must be i.n,cluded in the total tolerance limits, bur 
when verifying against the same Standards setup 
used to cafibrate the instalment they are 
excluded. 

Two form.uiae tor calculating the total^ tolerance 
limits are given for each procedure, covering the two 
types of verification occasions mentioned. 




The 4700 is verified by comparing its output with the 
Total Tolerance Limits, lliese are calculated by 
summing the appropriate uncertainties from the 
traceability chart, and expressing the result in upper 
and lower absolute- deviations from the chosen 
verification value. The 4700 checks out if its 
measured output is between the limits. 

Where possible, the 4700 specification and Datron 
calibration uncertainties are given in a form suitable 
for calculation (see Report Sheet RS2), Where this 

IS not possible titey can be assembled from the 
specifications in Section 6, and in some cases can be 
more easily obtained using Spec Mode (Report 
Sheet RS3 has columns for this purpose). 

User’s uncertainties need to be assembled and 
included, expressed in the ibmi appropriate to the 
calculations. 

Whereas Datron’ s uncertainties are normally 
included in th.e calculations only once (on receipt), 
user’s uncertainties must always be included. So it is 

sensible to provide a permanent record, e.g. on 
Report Sheets. 

Once the relevant uncertai.niies have been entered on 
the Report Sheet, the Total Tolerance Limits can be 
calculated. The correct calculations are identified In 
the individual procedures. 









7-34 



Recommended AC Verification Procedures Calibration Traceability Chart 
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Thermal Transfer 

The Thermal Transfer Standard is connected 
between the DC Voltage Source and the 4700. 




A 4-wire sense connection will reduce inaccuracies 
due to differences in the output impedances of the 
DC voltage source and the 4700. 

Four points are important: 

1. Start with OUTPUT OFF 

The 4700 should be connected to the Thermal 
Transfer Standard only when the 4700 OUTPUT 
OFF LED is lit. (With Output OFFk the l+, I- 
Hi and Lo terminals are at high impedance). 

2. Sensitivity 

Always set the Thermal Transfer Standard to its 
low'est sensitivity before connecting up. Increase 
sensitivity when necessary to obtain the required 
input level. 



WARNING 

During Performance checks and calibration 
the full range voltage Is present at the Thermal 
Transfer Standard input terminais. On lOOOV 
checks this voltage is potentially lethal, so 
EXTREM'E CAUTION must be observed 
when making adjustments to the Thermal 
Transfer Standard sensitivity. 

CAUTION 

The Themiai Transfer Standard, used must be 
able to witlistand peak voltages up to 1600V 
between its input terminals. Such voltages may be 
present during the lime that the 4700 is ramping 
from .zero to llOOV Full Scale after setting 
OUTPUT ON, 

3. Locai/Remote Sense 

Remote Sense is available a.s follows; 

IV lOV lOOV lOOO'V — Locai/Remote Sense 
ImV lOmV iOOmV — Local Sense only 
Ail Current Ranges — not applicable 



Local ^ Remote Sense LED OFF ~ 2~Wire Sense 
Remote = Remote Sense LED ON - 4-Wire Sense 

OUTPUT must be OFF to change Sense 
connection (except that Remote changes 
automatically' to Local when switcldng to 
Millivolt Ranges). 

4. Upranging - OUTPUT OFF Default 

The 4700 cannot enter High-Voltage State 
(>75V) with OUTPUT ON. Consequently, 
w^hen. rangi.ng-up, the operating system allows the 
upranging to occur, but defaults to OUIPUT 
OFF for two specific cases; 

a. When upranging to the lOOOV Range, 

b. When upranging to the 1 00 V Range to a voltage of 
75V or more. 

In H-V state an audible warning is provided. 

Otherwise. OUTPUT remains ON when 
changing OUTPUT RANGE. 



Other Useful Features 

Aithougil not essential to normal verification, the 
following additional facilities can sometimes 
simplify procedures: 

FREQUENCY Store: Refer to Section 4 page 4-10, 



‘Spec Mode: Referto Section 4 page 4U0, 

‘Error’ Mode: Refer to Section 4 page 4- 1 2. 
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4700 Specification Formats 

The specifications can be found in two forms; 

a. Tabular layout as in Section 6 

In Section 6, t!ie stability and relative accuracy 
specifications alone describe the true 
performance of tlie instrument, in a form which 
can be made traceable to National Standards, 
merely by adding in the uncertainty of the 
reference standard used for cheddng. Datron’s 
calibration uncertainty is shown in a separate 
column. This must be added, to obtain true 
traceable accuracy for all instruments which were 
last calibrated by Datron. For instruments 
calibrated by other agencies, their calibration 
uncertainty must be added instead. 

b. Specifications stored within the instrument's 
non-volatile memory. 

(see Section 4 page 4-10 to 4-12). 

ITie instrument’s non-volatile memory figures can 
be accessed using ‘Spec’ Mode. These are 
compiled specifically for users without 
verification facilities, so that they can determine 
tile tolerance limits of the 4700 output, without 
reference to Section 6. The 90 day and 1 year 
accuracy readout includes Datron’s calibration 
uncertainty, giving traceable accuracies . for 
instruments which were last calibrated by 
Datron. 

24fer CALIB.RATION INTERVAL 
24 Hours Stability figure only. 

90dy CALIBRATION INTERVAL 

90 Days Wideband Relative Accuracy 
figure -f Datron’s Calibration Uncertainty. 

iyr CALIBRATION INTERVAL 

i Year Wideband Relative Accuracy figure 
+ Datron’s Calibration Uncertainty, 

Spec mode provides 90 day and 1 year accuracy 
figures which are traceable through Datron 
standards to National Standards, for users who 
have no calibration or verification facilities. 



Verification Conditions 

The 24-hour stability specifications are relative to 
user’s reference standards. In all cases validity 
depends on using the same standard as reference, 
under the same conditions, including temperature. 
Also, verification is valid oniy within 24 hours of 
calibration or wfithin 24 hours of a previous 
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verification. In the latter case, the specifications are 
relative to the figures obtained at the earlier 
verification. 

On receipt, the 90-day and l-year tolerances can be 
calculated by adding both the user’s reference 
standard uncertainty and Datron’s calibration 
uncertainty to the Relative Accuracy figure 
(Section 6), 

Following User Calibration or a Previous Verification, 
add only the user’s uncertainty to the Relative 
Accuracy figure. 

Where ambient temperatures are outside the 
Specified range, temperature coefficient correction 
should be taken into account 

Report Sheets 

Please use the printed report sheets as masters to 
generate duplicate copies, then record the 
instrument’s peformance on the duplicates (both on 
receipt from Datron and for future periodic 
checks). 

The ‘Adjustable DC Voltage Standard’ report sheet 
(page 7-19) lists the appropriate wideband relative 
accuracy limits, and Datron’s calibration 
uncertainty at the verification points. Blank columns 
are provided for the user’s calibration uncertainty, 
the cumulative tolerance limits, and the DC Voltage 
Standard’s adjusted reading (for comparison with 
the tolerance). 

The ‘Fixed DC Voltage Standard’ report, sheet 
(Appendix 1, page 7-25 ) should be used if the DC 
Reference Standard cannot be used at the values 
required for the checks detailed in the tables. In this 
case the 4700 'Spec Mode’ can be accessed to 
generate its tolerance limits, but these will need to be 
processed to calculate the true cumulative 
tolerances. 

The appropriate limit calculations are detailed in 
Appendix 4. 




The measurement of Total Harmonic Distortion 
(THD) is not detailed as part of the verification 
procedure. However, some users may wish to check 
this feature from time to time, so one or two points 
need to be clarified. 

The very low noise content of the 4700 output 
is included in its accuracy specifications, but 

not in its TOTAL HARMONIC DISTORTION 
specifications on pages 6-5 and 6-11. The latter 
relate to true hamionic distortion only. 

If the 4700 distortion specification is to be verified, 
the measurement equipment must be selected with 
care. Some distortion meters merely suppress the 
fundamental and measure the remainder over a 
specific bandwidth. The readings obtained include 
wideband noise integrated over the full bandwidth, 
introducing measurement errors which increase the 
apparent harmonic distortion (parliculariy at low 
fundamental levels, where the harmonic envelope 
rapidly descends into the noise floor). 

Measurement of true harmonic distortion only, in 
any signal, can be a laborious process. To measure 
tiie value of each single frequency harmonic, (as 
would be required to verify the 4700 THD 
specification), any wideband noise must be filtered 
out. Veiy selective bandpass notch filtering is 
required; this is usually achieved by phase-locking 
the measurement circuitry to the signal, as 
performed by a selective signal level meter. 

A modem, automatic spectrum analyzer is more 
satisfactory. The harmonic amplitudes can be 
displayed on a. screen against a grid, the noise levels 
can a.Iso be seen, or a cursor can be used to set a 
bandpass notch filter to the harmonic frequency 
required, to give a direct digital readout THD 
measurement is simplified and speeded up by this 
method. 

It is therefore recommended that either a spectrum 

analyzer or selective level meter be employed. 
Suitable instruments are: 

Hewlett-Packard HP 3585 Spectrum Analyzer, or 
HP3586 Selective Level Meter. 





it can damage 
your instrument ! 






Users requiring to 
Section 7. For full 
Section L 



verify the specification without adjustment to the instrument s calibration status refer to 
infonnaiion on calibration of the 4700 refer to the Calibration and Servicing Handbook, 




Using the standard ‘Autocal’ feature, the 4700 is 
calibrated entirely from the front panel (or remotely 
via the IEEE 488 Intertace). Because it is not 
necessary to remove the covers, thermal disturbance 
is avoided and the 4700 can be pul back into service 
immediately after calibration. 

Users wishing to maintain tire highest specification 
(24 Hours) can recalibrate daily, on a regular basis, 
if desired. The procedures contained in this Section 
provide tlie essential information for setting up such 
routines. It is not necessary to update all ranges, as it 
is possible to calibrate one output range. 



During the Autocal process, the microprocessor 
adjusts correction factors which aj-e already stored in 
non-volatile memories. After adjustment, the 
updated factors. are continuously applied to correct 
the 4700 output amplitude. 



Special keys are used in the Autocal mode. They are 
illustrated below: 




These keys are activated by a simple procedure. On 

the rear panel, there are switches: the IEEE 
address switch, and a security keyswitch labelled 
RUN/CAL ENABLE. By setting the address 
switch to 3i (ADD mil) for Front Panel 
calibration and the keyswitch to CAL ENABLE, 
four of the front panel MODE keys are reassigned to 
calibration functions, pennitting access to the 
correction memories. 



The activation, procedure is illustrated below: 



IEEE 488 Address Set to: ADD 11111 

(Address 31) 



s 4 3 2 1 





Security keyswitch oex m: 

(on the rear panel) CAL ENABLE 




Thus the four calibration keys (labelled in red) are acti- 
vated, and the cal legend appears on the MODE display. 



Once the keys are activated, up to four modes of 
caUbrating the 4700 become available. The 
meanings of the modes differ slightly for DC and AC 
Caiibralion. 

The meanings of the names, and the detailed 
procedures for using the modes, are described 
overleaf. 
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STD key STD calibration is carried out on the IV 
or lOV range, and differs from the 
“SET” procedure only in the use of the 
STD key instead of the SET key. 

It changes the DC gain of all voltage and 
current ranges in the same ratio, and thus 
performs the same function as tri mmin g 
the internal Master Reference voltage. 
The facility can be used to avoid a full 
recalibration of the 4700 when 
Laboratoi 7 References have been re- 
standardized (or for instance when a 
4700 has been moved from one country 
to another). In DC mode It does not 
affect AC or Olims. 



SET key Die SET key allows calibration to any 
value in the selected Range (e.g. at a 
standard ceil voltage); 

Before selecting SET, the Ilf keys are 
operated to place the Calibration 
Standard value on the OUTPUT display 
and set the 4700 output level Pressing 
SET then informs the 4700 that 
calibration is to be carried, out at this 
value. The instrument acknowledges by 
duplicating the value on the MODE 
display. 

Next, the lit keys are man.ipuiated to 
null the 4700 output against the 
Calibration Standard (the OUTPUT 
display changes during this 
adjustment). 

Pressing the CA.L key executes tlie 
calibration. The 4700 memorizes the 
difference between the two display 
values, and exits from SET mode. This 
is shown by transfer of the Standard 
value from the MODE display to the 
OUTPUT display. The instrument uses 
the difference to modify stored 
constants, which in ‘^RUN” mode 
correct both positive and negative 
outputs on the calibrated range only. 

If the Calibration Standard value is 
below 2% of Full Range, the 4700 
assumes a request for “Offset” 
correction; but if at 2% or above, 
“Gain” correction is assumed. 



±0 key The ±0 key is used to align tlie ON+ 
and ON- zeroes of ail voltage and 
current ranges by a 2-part calibration on 
the lOV range. The ±0 Alignment 
Routine on Page 8-6 is necessary only 
when the ON+ and ON— zeroes on the 
iOV range do not coincide at the same 
null 



CAL Key The CAL key executes the preselected 
Autocai facility, as described in “SET” 
above. Alternatively, it can be used 

without first pressing SET, ±0 or STD 
to calibrate Voltage or Current ranges, 
but only at Zero or Full Range values: 

Before selecting CAL, the Zero or Full 
Range key is pressed to set the 4700 
output level. 

Next the 1 4 keys are manipulated 
to null the 4700 output against 
Uie Calibration Standard (the OUTPUT 
display changes during this 
adjustment). 

Pressing CAL commands the 4700 to 
calibrate. The instmment decides on 
“Zero Offset” or “Full Range Gain” 
from the OUTPUT display value 
(defined by the same limits as for 
“SET”), and executes the calibration. 
The difference between the OUTPUT 
display value and the value chosen by 
the 4700 is used to modify the stored 
constants mentioned in “SET” above. 




As the Auiocal keys perform specific DC tasks, they 
are available only as defined by Table 8.1. The 
message “Error 3’' appears on the M'ODE display 
for any attempt to select an inappropriate mode. 







DC Voltage 
(DC) 




Resi.stance (Cl) 


ADTOCAL DC Mode 


(1) 


I_ocal Sense 
(2-wire) 


Remote Sen.se 
(4-wi.re) 


SET 

and 

CAL 


Zero offset for range at 
User’s selected value 


All 

Ranges 


All 






Ciain. for range at User’s 
standard value 


lOOmV-lOOOV 
Ranges only 


Ranges 






and 

CAL 


Alignment of internal 
ON 4 and ON- zeros 


lOV 

Range only 








Sl'D 

and 

CAL 


Iniernal Reference gain 
at User’s Starsdard value 


IV and lOV 
Range only 








CAL 


Zero offset for range 


All 

Ranges 


All 


lon-iMfi 




Only 


Gain for range at Full 
Range Value 


lOmVNOOOV 
Ranges only 


Ranges 


Ranges only 


AO 

Ranges 



Table 8,1 Autocai availability for DC Calibration 



Zero Calibration 

It is common practice to accept a small offset in the 
output of a voltage calibration standard, providing 
that the same offset is present at all output values, 
including zero. 

The output of the 4100 is fully floating, so its output 

may be refeiTcd to any common mode voltage within 
the range specifiedonpage 6. 1 . In particular, its zero 
may be aligned to absolute zero in Local Sense by 
calibration to a null across its Hi and Lo (Sense) 
tenninals. But ifit is then gain- calibrated against an 
offset standard without re-zeroing to that standard’s 
offset zero, normal mode gain errors will result. 




DC Voltage™ A Standard DC Voltage source of 
suitable accuracy; 

Example; 

Series bank of 10 standard 
cells and Datron 4904 
Standard Ceil buffer. 

— A Precision Divider: 

Example: Datron 4902 High Voltage 
Divider and Datron 4903 
DC Switching Unit 



It is therefore essential that each voltage and current 
range zero is first calibrated, to a standard’s zero 

before using that standard to calibrate the range 
gain. 

If the 4700 zero output is to be regarded as absolute 
Laboratory Reference Zero, then AFTER range 
gain, calibration its range zero output may be 
recalibrated to a null across the Hi and Lo (Sense) 
terminals. 



—A batteiy'- operated null detector 
with variable sensitivity, able to 
withstand I200V across its input 
terminals: 

Example: Keilhley Instruments 
Mode! 155 





DC Current — A DC Voitage source^ calibrated to 
suitable accuracy at approximately 
IV and lOOmV; 

Example: The standard voitage 
source used for DC 
Voltage, with the Datron 
4903 DC Switching 
Unit. 

—The battery-operated null detector 
used for DC Voltage. 




The sequence of operations for DC calibration of a 
4700 is given below; 

Preparation 
DC Voltage 
DC Current 
Resistance 
Return to Use 



— A set of calibrated current shunts of 
suitable accuracy. 

N.B. To allow the same value to be set on 

the DC Voitage source for each 
range, the shunts may be of five 
decade values. Then the same Null 
Detector sensitivity can be used on 
each range. 

CAUTION When choosing a set of current 
shunts ensure that their power 
dissipation ratings are sufficient to 
avoid permanent degradation from 
tiie self-heating effects of the 
current being checked. This applies 
particularly to the 1 Amp shunt 

— altemanvely, a DMM of suffiicient 
accuracy may be used to measure 
die voltage across the set of 
calibrated current shunts. 

Example: Datron 1081 using 
“compute” mode. 

Resistance — a set of standard resistors covering 
ion to looMn, The ion to lOkn 

should be 4-wire type. 



If only a partial recalibration is to be done, step 1 of 
the DC Voitage sequence should be carried out 
immediately after the preparation. 

WARNING During Performance checks and 
calibration a common mode voltage 
equal to the full range voltage may 
be present at the Null Detector 
input terminals. On ±iOOOV 
checks this voltage is potentially 
lethal, so EXTREME CAUTION 
must be observed when maldng 
adjustments to the null detector 
sensitivity. 

CAUTION The Null Detector used must be able 
to withstand voltages up to 1200V 
between its input terminals. Such 
voltages will be present during the 
time that the 4700 is ramping from 
zero to lOOOV Full Range after 
setting OUTPUT ON. Inadvertent 
disconnection of the Precision 
Divider terminals can transfer full 
output across the Null detector. 

Preparation: Before any calibration from the front 
panel is carried out, prepare the 4700 as follows: 



an accurate resistance bridge, or 
other ratiometric device for 
measuring resistance to the required 
accuracy. 

a Datron 1081 used as a transfer- 
measurement device. 




Interconnection instructions in this section are 
necessarily simple and basic, and are mainly 
intended to show connections to the 4700. It is 
recognized that they may need to be adapted to meet 
an individual user’s requirements. It is assumed that 
users will pos.sess knowledge of the operation and 
use of standards equipment such as that mentioned 



L Turn on the instrument to be checked and allow 
minimum of 4 hours to wann-up in the specified 
environment. 

S 4 3 2 1 



2. IEEE 488 Address switch: 
Set to ADD mil as 
shown (Address 31). 

ADO 



3. CALIBRATION ENABLE 
key switch: 

Insert calibration Key and 
turn to ENABLE. 
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These actions activate the four calibration modes 
(labelled in red) and present the cal legend on the 
MODE display. 



4. Ensure that OUTPU T OFF LED is lit. 



Return to UseiWhen any calibration is completed, 
return the 4700 to use as follows: 



1. Ensure that OUTPUT OFF LED is Ht. 



2. CALIBRATION ENABLE 
key switch: 

Turn to RUN and withdraw 
calibration key. 




3. IEEE 48S Address switch: 

Restore to correct address if the 4700 Is to be 
used in an IEEE 488 system. 





1- initial Setup 

CAUTION: First read the Notes on the use of the 
Null Detector in Section 7, 

Carry out the Preparation as detailed on Page 8-4. 

Select DC a.nd comrect the DC Voltage Calibration 
Source and Null Detector to the 4700 terminals as 
shown in Fig. 8.1(a). 

Use short leads, ensure that the Calibration Source 
voltage is set to zero and that the intcr-cormecting 
circuit has thermally stabilized. 

2, Calibrate as follows: 

a) Full Calibration 

Calibrate the DC Voltage ranges in the step 
sequence of Table 8.2, using the Calibration 
Routine ateach step (except steps 2 and 3). For 
steps 10- 13, reconnect as Fig. 8.1(b). 

b) Partial Calibration 

Carr)' out Step I of Table 8.2. 

Proceed with the desired steps of Table 8.2, 
using the Calibration Routine at each step 
(except steps 2 and 3). For steps 10- 13, 
reconnect as Fig. 8.1(b). 



e) Re- standardizing using “STD” 

To re-standardize all DC Voltage and Current 
ranges in the same ratio, carry out steps I, 2, 3, 
theri either 6 and 7. or 8 and 9. In operation (g) 
of the Calibration Routine, substitute “STD” 
for “SET”, (Refer to earlier descriptioi) of 
“STD”). 

3. Calibration Routine: Calibration of DC 
Voltage to a Standard voltage calibration 
source. 

NOTES: A For calibration at any value, this 
routine may be used as printed. 

B For calibration at zero or positive 
nominal Full Range only, operation (g) 
may be omitted. 

C In Table 8.2(a), use interconnections 
as Fig. 8. 1(a) (Ixtw Voltage), obtaining 
the correct calibration voltage from the 
source, 

In Table 8.2(b), use interconnections as 
Fig. 8.1(b) (High Voltage) selecting 
10 at steps 10 and ! i , 100 at steps 

32 and 13. 

CAUTION: Below 2% of Range, the 4700 corrects^ 
for an assumed offset error, at 2% of 
Range and above the correction is for 
an assumed gain error. 
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3. Calibration Routine (contd.) 

a) Null Detector Set to Low seasitivity. 

b) 4700 Ensure OUTPUT OFF. 

c) DC Source Set to the required polarity and 

value. 

d) 4700 Select correct FUNCTION 

and. RANGE. 

e) 4700 Use Full Range» Zero or 

OUTPUT keys to set the 
required polarity and value on 
OUTPUT display. 

N.B. Operation (f) must be carried out before 
operation (g). 

0 4700 Press the correct-polarity ON 

key. 

Omit Operation (g) if calibrating at zero or 
Full Range value. 

g) 4700 Press SET key: 

SET LED lights green. 
OUTPUT display reading also 
appears on MODE display. 

h) Null Detector Increase sensitivity to give an 

otT-null reading and use 4700 

OUFPUTllfkeystobackoff 

CO null. Repeat until null lies 
between wo values of Ihe 
OUTPUT display least- 
significant digit. 

j) Null Detector Set to LOW sensitivity. 

k) 4700 Press CAL key: 

CAL LED flashes once. 

I MODE display value is 
transferred to OUTPUT 
di.splay. 

MODE display is cleared 
SET LED goes OFF. 

The 4700 is now calibrated at this value. 

±0 Alignment Routine: Alignment of lOV Range 
positive and negative zeroes if necessary at step 3 
of Table 8,2. 

a) Null Detector Set to low sensitivity. 

4700 Ensure OUTPUT OFF 

on DC lOV Range. 

c) Calibration Source Ensure set to zero and 
thermally stable. 



d) 4700 


Press OUTPUT Zero 
Key. 

Press ON+ Key. 

Press ±0 Key: 

±0 LED lights, OUT- 
PUT display at zero. 


e) Null Detector 


Increase sensitivity to 
give an off-null reading 
and use 4700 OUTPUT 
hi keys to back off to 
null Repeat until null lies 
between two values of the 
OUTPUT display least- 
significant digit 


0 4700 


Press CAL key: 

CAL LED ligiits. 

No change to OUTPUT 
display. 


g) 4700 


Press ON— key. 


h) Null Detector 


Obtain accurate null as in 
(e) above. 


j) 4700 


Press GAL key: 

CAL LED goes OFF. 
±0 LED goes OFF. 
OUTPUT display fails 
to zero. 



The 4700 positive and negative zeroes are now 
both aligned to the Calibration Source zero. 
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(a) Low Voltage — connect as Fig. 8.1(a) 



Step 


Calibration Operation 


4700 Range 


Calibration 
Source Voltage 


4700 Output Setting A 
(Nominal vaiue)U1 


HTOCAL Key 

UsedHl 


1 


lOV 

Range ONT zero 


10 


o.oooooov 


(ON+) 

O.OOOOOOV 




2 


iOV 

Range ON- zero 
check only ~ do not 
calibrate 


10 


o.oooooov 


(ON-) 

o.oooooov 


Check only 
O.OOOOOOV 


3 


±0 

Alignment 


10 


o.oooooov 


Refer to ±0 Alignment 
Routine 




4 


lOOmV 
Range zero 


iOOm 


O.OOOOOmV 


O.OOOOOmV 




5 


lOOmV 
Range gain 


100m 


LiOO.OOOOOmV 


(ON+) 

lOO.OOOOOmV 


‘SET for 
non-nominal 


6 


IV 

Range zer<.> 


1 


.ooooooov 


(ONT) 

.OOOOOOOV 




■ im 


IV 

Range gain 


X 


1.0000000 V 


(OK+) 

LOOODOOOV 


‘SET for 
non-nominal 


8 


lOV 

Range zero 


10 


o.oooooov 


(ON+) 

O.OOOOOOV 




^ 913] 


lOV 

Range gain 


10 


+ 1 o.oooooov 


(ON+) 

1 O.OOOOOOV 


‘SET for 
Dori-nomiiial 


(b) Hi 


gh Voltage — connect a 


s Fig. 8.1(b) 




Step 


Calibration Operation 4 


700 Range 


Calibration 

Source 

Voltage 


Precision 

Divider 

Select 


4700 Output Setting 
(Nominal value)[ll 


AUTOCAL Key 

UsedPl 




lOOV ■ 
Range zero 


too 


0,00000V 


-10 


(ON-r) 

O.OOOOOV 




n 


lOOV 

Range gain 


100 


TIO.OOOOOOV 


-10 


(ON+) 

lOO.OOOOOV 


‘SET’ for 

non-nominal 


12 


lOOOV 
Range zero 


1000 


o.oooov 


-100 


(ON+) 

O.OOOOV 




13 


lOOOV 
Range gain 
LETHAL 
VOLTAGE 


1000 


-flO.OOOOOOV 


-100 


(ON+) 
lOOO.OOOOV 
Enter Higlt Voltag 
state using interlock 
procedure (UseRs 
Handbook Sect 4) 


‘SET for 
non-nominal 

a 



( 1 1 11 is expected tlmt many useK will wish to Range gams at valu® 

shown. In these cases set the Caiibration Sonice voltage and , /OO OU p ^ 



standard values near nominal, 

[2] Except, for Step 2, use CAL key as trigger (Refer to Cakbr^ t v or lOV Ramre 

[31 To trim the mtemal Master Reference voltage, substitute S 1 U lor SET foi IV or 10 V Range 

(Refer to Caiibration Routine and description of -STD’). 
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I. Ensure that the 4700 OUTPUT OFF LED is lit 
Select DC and I and connect the DC Voltage 
calibration source, null detector and calibrated 
current shunt to the 4700 OUTPUT terminals as 
shown below. Do not connect null detector to 
shunt until the voltage across tlie shunt and the 
source voltage are close in value. 







"<S) 

4 TOO 
Terminals 

O 




DC Voltage 
CaiiOradon 
Souice 
Terminals 


1 uoiecto'y N-v-TT 

^ Caiihraied 
Curfent 

(4-WifS) 








1 





Rg. 8.2 4700 connections for DC Current 
Calibration 



Preferred shunt values are as follows: 



ICOjuA range - iOkO 
1mA range- IkH 
lOmA range- 1000 
100mA range - lOO 
lA range- 0.10 



imW min 


Calibration 
Source 
Output 
Voltage for 
Full Range 
IV 


lOrnW min 


IV 


iOOmW min 


IV 


iW min 


IV 


IW min 


lOOmV 



Ensure that the cahbration source voltage is set to zero 
and that the interconnecting circuit has tliermallv 
stabilized. 



2. Calibrate the DC Current ranges in the step 
sequence of Table 8.3, using the Calibraticm 
Routme at each step. 

3. Calibration Routine: Calibration of DC Current 
using a DC Voltage Calibration Source and a series 
of calibrated current shunts. 



NOTES; A For calibration at any value, the routine 

may be used as printed 
B. For _ calibration at zero or positive 
nominal Full Range only, operation 
(g) may be omitted 

CAUTION: Bel<3w 2% of Range, the 4700 corrects 
for an assumed offset error, at 2% of 
Range and above the coirecdon is for 
an assumed gain error. 



a) Null Detector Set to Low sensitivity 

h) 4700 Ensure OUTPUT OFF 

c) DC Source Set to the required polarity and 
value 



d) 4700 Select correct FUNCTION 

and RANGE 

Use Full Eaitge, Zero or 
OUTPUT 4 1 j keys to set the 
required polarity and value on 
OITTPUT display. 

N.B. Operation (1) must be carried out before 
operation (g) 



f) 4700 



Press the correct polarity ON 
key 



CAUTION; Pressing the wrong 
ON key will result in twice the 
OUTPUT being connected 
across the null detector. 



Omit operation (g) if calibrating at Zero or Full 
Range value. 

g) 4700 Press SET key: 

SET LED lights green. 
OUTPUT display reading also 
appears on MODE 

display. 

h) Null Detector Increase sensitivity to give an 

off-null reading and use 4700 
OUTPUT 4 i f keys to back off 

to null. Repeat until null lies 
between two values of the 
OUTPUT display least- 

significant digit 



jj Null Detector Set to LOW sensitivity 



k) 4700 

Not applicable 
if operation (g) 
omitted 



Press CAL key 

CAL LED flashes once. 
j MODE display value is 
\ transferred to OUTPUT 
I display. 

I MODE display Is cleared. 
( SET LED goes OFF. 
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Step Calibration Shunt 
Operation Value 



IOOmA 
Range zero 

IOOmA 
Range gain 

ImA 

Range zero 
irnA 

Range gain 

10mA 
Range zero 

10mA 
Range gain 

IOOmA 
Range zero 

100mA 
Range gain 

lA 

Range zero 
lA 

Range gain 



Calibratios 
Source 
Voltagel ^ i 



.ooooooov 



4700 OUTPUT Current 



Range OUTPUT Settingl 



.OOOOOOOV 



+ 1,0000000V 



,0000000V 




O.OOOOmA 



+ 1 .ooooooov 1 00, n, -V- IOO.OOOOmA 



1 . ooooooov 10 m 



.ooooooov 



O.OOOOOmV 



OO.OOOOOrnV 



.000000mA, 



.000000mA 



O.OOOOOmA 



0.00000mA 



.OOOOOOOV 100m 0.0000mA 



iOO.OOOOnv^ 



.000000 A 



.OOOOOOA 



AUTO CAL 
Key 
usedf^l 



•SET' for 
non-nominat 



•SET" for 
non-nominal 



■SET for 
for-nominal 



•SET' for 
non -nominal 





•SET' for 
non- nominal 



Table S3 STEPS in DC CURRENT CALIBRATION 

NOTES: 1 1 1 It is expected tliat most users wi,ll wish to calibrate Range gains at values other than the tiominals 
shown, in these cases set the Calibration Source voltage aitd the 4700 OUTPUT display tom-house 
standard values near nominal. 

[2] At each, step, use CAL key as a trigger (.Refer to Calibration Routines). 
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1. Calibration Memory 

In n function, each RANGE key selects a 
nominal-value standard resistor. Routine 
adjustment of tite resistor is not necessary. During 
calibration the actual value is measured and 

stored in the calibration memory to be displayed 
whenever that range is selected. Separate memory 
stores exist for Remote Sense (4-wire), Local 
Sense (2-wire) and Local Sense zero. 

2. 4-Wire Calibration Limits 

The vaiiie measured in 4-wire Remote Sense 
does not include the resistance of internal or 
external wiring. The 4700 accepts any value 
withm ±200 ppm of nominal as a valid 
calibration. 

3. 2-Wrre Calibration Limits 

The value measured in 2-wire Local Sense Is 
gieater than for 4-wire Remote Sense, as it 
includes the resistance of internal wiring and relay 
contacts. The 4700 will not accept any 2-wire 
value less than the stored value for 4-wire, so the 
4- wire Remote Sense calibration must be carried 
out before attempting 2-wire Local Sense. The 
extra internal resistance depends on Range, so the 
4700 accepts the following values (x) as valid 2- 
wire 

calibrations; 

Zero calibration, 
ion ~ IMH Ranges: 

0< X < 0.9000 

Value calibrations. 
lOO — 1 MO Ranges; 

4-wire value < x < (4-wire value ± 1.9990) 

4. "Error 6" message 

“Error 6” appears on tiie MODE display for any 
attempt to enter a value outside the 4- wire or 
2-wire limits quoted above. 

NOTE: When, resistance is calibrated in 
Remote Sense, the 4700 overwrites the 
Local Sense calibration memoiy with 
the new 4-wire value. 



5. 4-wlre and 2-wir6 Connections 




6. Calibration sequence 

Press O key and calibrate the resistors in the step 
^quence of Table 8.4 (a) and (b), using the 
Calibration Routine at para 7 (a) or (b). Refer to 
para 5 for connections to the measuring 
equipmgit. For 4-wire connections in Remote 
Sense (Fig. 8.3(a)) only the value of the internal 
Standard Resistor is measured. In Local Sense 
(Fig.8.3 (b.)) a 4-wire method is used to exclude 
the resistance of the external leads from the 
measured value. 



7. Calibration Routine: Measui'ement imd Storage 
of the values of an internal resistor. 

a) Remote Sense (Internal 4-wire, connected as 
Fig. 8.3(a)) 

Full Range values — Routine for 
Table 8.4(a) 

i) 4700 Select OUTPUT OFF 

and n. 

Select Remote Sense, 
n) 4700 Press required resistor 

(RANGE) key: 

The previously-calibrated ^ 
value appears on the ( 
OUTPUT display. 





b) 



Press OUTPUT ONT 
and measure the value of 
tlie Internal resistor. 



hi) 4700 and 
resistance- 
measuring 
equipment 

iv) 4700 OUTPUT Set the measured value 
^ It Keys on the OUTPUT 

display. 

v) 4700 CAL Key Press to store 

OUTPUr display value. 



Vi) 4700 Set OUTPUT OFF. 

vii) Repeat operations (ii) to (iv) for each step 



of Table 8.4(a). 

Local Sense (Internal 2-wire, connected as 
Fig. 8.3(b), Remote Sense OFF) 

Full Range and Zero values — Routine for 
Table 8.4(b) 

i) 4700 Select OUTPUT OFF 

and n. 

Deselect Remote Sense. 



ii) 4700 



iii) 



Press required resistor 
(RANGE) key: 

The previously-calibrated 
value appears on the 
OUTPUT display. 

Press OUTPUT ON+ 

and measure the value of 
tlie internal resistance. 



4700 and ■ 
resistance- ' 
measuring 
equipment 

iv) 4700 OUTPUT Set the measured value 

fit Keys on the output display. 

v) 4700 Key Press to store ouTPUT 

display value. 

vi) 4700 Zero Key Press and repeat 

operations (iii) to (v) for 
this RANGE selection. 

vii) 4700 Set OUTPUT OFF. 

viii) Repeat operations (ii) to(vii) for each step 
of Table 8.4(b). 



Table 8.4 STEPS IN RESISTANCE CALIBRATION 
(Interna! resistor value measurement and storage). 

a.) Remote Sense (Internal 4-wire, connect as Fig. 8.3a) 

Calibration at Full Range. Resolution 7E digits. Tolerance ± I99.9ppm (±1999 digits), 



Step 


Range 


Measured resistance value, Calibration Limits 


i 


lOOMH 


99.980,01 


to 


100.019,99 


un 


2 


iOMH 


9.998,00! 


to 


10.001,999 


un 


3 


IMG 


.999,800,1 


to 


1,000,199,9 


un 


4 


iOOkO 


99.980,01 


to 


100.019,99 


kn 


5 


lOkn 


9.998,001 


to 


10.001,999 


ka 


6 


ikn 


.999,800,1 


to 


1.000,199,9 


m 


7 


loon 


99,980,01 


to 


100.019,99 


n 


8 


loa 


9.998,001 


to 


10.001,999 


n 



b) Local Sense (Internal 2-wire, connect as Fig. 8.3(b), Remote Sense OFF) 

Calibration at Full Range and Zero. Resolution as listed in table. 

Tolerances — Ofl + 1.999H on lOG - IMiH Ranges, — OG ± 0,9000 for zero on lOO - IMfi Ranges. 



Step 


Range 


Resolution 

(digits) 


Resistance value Limits 


Zero Limits 


9 


IMG 




Step 3 value, -0 +19 digits 


.000,000,0 


to 


,000,000.0 


MCI 


10 


iOOkn 


7*4 


Step 4 value, —0 +199 digits 


0.000,00 


to 


0.000.90 


m 


11 


lOkn 


714 


Step .5 value, -0+1999 digits 


0.000,000 


to 


0.000,900 


kn 


12 


Ikn 


614 


Step 6 value, '-'-0+1999 digits 


.000,000 


to 


0.000,900 


kO 


13 


ioon 


S i/, 


Step 7 value, —O f 1999 digits 


0.000 


to 


0.900 


a 


14 


ion 


4Vi 


Step 8 value, -0+1999 digits 


0.000 


to 


0.900 


n 
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'Wideband' Calibration 

When CAL is pressed without preselecting SET, 
±0or STD; the 4700 makes the assumption that 
each OUTPUT Range is to be calibrated at the exact 
Full Range value, at either LF or HF, or both. 

This allows two correction values to be stored for 
each output range. From their difference, the 
microprocessor calculates a compensation factor, 
which affects the corrections applied at all 
subsequently-selected frequencies on that output 
range. In tliis way, the 4700 can be calibrated to 
meet its ‘Wideband’ specification. 

To ensure that the selected Low and High 
frequencies have sufficient separation for the 
compensation to be effective over the full frequency 
range, calibration is automatically prohibited in an 
'excluded’ band of frequencies for each output range. 
Because of the extended frequency range of lower 
Voltage ranges, and the Voltage/Frequency 
constraints on higher Voltage ranges, the exclusion 
band can differ from one output range to another. If 
an excluded frequency is selected, the calibration is 
cancelled and Error 3 is displayed. The following 
diagram illustrates the mid-frequency exclusions: 



iSnaciea 3:g3s snow (orbidden caiicraiion jones.i 



Vo:'.«qe P.angss. 



lOV 

sort 

below 


Lf 






ErfSf:?’ ' 


iilli " 




2.3kHi 








laov 


Ir 








KF 




.raw? 




30kHk 


ikV 


LF 




HF 






3.3kHz lOkHz 


33*Hz 





All Currarii ftaf.ges' 



EffOfJ I Hr 






SET Calibration 

If Calibration is to be carried out with sources which 
are not exactly at Full Range, then the SET 
preselection key allows the 4700 to be prepared for 
calibration at other than its full range values. In this 

way the 4700 can be calibrated between 20% and 
200% of full range, except for iOOOV Range (20% to 
110% -max. IlOOV). 



SET can also be used as a means of compensating 
for known errors in the Measurement System. 

±0 Calibration. 

( Not applicable for AC operation.) 

STANDARD Calibration 

CAUTION! This calibration affects all Voltage 
and Current Ranges! 

STD calibration is designed for certain occasions 
when it is required to adjust the gain of ail voltage 
and current ranges in the same ratio. The facility can 
be used to avoid a full recaiibration of the 4700 when 
Laboratory References have been re-standardized, 
or when a 4700 has been moved from, one country to 
another. 

The STD facility is restricted to the IV and lOV 
Ranges, on the lOOHz and IkHz Frequency Ranges 
only. The procedure follows the SET procedure 
except that the STD key is pressed in place of die 
SET key. Pressing the CAL key to trigger the 
calibration adjusts all Voltage and Current Range 
gains in the same ratio, 



I kHz 





NTRODUCTION 



Because most users will calibrate the 4700 via 
thermal transfer standards, the calibration 

procedures assume that tiiis method will be 
employed. However, details of setting up a therm^il 
transfer standard are not included, as several 
different models are in use, each with its own 
methods of connection and procedures. 

Instead it is assumed that users will be able to 
operate their own equipment correctly, according to 
the manufacturer’s instructions. The procedures 

which follow therefore concentrate on the operation 
of the 4700 during calibration, accepting that the 
required thennai transfer will be set up to a DC 
source of suitable accuracy. 

GEMERAL PROCEDURE 

WARNING! During Performance cheeks and 
caUbratton the Full Range voltage is present at the 
Thermal Transfer Standard input terminals. On 
iOOOV checks this voltage is potentially lethal, so 

EXTREME CAUTION must be observed when 
adjusting the Thermal Transfer Standard 
sensitivity. 

Voltage Calibration using a Thermal Transfer 
Select AC and the desired frequency, set the 4700 
OUTPUT display to the Calibration Standard 
value, and switch the 4700 OUTPUT ON. If 
calibrating a non-nominal voltage value, SET needs 
to be selected. Adjust the 4700 output to obtain a 
null at the Calibration Standard value, and press the 
Cal key to execute tire calibration. 

LF jyUIiivoJt Calibration 

Because ‘Flatness’ data is passed on to the millivolt 
ranges from the IV Range calibration, the I V range 
must be calibrated fir.st A DVM is then 
standardized at the required millivolt value and 
frequency, using the calibrated IV Range and an 
Inductive Voltage Divider (TVD). The desired 
frequency is selected, the OUTPUT display set to 
Full Range, and incremented or decremented to give 
the required value on the DVM. If calibrating at a 
non-nomina! value SET must be selected. The CAL 
key is pressed to execute tlie calibration. 

HF Millivolt Calibration 

From the lOV Range a 10% Range coireclion is 
calculated. This is applied at lOOmV on the IV 
Range to standardize a DVM, which is subsequently 
used to calibrate the lOOmV Full Range. The 



process is extended to calibrate the lOmV Range 
from 10% of the lOOmV Range, and imV Range 
from 10% of the lOmV Range. 

Current Calibration 

(Using Thermal Transfer Standard Current 
Shunts) 

The method employs a DC Current Standard, so 
that the shunt remains connected for both AC and 
DC nuUmg of the Thermal Transfer Standard. 

Otherwise the procedure is similar to that for DC 
Voltage Calibration. 

Alternative Current Calibration 

(Using Calibrated Standard AC Current Shunts) 
This method requires Standard Current Shunts 
which have been designed to give a Oat frequency 
response. Each current range requires its own 
specific value of shunt, calibrated to develop either 
IV or lOOmV Full Range at LF and HF. An AC 
DVM is standardized to the appropriate voltage, and 
the Current range is calibrated when the voltage 
across its shunt is correct. The method is detailed in 
Appendix 1 to this section. 

Standardization 

To ‘Standardize’ all Ranges: The Voltage procedure 
is used, but pressing STD instead of SET on the I V/ 
lOV Range. 

CAUTION! Do not ‘Standardize’ unless it is 
necessary for the reasons quoted on page 8-12. 




Remote Sense is available as follows: 

IV lOV iOOV iOOOV ~ Local/Remote Sease 
I mV lOmV lOOmV - Local Sense only 
All current ranges - not applicable 

(Local: 2-wire sense, Remote: 4-wire sense) 

Output must be OFF to change sense connection 
(except that Remote changes automatically to Local 
when switching to Millivolt Ranges). 

Upranging - OUTPUT OFF Default 
The 4700 cannot enter High-Voltage state 
(>75VRMS) with OUTPUT ON. Consequently, 
when ranging-up, the operating system allows the 
upranging to occur, but defaults to OUTPUT OFF 
for two specific cases; 

a. When upranging to the IOOOV Range, 

b. When upranging to the IOOV Range to a 
voltage of 75 V or more. 

Otherwise, OUTPUT remains ON when changing 
OUTPUT RANGE (refer to Section 4, pages 4-7 
to 4-9). 



5. Interconnections and Guarding; Refer to 
Section 4, page 4-1. 

6. Cancel any MODE keys, ensure OUTPUT setto ‘ 
OFF. 

1 . IEEE 488 Address switch: 

Set to ADD lUn (Address 31) unless llie 4700 
is to be calibrated via the IEEE 488 interface. 

8. CALIBRATION ENABLE key switch: 

Insert Calibration Key and turn to ENABLE. 

9. Set the Calibration Interval Switch to 24 hr. 



WARNING 

During calibration, the Full Range voltage is 
present at the Thermal Transfer Standard input 
terminals. On IOOOV checks this voltage is 
potentially lethal, so EXTREME CAUTION 
must be observed when making adjustments to 
the Thermal Transfer Standard sensitivity. 



High Frequency Calibrations 
Several passes may be required to acWeve 
satisfactory calibration, particularly if the initiai 
errors are large or the calibration takes longer than 
required by the Transfer System in use. Repeat 
procedure as required. 

1000V Range Calibration Sequence: 

LF calibration must be completed first. 

Preparation 

Before any calibration is carried out, prepare the 
4700 as follows: 

1. Turn on the instrument to be checked and allow 
minimum of 4 hours to warm up in the specified 
environment 

2. Ensure familiarity with normal operation of the 
4700 described in this Handbook. 



3, Refer to ‘Equipment Requirements’ in Section 7; 
the same equipment and techniques used for 
verification are also applicable to calibration. 

4. Consult the manufacturer’s handbooks before 
connecting and operating the Thermal Transfer 
Std, DC Voltage Std., Inductive Voltage Divider, 
AC DVM, and Thermal Transfer Standard 
Current Shunts. 




(Using Thermal Transfer Standard and DC Calibration Standard) 



DC Voltage j | 

Calibration ►.^DC 

Standard I i 



Thermal 

Transfer 

Standard 




4700 to be 
Calibrated 



Calibrate the 4700 at or close to the calibration 
points in the table, selecting SET as required as part 
of tiie following procedure: 



^Sl^SYMBOL CARRY THE OUTPUT OF 
THE 4700. THESE TERMINALS AND ANY 
OTHER CONNECTIONS TO THE LOAD 

UNDER TEST COULD CARRY LETHAL 
VOLTAGES. UNDER NO CIRCUMSTANCES 
SHOULD USERS TOUCH ANY OF THE 



THAT NO DANGEROUS VOLTAGE IS 



1 4700 &• DC Voltage Standard 

With OUTPUT OFF, connect to the Thennai 
Transfer AC and DC inputs, respectively. 

2. Thermal Transfer Standard 

Configure for DC measurement at the required 
Calibration Voltage. 

3 DC Voltaq© Calibration Standard 

■ Set to the Cal Voltage, OUTPUT ON, 

4. Thermal Transfer Standard 

a. Adjust for Null at the Cal. Voltage. 

b. Configure for AC measurement at the 
Calibration Voltage. 



5. 4700 

a. On AC FUNCTION, select the required 
OUTPUT RANGE. 

b. Select the required FREQUENCY RANGE 

c. Use FREQUENCY fit keys to display the 
required Cal. Frequency. 

d. Use OUTPUT f 1 1 keys to display the required 
Cai. Voltage (if at Nominal Full Range, merely 
prevSS the Full Range key). 

e. Set 4700 OUTPUT ON (andif NOT atNominal 
Full Range, Select SET). 

f. Use the OUTPUT fit keys to adjust the 
OUTPUT Display reading to obtain a null on the 
Themtal Transfer. 



Execute the calibration by pressing the CAL 
key. 




^ DC 
Standard 
OUTPUT 
Voltage 


4700 

OUTPUT 

RANGE/ 

frequency 


4700 

Nominal 

OUTPUT 

Voltage 


Freq. 
Band 
set by 

4700 


i.oooooov 


iv ikHz 


i.oooooov 


LF 


i.OOOOOOV 


IV IMHz 


i.oooooov 




lO.OOOOOV 


lOV IkHz 


lO.OOOOOV 


LF 


lO-OOOOOV 


lOV IMHz 


lO.OOOOOV 


HF 


1 00.0000 V 


loov ikHz 


lOO.OOOOV 


LF 


i 00.0000 V 


100 V lOOkMz 


lOO.OOOOV 


HF 


lOOO.OOOV 


lOOOV IkHz 


lOOO.OOOV 


LF 


1 000.000 V 
■ — ■ — 


lOOOV 30kHz 


ooo.ooov 


HF 






6. 2-wire HF Calibration (IV and lOV 



ranges - see table above) 



the 4- wire figures for 2-wire. The correct procidure is corrections to 

(a) Select IV or lOV range. uure is. 

Select Remote Sense 

"■ - the 4-wire calstore and clears the 

Deselect Remote Sense 

Sense is 



(b) 

(c) 

(d) 

(e) 





(Using calibrated 4700 IV Range. Inductive Voltage Divider (IVD) and AC DVM) 

IVD 




Standardization of DVM Millivolt Ranges 



4700 AC mV 
Ranges to be 
Calibrated 




Calibration of 4700 LF Millivolt Ranges 



Calibrate the 4700 at or close to the calibration 
points in the table, selecting SET as required as part 
of the following procedure: 

1.4700. IVD end AC DVIV1 

With OUTPUT OFF, connect the circuit for 
Standardization. 

2. IVD 

Set ratio as required For the Millivolt Range to 
be calibrated, 

3. AC DVM 

Configure for measurement at the required 
Calibration Point. 

4. 4700 

a. On AC FUNCTION, select IV RANGE. 

b. Select the required Frequency Range. 

c. U.se FREQUENCY bii keys to display the 
required Cal. Frequency. 

d. Use OUTPUT ^ 1 1 keys to display the required 
IVD input voltage (if at Nominal Full Range, 
merely press the Full Range key), 

e. Set OUTPUT ON; note DVM reading as 
VL 

f. Set OUTPUT OFF. and reconnect the circuit 
for Calibration. 



g. Select the required Millivolt OUTPUT 
RANGE. 

h. Use OUTPUT keys to display the Cal. 

Voltage on the OUTPUT Display 

(if at Nominal Full Range, merely press the 
Full Range key). 

J. Set 4700 OUTPUT ON (and if NOT at 
Nominal Full Range, Select SET). 

k. Use the ^ j keys to adjust the OUTPUT 
Display reading to obtain VI on the 
DVM. 

f. Execute the calibration by pressing the CAL 
key. Set OUTPUT OFF. 



Nominal Cal. Points for Millivolt Ranges. 



IVD Ratio 
(IV Range 
to 

raV Range) 


4700 

OUTPUT 

RANGE/ 

FREQUENCY 


4700 

Nominal 

OUTPUT 

Voltage 


Freq. 
Band 
set by 

4700 


10 : 1 


lOOmV IkHz 


lOO.OOOOmV 


LF 


100 : 1 


iOmV llcHz 


lO.OOOOmV 


I.F 


1000 : 1 


imV IkHz 


l.OOOOraV 


LF 
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(Using verified 4700 AC IV and lOV Ranges, 10% 
Range Correciion Factor and AC DVM). 

Summary 

The verified AC output values of IV on the IV 
Range; and lOV on the lOV Range are used to 
measure the 4700 linearity error at IV on the lOV 
range. From the linearity measurement, a 10% of 
range Linearity and Scaling Factor ‘C’ is derived. 

This factor is subsequently used to correct the 4700 
output setting at 10% of range, to standardize a 
DVM for calibration of the next range down. 

Calibrate the 4700 at or close to the calibration 
points in the table. 

N.B. These calibrations are not fully traceable. 
Note; 

It is assumed that the 1 V and lOV ranges have been 
calibrated at the required HF caiibraton points. It is 
also assumed that the Millivolt ( LF) Calibration has 
been completed. 

interconnections 



Nominal Cal. Points for HF Millivolt Ranges 



4700 

AC OUTPUT 
RANGE/ 

frequency 


4700 

Nominal 

OUTPUT 

Voltage 


Freq. 
Band 
set by 
4700 


lOOmV IMHz 


lOO.OOOOmV 


HF 


lOmV IMHz 


lO.OOOOmV 


HF 


ImV IMHz 


i. 0000m V 


HF 



FIG I (lOV and IV Ranges) 




FIG 2 (lOOmV to ImV Ranges) 
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Stage 1 Derive the Linearity and Scaling Factor 'C' 
as follows (C is a number of value close to 
0 . 1 ): 

a. Ensure that the Millivolts (LF) Calibration 
has been completed. 

Ensure that the 4700 has been calibrated and 
verified at A.C lOV and IVHF(lMHz)Fuii 
Range. Record the measured values as 
follows; 

4700 lOV FR setting ” lO.OOO*OOV 
Actual output voltage — *VF 

4700 IV FR setting — 1.000, OOOV 
Actual output voltage — ‘V2’ 

b. Calculate IV correction ‘V3'- I 

V2 

c. With OUTPUT OFF connect a OVM to the 
4700 terminals using tite exact 4-wire 
connections as m Fig. 1 . Set the DVM to 
measure AC on its IV range. 

d. On 4700 , select the IV range and Remote 
Sense 

Set FREQUENCY to I MHz. 

Set OUTPUT display reading to V3. 

Set OUTPUT ON, and note the DVM 
reading as ‘Vth 
Set OUTPUT OFF, 

e. On 4700, select the lOV range (Remote 
Sense). 

Set 4700 OUTPUT display reading to iV. 
Set OUTPUT ON. 

Adjust the OUTPUT display for a DVM 
reading of Vt 

f. Note the 4700 OUTPUT display reading as 
‘V4h 

Set OUTPUT OFF. 

g. From the values VI and V4 calculate the 
lOV range linearity correction and scaling 
factor ‘C as follows: 

C = VI X V4 

lur" 



Note: 

The optimum resolution quoted above the 
boxes in this column may not be achievable 
with the DVM is use. In these cases it is 
permissible to reduce the resolution by a 

maximum of 1 digit only. 



Record in 6^/i digits resolution 
Vl = 

V2- 

V3 = 



Vt is a transfer value 




Record in 61c digits resolution 




Calculate in 6 Id digits resolution 



C = 
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N.B. The foilowmg calibration from tJie front 
panel can only be carried out if the IEEE 
Address switch on the rear panel is set to 
Address 31 (Hill). 

Stage 2 To Calibrate the AC lOOmV Range Full 
Range Output 

a. Insert the Calibration security key into the 
'CALIBRATION ENABLE’ switch on the 
rear panel, and turn to ‘ENABLE’. 

b. Ensure that the DVM is still connected to the 
4700 terminals as shown in Fig. 1. 

c. Set the 4700 to the AC IV range. 

Calculate the value ‘V3 x C’. 

Set OUTPUT display to this value. 

d. Set the AC DVM to measure lOOmV. 

e- Set 4700 OUTPUT ON, aUowthe output to 
settle. Note the DVM reading as ‘V(lOOt)’. 

f. Set 4700 OUTPUT OFF and reconnect the 
DVM to the 4700 terminals in 2-wire as 
shown in Fig. 2. 

g. Set 4700 to its AC lOOmV range. 

(Remote Sense is automatically deselected.) 
Set OUTPUT ON and adjust the 4700 
Output for a DVM reading of V(lOOt). 

Press the ‘CAL’ pushbutton and observe the 
DVM reading, 

h. Repeat operation (g) until the post-CAL 
DVM reading is within l^V of V(lOat). (If 
calibrating a Spot Frequency, re-press the 
SPOT key to deselect). 

Stages To Calibrate the AC lOmV Range Full 
Range Output 

a. Ensure that the DVM is still connected to the 
4700 terminals as shown in Fig. 2. Reselect 
the Spot Frequency if required. 

b. Ensure that the 4700 is set to the AC i OOmV 
range. 

Calculate the value TOOmV x C. 

Set OUTPUT display to this value. 

c. Set the AC DVM to measure lOmV. 

d. Allow the output to settle. 

Note the DVM reading as ‘V(IOt)’. 

e. Set 4700 to its AC lOmV range. 



f. Adjust the 4700 Output for a DVM reading 
of V(10t). Press the ‘CAL’ pushbutton and 
observe the DVM reading. 

g. Repeat operation (f) until the post-CAL 
DVM reading is within l^V of V{10t). 
Deselect the Spot Frequency if selected at 
(a), 



Calculate in 6^ digi ts resolution 
V3xC = 



V(100t) is a transfer value 

V(lOOt) == 



Calculate in 61d digits resolution 









Stage 4 To Calibrate the 1 mV Range Full Range 
Output 



a. Ensure that the DVM is still connected to the 
4700 terminals as shown in Fig. 2. 

b. Ensure that the 4700 is set to the iOroV 

range. 

Calculate the value ‘lOmV x C’. 

Set OUTPUT display to this value. 

c. Set the DVM to measure ImV. 

d. Allow the output to settle. 

Note the DVM reading as ‘V(lt)’. 

e. Set 4700 to its ImV range. 

f. Adjust the 4700 Output to give a settled 
DVM reading of V(lt). 

Press the ‘CAL’ pushbutton and observe the 
DVM reading. 

g. Repeat operation (f) until the posi-CAL 
DVM. reading is within luV of '/(it). 



Stage 5 Calibration Disable 

a Turn the Calibration security key, inserted in 

the. ‘CALIBRATION ENABLE' switch on 
the rear panel, to ‘.RUN’. Remove the key. 



Calculat e in 5E digits r esolution 
lOmVx C = 



V(lt) is a transfer value 
V(lt) - 






(Using ThermaJ Transfer, Current Shunts and DC Current Standard) 




Calibrate die 4700 at or dose to the calibration 
points in the table, selecting SET as required as part 
of the rollowing procedure; 

Calibrate imA Range only if the Thermal Transfer 
IS adequately calibrated at these levels. 

1. Thermal Transfer Standard 

Configure for DC measurement at the required 
Cal. CiiiTent and connect the appropriate 
shunt. 

2. DC Current Standard 

OUTPUT OFF, connect across the 
1 hei-mal Transfer shunt, and set to the required 
Cal. Current. 

b. Set OUTPUT ON. 

3. Thermal Transfer Standard 

Adjust for null at the Cal Current 

4. DC Current Standard 

a. Set OUTPUT OFF. 

b. Disconnect from the shunt 

5. 4700 

a. With, OUTPUT OFF, connect the r+ and I- 
temunais across the Shunt. 

b. On. ACI FUNCTION, select the required 
OUTPUT RANGE. 

c. Select the required FREQUENCY RANGE. 



d. Use FREQUENCY f keys to display the 
required Cai. Frequency. 



e. Use OUTPUT 4 1 keys to display the required 
Cal. Current (if at Nominal Full Range, press 
the Full Range key). 

t Set 4700 OUTPUT ON (and if NOT at 
Nominal Full Range, Select SET). 

to adjust tlie 

uu iPU I Display reading to obtain a null on 
the Thermal Transfer. 

h. Execute the calibration by pressing the CAL 
key. Set OUTPUT OFF. 



Nominal Cah Points for 1mA to iA Ranges. 



DC 

Standard 

OUTPUT 

Current 


4700 

OUTPUT 

RANGE/ 

FREQUENCY 


4700 

Nominal 

OUTPUT 

Current 


Freq. 
Band 
set by 
4700 


1. 000000mA 


1mA 


300Hz 


1.000000mA 


LF 


1. 000000mA 


1mA 


5 kHz 


1.000000mA 


HF 


10.00000mA 


lOmA 


300Hz 


10.00000mA 


LF 


10.00000mA 


10mA 


5kHz 


10.00000mA 


HF 


100.0000mA 


100mA 300Hz 


100.0000mA, 


LF 


100.0000mA 


lOOmA 5 kHz 


iOO.OOOOmA 


HF 


l.OOOOOOA 


lA 


300Hz 


l.OOOOOOA 


LF 


i.OOOOOOA 


lA 


5kliz 


l.OOOOOOA 


HF 



T22 





Appendix i lo; 

4700 User7s Handbook 
Section 8 




(Using verified 4700 I V Range, Calibrated Standard AC Shunts and AC DVM) 



« 

! \ 


4/UUALW Hi N. 

Already | 

Calibrated , ‘ 


AC DVM (1 V Range) 


K A 





Remote Sense 



Standardization of DVM IV Range 





47Q0ACl00gA ]+ -/ ^ 
Range to be j 

Calibrated ^ 




AC DVM {IV Range) 
Gu 


>- 

r~ 


J M 


Jismwmmf 

\ 



Calibration of 4700 Current Ranges 



Calibrate the 4700 at or dose to the calibration 
points in the table, selecting SET as required as part 
of the following procedure: 

T 4700 and AC DVM 

With OUTPUT OFF, connect the 4700 and 
DVM for Standardization. Select 1 V Range on 
the AC DVM. 

2. 4700 

a. Set to IV Range at the Calibration Frequency 
and adjust for calibrated I.OOOOOOV output 

b. Set OUT PU 1 ON and note the DVM reading 

as Vi. 

c. Set OUTPUT OFF, and reconnect the test 

circuit for Calibration, using the correct shunt 
for tiie range to be calibrated 

d On ACI FUNCTION, select the required 
OUTPUT RANGE. 

e. Select the required FREQUENCY RANGE, 

f. Use FREQUENCY keys to display tiie 
required Cal. Frequency. 

g. Use O UTPUT i i f keys to display tlie required 
Cal, Current (if at Nominal Full Range, press 
the Full Range key). 

h. Set 4700 OUTPUT ON (and if NOT AT 
Nomina! Full Range, Select SET), 



j. Use the OUTPUT keys to adjust the 
OUTPUT Display reading to obtain a DVM 
reading of VI. 



k. Execute the calibration by pressing the Cal 
key. Set OUTPUT OFF. 

Nominal Cal Points for lOOpA to lA Ranges. 



4700 

OUTPUT 

RANGE/ 

FREQUENCY 


4700 

Nominal 

OUTPUT 

Current 


Freq. 

; Band 
set by 
4700 


iOO/iA. 300Hz 


100.0000/xA 


LF 


lOOpA 5kHz 


100.0(X)OM 


HF 


ImA 300Hz 


1.000000mA 


LF 


1mA. 5 kHz 


LOOOOOOmA 


HP 


10mA 300H2 


10.00000m.A 


LF 


10mA 5kEIz 


lO.OOOOOmA 


HF 


1 00mA 300Hz 


100.0000mA 


LF 


100mA 5 kHz 


lOO.OOOmA 


HF 


lA 300Hz 


1.000000 A 


LF 


lA 5 kHz 


I.OOOOOOA 


HF 

. 






